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Abstract
Volatile organic compounds (VOCs) are trace organic species that originate from
biogenic sources (like e.g. the metabolism of plants or putrefaction), all up to anthro-
pogenic sources (like e.g. incomplete combustion or as volatile by-products from
miscellaneous traffic-related and industrial processes). Benzene, acetone, methanol
or isoprene are well-known species of this group. Although typically appearing
only in smallest traces, VOCs affect air quality and climate processing in multiple
ways. They play some key roles as reactants within atmospheric reaction channels,
like e.g. the formation of ozone or emergence of organic aerosol. Some are addi-
tionally classified as hazardous air pollutants. Thus their investigation is needed
to understand climatic processes and to assess their effects on environment and
human health.
This work reports on the development and use of a fast-response high-sensitivity in
situ instrument for measurements of VOCs in ambient air. The Ultra-Light-Weight
Proton-Transfer-Reaction Mass Spectrometer (ULW-PTR-MS) bases on the ioniza-
tion of organic compounds in a reaction chamber using hydronium ions and the
subsequent detection of product ions by a quadrupole mass spectrometer. The setup
is particularly characterized by its compact size and little weight of 55 kg (compared
to twice the weight of commercial instruments). The specifically developed con-
trol electronics base on a modular measurement and control system and allows fast
adaptation to mission-specific requirements. The instrument is intended to be de-
ployed on research and passenger aircraft and will be engaged during the mission
Oxidation Mechanisms Observation (OMO) aboard the German research aircraft
HALO in 2015. The mission will investigate the free-radical chemistry at higher al-
titudes during the summer monsoon in Asia.
The ULW-PTR-MS was first-time used for ground measurements during the air
quality study Uintah Basin Winter Ozone Study 2012 (UBWOS 2012). The primary
task of this mission was the examination of enhanced formation of surface ozone
during wintertime in the surroundings of intense fossil fuel production in a moun-
tain basin in the Western United States. Comprehensive characterization and cal-
ibration measurements in comparison to other high-sensitivity VOC instruments
were performed that attested the high accuracy of the ULW-PTR-MS. Subsequent
measurements aboard a laboratory van allowed the direct investigation of emis-
sion fingerprints of VOCs originating from oil and natural gas well pads. At a re-
cently hydraulically re-fractured gas well, that was investigated in more detail, very
high mixing ratios of aromatic hydrocarbons in the range of several ppmV (parts
per million by volume, 10−6) were found. These values outnumber typical urban
i
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compositions by several orders of magnitude. Differences in the emission finger-
prints of aromatics were determined downwind of the condensate storage tanks
and the open flow-back pond showing, that the tanks emit a lighter composition
of aromatics (i.e. higher percentage of compounds with lighter molecular mass)
and the pond a heavier composition. The deduced chemical fingerprints of the
diverse emitters allow conclusions on their contributions to the air composition
in the region.
The results presented in this work are some of the first measurements using fast-
response VOC instruments to investigate individual emitters in this chemically un-
usual environment. In this way they filled in the blank between stationary measure-
ments of background signals and mobile on site characterizations of point source
emissions. Within the UBWOS 2012 measurements it was further showed that
Proton-Transfer-Reaction Mass Spectrometry (PTR-MS) is suited for mobile mea-
surements aboard a driving laboratory.
ii
Zusammenfassung
Flu¨chtige organische Verbindungen (VOCs) sind organische Spurenstoffe, die so-
wohl aus biogenen Quellen (z.B. Stoffwechsel von Pflanzen, Fa¨ulnisprozessen),
wie auch aus anthropogenen Quellen (z.B. Produkte unvollsta¨ndiger Verbrennung,
flu¨chtige Nebenprodukte aus Industrie und Verkehr) hervorgehen. Benzol, Aze-
ton, Methanol oder Isopren sind bekannte Vertreter dieser Stoffklasse. Obwohl
sie typischerweise nur in kleinsten Spuren vorkommen, beeinflussen VOCs sowohl
Luftqualita¨t wie auch Klimaentwicklung auf vielfache Weise. Als Reaktionspartner
spielen VOCs eine Schlu¨sselrolle innerhalb verschiedener atmospha¨rischer Reakti-
onszyklen, wie z.B. der Ozonbildung oder der Entstehung von organischem Aero-
sol. Einige sind zudem als gefa¨hrliche Luftschadstoffe klassifiziert. Die Vermessung
von VOCs ist daher notwendig, um sowohl klimatische Prozesse zu verstehen, wie
auch Effekte auf Umwelt und Gesundheit abzuscha¨tzen.
Die vorliegende Arbeit berichtet u¨ber die Entwicklung und den Einsatz eines in
Echtzeit arbeitenden hochempfindlichen in situ Messgera¨tes fu¨r VOCs. Das ultrale-
ichte Protonen-Transfer-Reaktion Massenspektrometer (ULW-PTR-MS) basiert auf
der Ionisation organischer Verbindungen mit Hydroniumionen in einer Reaktion-
skammer und der anschließenden Detektion der Produkt-Ionen in einem Quadru-
pol-Massenspektrometer. Das Gera¨t zeichnet sich insbesondere durch kompakte
Gro¨ße und geringes Gewicht von 55 kg aus (verglichen mit dem doppelten Gewicht
kommerzieller Gera¨te). Die eigens entwickelte Steuerelektronik basiert auf einem
modularen Mess- und Kontrollsystem und ermo¨glicht die Anpassung an mission-
sspezifische Anforderungen. Das Instrument ist zum Einsatz auf Forschungs- und
Passagierflugzeugen vorgesehen und soll 2015 im Rahmen der Mission Oxidation
Mechanisms Observation (OMO) auf dem deutschen Forschungsflugzeug HALO
eingesetzt werden. Hierbei soll die Chemie freier Radikale in großen Ho¨hen zur
Zeit des Sommermonsuns in Asien untersucht werden.
Das ULW-PTR-MS wurde wa¨hrend der Luftqualita¨tsstudie Uintah Basin Winter
Ozone Study 2012 (UBWOS 2012) erstmals fu¨r Bodenmessungen verwendet. Das
prima¨re Ziel dieser Mission war die Untersuchung versta¨rkter Bildung von Ozon
am Boden zur Winterzeit im Umfeld intensiver Fo¨rderung fossiler Brennstoffe in
einem Talkessel im Westen der Vereinigten Staaten. In diesem Rahmen konnten
umfangreiche Charakterisierungs- und Kalibriermessungen im Vergleich mit an-
deren hochempfindlichen VOC Messgera¨ten durchgefu¨hrt werden, die eine hohe
Genauigkeit von ULW-PTR-MS dokumentierten. Die anschließenden Messungen
an Bord eines mobilen Labors ermo¨glichten die Untersuchung von VOC Emissi-
onen direkt an O¨l- und Gasfo¨rderanlagen. Eine kurz zuvor hydraulisch gefrackte
iii
ZUSAMMENFASSUNG
Gasquelle wurde dabei genauer untersucht. Sehr hohe Konzentrationen von aro-
matischen Kohlenwasserstoffen im Bereich von einigen ppmV (Teile einer Million,
10−6) wurden gemessen. Diese Werte u¨bertreffen typische sta¨dtische Konzentratio-
nen um mehrere Gro¨ßenordnungen. Windabwa¨rts der Lagertanks und des Flow-
backspeichers wurden unterschiedliche VOC Emissionscharakteristiken festgestellt.
Hierbei konnte insbesondere gezeigt werden, dass die Emissionen aus den Tanks
einen ho¨heren Anteil von Verbindungen leichterer molekularer Masse aufwiesen,
wa¨hrend der offene Flowbackspeicher Mischungen schwererer VOCs emittierte.
Die ermittelten chemischen Fingerabdru¨cke der verschiedenen Quellen lassen Ru¨ck-
schlu¨sse auf deren Beitrag zur Luftzusammensetzung in der Region zu.
Die in dieser Arbeit vorgestellten Ergebnisse stellen die ersten Echtzeit-Messungen
von VOCs an einzelnen Emissionsquellen in dieser chemisch ungewo¨hnlichen Um-
gebung dar. Damit schließen sie die Lu¨cke zwischen stationa¨ren Hintergrundmes-
sungen und vor-Ort Charakterisierungen von Emissionen einzelner Punktquellen.
Im Rahmen der UBWOS 2012 Kampagne konnte ferner gezeigt werden, dass Pro-
tonen-Transfer-Reaktion Massenspektrometrie (PTR-MS) geeignet ist fu¨r mobile
Messungen in einem fahrenden Labor.
iv
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Volatile Organic Compounds (VOCs)
1.1 Organic trace gases in atmospheric chemistry
With its extremely complex network of chemical and physical processes, the Earth’s
atmosphere is mainly driven by solar radiation, interaction with other compart-
ments (biosphere, land, ocean, etc.), occasionally by volcanic eruptions and increas-
ingly by mankind. With today’s knowledge about the structure of the atmosphere,
its derived classification into different compartments and spheres according prop-
erties like temperature, chemistry or aerodynamics (i.e. Planetary Boundary Layer
(PBL), free troposphere, tropopause, stratosphere, etc.) and the ability to measure
atmospheric components and dynamics up to high altitudes, many processes can
be explained on scales of local to global dimensions. The atmospheric composition
as pool of reactants comprises the main constituents nitrogen (∼ 78.1 %), oxygen
(∼ 20.9 %) and several noble gases like Argon (∼ 0.9 %) and others (< 0.002 %), that
are supplemented with a variety of trace gases (
∑  1 %). Solely these less abun-
dant trace gases control climate, weather and air quality as they play crucial roles
in the Earth’s radiative balance and chemical processing. Besides natural variations
also anthropogenic interferences affect and stimulate the atmosphere and with that
the global atmospheric budgets of their components. With a spectrum ranging from
below one second up to thousands of years, the chemical lifetimes of involved com-
pounds (e.g. seconds for OH and hundreds of years for chlorofluorocarbons - CFCs)
and with that the spatial scales of their impacts (e.g. meters for OH and tens of
thousands of kilometers for CFCs) vary strongly. The various processes have been
comprehensively described in standard references, like e.g. Brasseur & Solomon
[1986]; Seinfeld & Pandis [2006].
Carbon as central component - organic chemistry in the atmosphere The exis-
tence of carbon in various forms is a basic prerequisite for the habitability of the
Earth and a fundamental constituent of life in general. The group of volatile organic
compounds (VOCs) generally includes all organic trace compounds in the vapor
phase, but excludes the most abundant atmospheric (organic) gases methane (CH4),
carbon monoxide (CO) and carbon dioxide (CO2) for historical reasons. As the term
denotes, VOCs are organic molecules that are especially characterized by high va-
por pressures and low boiling points, respectively. From the variety of possible
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combinations of gaseous carbonic molecules, the most abundant atmospheric VOC
classes are alkanes (only single bonds), alkenes (with double bonds), cycloalkanes
(containing rings), aromatics (containing aromatic rings) and oxygenated (contain-
ing oxygen) hydrocarbons [Atkinson, 2000; Atkinson & Arey, 2003a]. In addition,
it should be mentioned that besides being environmental pollutants by their nature
anyway, some VOCs are even classified as air toxics that can have severe effects to
people’s health [EPA, 2012].
Among the diverse constituents being involved in the various atmospheric
processes, especially these organic trace compounds profoundly affect the atmo-
sphere despite their low atmospheric concentrations, like e.g. acetone (CH3COCH3)
with a mixing ratio of ∼ 500 ppt [Seinfeld & Pandis, 2006] in the free Northern
mid-latitudinal upper troposphere and an averaged lifetime of ∼ 250 days [Arnold
et al., 2004].
Since being substantially involved in processes like the formation of O3 (discussed
in section 1.2.1, p. 6) and secondary organic aerosol (SOA) (discussed in section
1.2.3, p. 9) in polluted air, VOCs also govern various tropospheric chemical reactions
as catalyst, play a role in the global carbon cycle [Heimann, 2010] and are generally
an important factor concerning air quality issues. With this multifaceted occurrence,
VOCs are essential elements playing some key roles in atmospheric chemistry.
Some examples of atmospheric VOCs can be found in table T 2.2 in section 2.2.2 (p.
16). More general compilations are given in the relevant literature, e.g. in Atkinson
[2007]; Derwent [1995]; Seinfeld & Pandis [2006]; Warneke et al. [2007].
Atmospheric VOC sources Diverse sources emit VOCs into the atmosphere. With
origins ranging from natural emissions during biogenic processes (i.e. metabolic
processes in plants, putrefaction or decomposition) all-up to anthropogenic emis-
sions coming from miscellaneous traffic-related and industrial processes (i.e. incom-
plete combustion or as volatile by-products, organic solvents), their wide-ranging
impact is obvious. In total the biogenic emissions are thought to be globally at
least ten times larger than all anthropogenic contributions [Williams, 2004]. The
most important biogenic VOC sources are isoprene emitting plants, followed by
oceans, the ground and all kinds of living matter, like people, plants, animals, fungi
and microorganisms. On the other hand the dominating anthropogenic contri-
butions to organic emissions comprise especially the exploitation and production
of fossil fuels, followed by biomass burning and industry. A rough estimate of
the global yearly VOC emissions of both biogenic and anthropogenic origins re-
sults to ∼ 1300Tg(C)1· yr−1, whereby isoprene by itself already contributes with
∼ 500Tg(C)· yr−1 [Goldstein & Galbally, 2007].
1 Tg(C): 1012 g Carbon
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Atmospheric VOC sinks/removal The removal of VOCs from the atmosphere
usually takes place via reactions that predominantly comprise processes with the
hydroxyl radical (OH). The final products of this gas-phase oxidation are then CO2
and H2O. To a lesser extent also photolysis and chemical oxidations with O3 es-
pecially for alkenes occur, that are supplemented by reactions with nitrate radicals
(NO3) during nighttime [Atkinson & Arey, 2003a; de Gouw, 2005; Lewis et al., 2005;
Warneke, 2004]. Ketones (e.g. acetone - CH3COCH3) and aldehydes (e.g. formalde-
hyde - HCHO) are primarily degraded by photolysis. Likewise, dry and wet de-
positions and uptake by atmospheric aerosols (see section 1.2.3, p. 9) reduce VOC
concentrations [de Gouw & Warneke, 2007].
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1.2 VOC impacts on Air Quality and
Atmospheric Processing
VOCs are present in virtually all atmospheric environments. In the following three
crucial VOC reaction channels, that are connected to this work, are briefly described
and demonstrate some key roles regarding air pollution and influences onto the cli-
mate via indirect effects. The first complex of themes covers tropospheric O3 chem-
istry in connection with VOC involvement and is related to performed air quality
field measurements in Utah/USA (see part III, p. 95). The second example describes
the scientific framework of future measurements in the context of the oxidative ca-
pacity of the atmosphere, which is subject to upcoming airborne deployments of the
system on passenger (see section 5.1, p. 83) and research (see section 5.2.2, p. 88)
aircraft. The third example emphasizes the necessity for PTR-MS investigations in
the context of the formation of secondary organic aerosol (SOA), which is one of the
big uncertainties in future climate predictions.
1.2.1 Topic 1: VOCs in the tropospheric ozone cycle
Ozone (O3) is omnipresent in both stratosphere and troposphere. Stratospheric O3,
which is formed at high altitudes (∼ 15− 50 km) from the dissociation of molecular
oxygen in the UV by sunlight (Chapman cycle), shields the earth from incoming
solar UV radiation (λ < 360nm) [Matsumi & Kawasaki, 2003]. Tropospheric ozone
on the other hand is an air pollutant, that can have severe respiratory health effects
[Fiore et al., 2012]. As there is no direct emitter of O3, the tropospheric ozone is either
due to stratospheric entrainment of ozone-rich air, or due to in situ photochemical
formation. Thereby the only significant tropospheric formation route begins with
the photolysis of nitrogen dioxide (NO2):
NO2
hν−−→ NO + O(3P) (R 1.1)
with hν representing the energy of the solar radiation (h: Planck’s constant2; ν: Fre-
quency). The subsequent termolecular reaction of electronically excited O(3P) (from
reaction R 1.1) with molecular oxygen and O2 or N2 molecules (M) forms ozone:
O(3P) + O2 + M −−→ O3 + M (R 1.2)
O3 (from reaction R 1.2) can then react with NO (from reaction R 1.1):
O3 + NO −−→ NO2 + O2 (R 1.3)
regenerating NO2, but at the same time constituting an ozone forming and destroy-
ing cycle that has a net ozone formation of zero.
However, the regeneration process of nitrogen dioxide can differ from the stan-
dard reaction R 1.3 by converting NO to NO2 via radical catalyzed oxidations of
2 h = 6.62606876(52)× 10−34 J · s [Hollas, 2009]
6
1. Volatile Organic Compounds (VOCs)
(i) organic hydrocarbon species (and VOCs in general) (represented by R) or (ii)
carbon monoxide (CO). Corresponding reactions with the hydroxyl radical (OH•)
typically are:
(i1) RH + OH
• −−→ R• + H2O (R 1.4)
(i2) R
• + O2 + M −−→ RO•2 + M (R 1.5)
(ii1) CO + OH
• −−→ CO2 + H• (R 1.6)
(ii2) H
• + O2 + M −−→ HO•2 + M (R 1.7)
The formed organic peroxy (RO•2) radicals (reaction R 1.5) and HO•2 radicals (reac-




• −−→ RO• + NO2 (R 1.8)
(i4) RO




• −−→ OH• + NO2 (R 1.10)
The carbonyl group in R 1.9 comprises e.g. ketones (RCOR) or aldehydes (RCHO).
The oxidation of organic hydrocarbons via reactions R 1.4 and R 1.5 results in the
regeneration of a nitrogen dioxide according reaction R 1.8. The formed RO• can
further react producing another NO2 molecule in combination with a hydroxyl
radical, which is then available for future oxidation cycles. Reaction R 1.10 repre-
sents the final conversion of the HO•2 radical. With both reactions R 1.8 and R 1.10,
that complement the nitrogen dioxide regeneration according reaction R 1.3 in the
sense of O3 preservation, the net total ozone concentration increases. Reviewed
laboratory studies of the underlying reaction pathways can be found in
Orlando & Tyndall [2012].
Acting as fuel for the photochemical production of O3, VOCs contribute to tropo-
spheric/surface ozone formation (see also part III, p. 95). Thus, the entire process
can be summarized as:
VOCs + sunlight + NOx Ozone (+ other products)
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Ozone research activities Ozone research in troposphere and stratosphere has
been extensively performed over years [Atkinson & Arey, 2003b; Crutzen, 1974;
Jacob, 2000; Lelieveld et al., 2008; Singh et al., 1995] and represents one of the im-
portant topics in the recent IPCC reports. Although the atmospheric concentrations
of ozone-destructing CFCs have been expected to phase out after the statement of
the Montreal protocol in 1987, this field again attracts attention since so far un-
known CFCs have been detected during CARIBIC aircraft measurements reported
by Laube et al. [2014]. Especially over the Northern hemisphere partially even in-
creasing concentrations have been observed, that cannot be neglected (e.g. CFC-
216ca: 2013 concentration 20.2 ± 0.3 ppq, increasing at current rate of 0.2 ppq· year−1
[Kloss et al., 2014]).
Likewise, ozone as air quality issue has been identified to exist in the context of fos-
sil fuel exploration and production during wintertime conditions [Carter & Seinfeld,
2012; EPA, 2012; Pinto, 2009; Rappenglu¨ck et al., 2014; Schnell et al., 2009]. Current
research activities within the scope of the Uintah Basin Winter Ozone Studies (UB-
WOS) determined a significant contribution of radical amplification reactions to the
formation of tropospheric radicals in such unique chemical environment (in addi-
tion to the above-described reaction channels; see also 1.2.2, p. 8), which facilitated
an enhanced formation of surface ozone. The photolysis of carbonyl compounds
(oxygenated VOCs with a C=O moiety) has been found to be the dominant source
of oxidant (further discussed in section 7.1.1, p. 113). [Edwards et al., 2013, 2014]
1.2.2 Topic 2: VOCs as precursors of HOx
The self-cleansing of the atmosphere via oxidation of various trace gases (including
organic species with CO and CH4 is governed by HOx radicals (HOx=OH+HO2)
and to a far lesser extent by the reaction of some species with O3 or by reaction with
NO3 during nighttime. That is, the mixing ratio of HOx determines the chemical
lifetimes of virtually all VOCs [Prinn, 2003].
HOx formation The primary tropospheric HOx source is photolysis of ozone and
subsequent reaction with water vapor [Folkins & Chatfield, 2000]:
O3
hν−−→ O(1D) + O2 (R 1.11)
O(1D) + H2O −−→ 2 OH (R 1.12)
At higher altitudes the decreasing water concentrations lead to a decreasing contri-
bution of this process R 1.12. With that other OH producing channels can then pro-
vide significant contributions. In this context, the known suitable organic secondary
OH precursors, including acetone (CH3COCH3), methyl hydroperoxide (CH3OOH)
and formaldehyde (CH2O), then increase the oxidizing power [Folkins & Chatfield,
2000]. Regulating factors are again ozone and nitrogen oxides (NOx=NO+NO2)
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[Neumaier et al., 2014] (see section 1.2.1, p. 6). The subsequent degradation of the
organic hydrocarbon again follows reaction R 1.4. Relevant oxidation paths and re-
action schematics are further discussed in Atkinson & Arey [2003a]; Monks [2005].
Research activities A study presented by Lelieveld et al. [2008] reports, that en-
hanced biogenic VOC emissions over the pristine Amazon forest did not deplete
OH in the way it was expected. The particular atmospheric oxidative capacity was
not reduced, which indicates that other photochemical processes in this unpolluted
air (i.e. low NOx region) recycle the OH efficiently well through further reactions
of organic peroxy radicals. A recently published study by Fuchs et al. [2013] reports
about investigations performed in the atmosphere simulation chamber SAPHIR3 at
the Research Centre Ju¨lich showing that OH was additionally recycled without NO
involvement in isoprene-rich environments, such as forests. The hydroxyl radicals,
which have been detected in significantly higher concentrations than expected from
model calculations, were strongly enhanced due to this additional recycling of rad-
icals. Unimolecular reactions of isoprene peroxy radicals thus contributed signifi-
cantly to the oxidation efficiency in the atmosphere. It was further assumed, that
this class of recycling reactions plays a role in the oxidation of other unsaturated
VOCs (like e.g. methacrolein) [Crounse et al., 2012] and hence can be key to the
further understanding of high OH concentrations in environments with high VOC
concentrations.
The scheduled aircraft mission OMO (Oxidation Mechanism Observations) will fur-
ther investigate the HOx chemistry within the context of the oxidative capacity of
the atmosphere (further described in section 5.2.2, p. 88).
1.2.3 Topic 3: Secondary Organic Aerosol
Improving the knowledge about the fate of organic carbon in the atmosphere is one
of the major objectives for future VOC research: ending up in oxidation products
and/or as aerosol particles.
Organic compounds as part of the atmospheric particulate mass The largest frac-
tional amount of tropospheric particulate mass (PM) (20− 90 % of PMsubmicron) con-
sists of organic material [Jimenez et al., 2009], that is either directly emitted into the
atmosphere, i.e. is of primary origin (e.g. through direct release of particle mass
from sources such as motor vehicles and forest fires [Robinson et al., 2007]), or is
formed from gas-phase precursors containing carbon, i.e. is of secondary origin
(e.g. through photooxidation of biogenic precursors [Claeys et al., 2004]).
Especially the secondary organic aerosol (SOA) is still insufficiently quantified to es-




human-made sources of VOCs, by which organic particulates with higher molecular
masses can be formed, and the spatial distributions of their emissions with tempo-
ral variabilities and chemical transformations make an assessment more difficult
[de Gouw & Jimenez, 2009].
Sources of SOA The basic SOA formation comprise the oxidation of VOCs via
radicals of OH and NO3, O3 or Cl, forming less volatile products. The subse-
quently partitioned aerosol particles can then react to higher mass products. Dom-
inant pathways of SOA production from atmospheric VOCs are broken down in
Ziemann & Atkinson [2012].
Impacts of SOA Aerosols influence the development of the Earth’s climate
through direct (scattering and absorption of solar radiation) and indirect (serving
as cloud-condensation nuclei) impacts. According to the Intergovernmental Panel
on Climate Change (IPCC), aerosols (besides clouds) are one of the biggest uncer-
tainties in future climate predictions [Riipinen et al., 2012].
Besides their direct and indirect climatic impacts aerosols have strong effects on the
quality of air and can cause atmospheric environmental pollution and severe health
effects to people [Po¨schl, 2005].
Research activities Especially the formation of secondary organic aerosol orig-
inating from both natural and man-made sources has recently attracted growing
attention. In connection with air quality in mega-cities (discussed e.g. in Borbon
et al. [2013]; Ryerson et al. [2013]), environmental impacts after damaging events,
like e.g. the explosion of the oil platform Deepwater Horizon [Bahreini et al., 2012;
de Gouw et al., 2011; Li et al., 2013; Middlebrook et al., 2012] or general assessments
of organic contributions to the atmospheric environmental development, like e.g.
in Fiore et al. [2012]; Robinson et al. [2007], trace organic gases and their secondary
products are currently under intensified investigation.
As PTR-MS allows the characterization of SOA precursors in real-time, the use of





Proton-Transfer-Reaction Mass Spectrometry (PTR-MS) is an on-line mass spectro-
metric technique for measuring organic trace gases. Since these gases take part in
innumerable processes (not only atmospheric), the PTR-MS technology is used in
widespread fields of application, ranging from the use in medical and biological
fields, chemical analysis, food and flavor sciences, questions in security and crime
scenarios, monitoring of general and specific industrial processes up to atmospheric
concerns towards air quality issues.
The following introduction to PTR-MS is oriented on standard literature includ-
ing some of the pioneering and method establishing works by Hansel et al. [1995];
Lindinger & Jordan [1998]; Lindinger et al. [1993, 1998] and especially de Gouw &
Warneke [2007], and can be studied therein in greater detail. Likewise, reviews of
the method can be found in Blake et al. [2009]; Hewitt et al. [2003]. The introduc-
tion to quadrupole mass spectrometry techniques and applications follows Dawson
[1976]; Douglas [2009].
2.1 Methodology and Technology
Chemical Ionization Mass Spectrometry (CIMS) Ions of different mass can be
molecularly weighed in the gas phase using mass spectrometry. Chemical ioniza-
tion (CI), which is one of the applied ionization techniques, bases on ion/molecule
reactions in a flow drift tube. Due to the corresponding lower energy processes
compared to electron ionization, CI yields less fragmentation and with that mostly
intact molecular species in form of protonated molecules. The idea of chemical
ionization (CI) has been introduced by Munson & Field [1966], and the swarm
technique of the flow drift tube has been described in a series of publications by
McFarland [1973a,b,c].
Proton-Transfer-Reaction Mass Spectrometry (PTR-MS) PTR-MS, as branch of
CIMS, is a relatively novel analytical detection technology for on-line monitoring
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of VOCs. This in situ technique allows identification and quantification of com-
pounds at low concentrations (as low as parts per trillion by volume (pptV ): 10−12)
in real time. Basis of PTR-MS applications is the soft chemical ionization, which is
premised on the transfer of protons from a donor molecule to the molecule to be
analyzed. The standard reagent ion hydronium (H3O+) can be formed from water
vapor in a hollow cathode discharge. The subsequent analysis of the product ions
has been extended from using a quadrupole mass spectrometer (QMS) (see section
2.3, p. 26) to other mass spectrometric methods. These are time-of-flight4 (ToF)
[Graus et al., 2010; Jordan et al., 2009b] and ion trapping5 mass filtering [March, 1997;
Prazeller et al., 2003; Warneke et al., 2005]. This lineup of filtering techniques is once
more expanded by the most recent instrumental development presented by Sulzer
et al. [2014], which is the combination of a quadrupole as an ion guide (instead of
transfer lenses) and ToF for the detection.
By now also ions of nitric oxide (NO+), molecular oxygen (O+2 ), krypton (Kr+)
and xenon (Xe+) are used as precursor ions [Jordan et al., 2009a], but the ioniza-
tion method for these additional reagent ions is charge-exchange (CTR) rather than
proton-transfer (PTR) ionization. However, the combination of these selectable
reagent ions enhances the number of detectable substances [Edtbauer et al., 2014;
Sulzer et al., 2012].
Instrumental configuration used in this work As the PTR system presented in
this work is intended to perform atmospheric measurements of VOCs mainly aboard
aircraft, the instrumental setup has been chosen such that especially prerequisites
concerning airborne applications are met (see section 5, p. 83). Therefore a PTR
system that uses hydronium precursor ions and a quadrupole mass filter in front of
the detector has been chosen due to the following considerations:
• Precursor ions - H3O+: Distilled water as base material for the generation of
H3O+ ions is an aeronautically unobjectionable substance, that is available prac-
tically everywhere. It allows an easy safety approval in contrast to otherwise
needed gas cylinders. The same applies for toxic (e.g. ammonium - NH3) or
radioactive (e.g. polonium) materials, that could also be used for ionization de-
mands. Moreover, H3O+ allows the analysis of a broad majority of important
VOCs in atmospheric processes. Nonetheless, the combined use of several reagent
ions within a single instrument, as mentioned above, allows the measurement of
different varieties of compounds even with isomeric6 separation. Therefore an
application of this setup has to be revised regularly according to the specific sci-
entific questioning.
4 Time-of-flight mass spectrometry: mass-to-charge ratio evaluation of ions according their flight
times in an electric field
5 Ion Trap mass spectrometry: controlled storage of ions in electro-magnetic ion traps (e.g.
Penning or Pauli) and subsequent evaluation according the ions’ mass-to-charge ratios
6 isomer: same sum formula
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• Mass filter - Quadrupole: Quadrupole filters typically allow the design of smaller
instruments compared to ToF-systems and are more robust and with low weight.
These key aspects for airborne applications oftentimes decide about actual de-
ployments (depending on the individual platform). However, the meanwhile
advancements in mass spectrometry and product design referring to these pro-
gresses open further options for VOC measurements and enlarge the optional
lineups of instruments. The broader potential for high-sensitivity measurements
with even separation of isobaric compounds7 in time-of-flight or ion-trapping sys-
tems dramatically widen the informative level of measurements, but do not au-
tomatically guarantee further insights. Since the operational areas covered with
the instrument described in this work comprise mainly measurements of chemi-
cal processes in the atmosphere (middle to upper troposphere and lower strato-
sphere) (described in section 5, p. 83), where only a limited variety of volatile
organic compounds is crucially involved, a quadrupole mass spectrometer can
sufficiently well determine the observed processes. Measurements with other ob-
jectives on the other hand definitely benefit strongly from these enhanced tech-
nical features, but oftentimes have to be purchased at the expenses of size and
weight (at least for ToF-systems).
Schematic view of the PTR system Figure F 2.1 (p. 14) presents the schematic
overview of the PTR setup. A dashed line schematically illustrates the ion trajecto-
ries through the instrument from the IS to the detector. The main components of the
instrument are:
• Ion reactor: Ion source (IS) to produce H3O+ precursor ions; Ion source drift re-
gion (ISDR) as intermediate reaction chamber; Drift tube (DT) reaction chamber,
where the PTR between H3O+ and the injected ambient air VOCs take place (de-
picted with H3O+/RH+)
• Intermediate vacuum chambers (IVC): Intermediate chambers with several
pumping stages to enable the transfer and injection of ions into the high-vacuum
chamber
• QMS: High-vacuum spectrometer with quadrupole mass filter and secondary
electron multiplier (SEM) to measure the reagent and product ions
The chemical/physical processes of this PTR system are described in the next sec-
tion 2.2 (p. 15), whereas specific descriptions of the setup of the newly constructed
instrument are given in the second part of this work (see part II, p. 35).
7 isobaric components: exactly same nominal mass, but different sum formula
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Figure F 2.1: Schematic diagram of the PTR mass spectrometer with the main components
ION REACTOR (with ion source (IS), ion source drift region (ISDR) and drift
tube (DT)), INTERMEDIATE VACUUM CHAMBERS and QUADRUPOLE
MASS SPECTROMETER (with quadrupole rod configuration, detector (sec-
ondary electron multiplier (SEM) and signal amplifier (AMP)). Other high-
lighted system components are electrodes (anode, cathode, annular electrodes,
nose cone plate, ion optics, 90◦ deflector), inlet ports (for air and H2O), pressure
sensors P.x and the three turbo molecular pumps (TMP#1,#2,#3).
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2.2 Physics & Chemistry in PTR systems
2.2.1 Ion Generation
Ionization process by electron impact Hydronium is used as primary ion for the
ionization of trace gases inside the drift reaction zone. It is produced in a hollow
cathode electrical discharge (negative glow) between two anodes (same potential)
and the intermediate cathode from water vapor, which is introduced into the IS at
a low flow rate of typically FH2O = 7.5 sccm. Between the nearly field free negative
glow region, with a potential close to the anodes on the one side and the cathode on
the other side, the disruptive discharge occurs in consequence of the rapidly drop-
ping potential. Hereby mainly energetic electrons collide with neutrals forming the
ion products H2O+, H+2 , H+, O+ and OH+, that again undergo further reactions to
secondary and tertiary products. The fundamental ion/molecule reactions of ions
produced in this source are presented in table T 2.1 (p. 15) together with their spe-
cific reaction rate constants k.
Reactions Rate constants k
[10−9 (cm3· s−1)]
O+ + H2O → H2O+ + O 2.6
H+ + H2O → H2O+ + H 8.2
H+2 + H2O → H3O+ + H 3.4
→ H2O+ + H2 3.7
OH+ + H2O → H3O+ + O 1.3
→ H2O+ + OH 1.8
H2O+ + H2O → H3O+ + OH 1.8
Table T 2.1: Reactions of ions produced by electron impact upon water vapor with water
vapor and corresponding rate constants k. (adapted from Hansel et al. [1995])
Plasma - Ion beam The ions O+, H+, H+2 , H2O+ and OH are radicals and there-
fore highly reactive with correspondingly short chemical lifetimes enabling the fi-
nal transition of water vapor to H3O+ ions within reasonable times. With that the
listed ion reactions are appropriate to retain a relatively high density plasma, that
finally provides a H3O+ ion beam with a purity of at least 99.5 % [Hansel et al., 1995;
Lindinger et al., 1998] into the reaction zone (DT). The final combinations towards
almost entirely pure H3O+ ions prior to this injection take place inside of the inter-
mediate ion source drift region (ISDR) (see figure F 2.1, p. 14). When using standard
values for pressures PISDR ∼ 1.5hPa, temperatures TISDR ∼ 313K and the applied
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electric field in the ISDR, typical residence times tISDR are calculated with . 10µs.
Impurities in this ion beam are traces of NO+ ions, which are produced from N2
due to back-streaming air into the ISDR, and, as only significant contribution (less
than 0.5 %), of O+2 ions, that are produced as by-products in the ISDR due to charge-
transfers from H2O+ ions to O2 effusing from the DT towards the IS or by direct
electron impact ionization of O2. Both impurity ions can react with trace gases and
enhance the background signals of respective masses. Therefore, these ions should
be reduced as far as possible. N+2 or N+ rapidly convert to H3O+ by multi collisions
with H2O molecules in the DT. [Hansel et al., 1995; Hartungen, 2005; Slevin & Har-
rison, 1975]
For the final processing of measurement data in terms of accurate quantification
of trace gases the normalization to the source output (count rates of H3O+ ions)
is necessary, and thus primary ion signals are recorded. Typical primary ion rates
from hollow cathode discharge IS are in the range of 1012 − 1013 counts per second
(cps). However, since the transmission of ions through the instruments is 1, the
finally observed primary ion rates at the detector (used for normalization) are in the
range of (tens of) millions cps.
2.2.2 Proton Transfer - Ion/Molecule Reactions
Proton Transfer Proton transfer, which is the transfer of H+-ions from one reac-
tant to another, directly depends on the proton affinities (PA) of the participating
donor and acceptor molecules, that describe the binding energies of protons (nor-
mally given in kJ ·mol−1 or eV ; conversion: 96.485 kJ ·mol−1 ≈ 1 eV ) to its atoms or
molecules, respectively, and decide whether the reaction is exothermic or endother-
mic. The chemical transfer reactions basically follow the reaction:
XH+ + R
k1−−→ RH+ + X (R 2.13)
with XH+ being the ion donor and R acting as some proton accepting compound.
k1 depicts the rate coefficient of that reaction. The reaction is exothermic (sponta-
neous), if PA(R) is higher than PA(X):
∆PA = PA(R)− PA(H2O) (E 2.1)
This is in accordance with the equivalent consideration of the fundamental change
in Gibbs free energy ∆G:
∆G = ∆H − T ·∆S (E 2.2)
where ∆H is the change in free enthalpy and ∆S the change in entropy. The gas
phase basicity B, which depicts the willingness of the substance to accept a proton,
is the negative of the Gibbs free energy change ∆G for proton transfer. The relation
of B and PA is given by [Ellis & Mayhew, 2014]:
PA = B − T ·∆S (E 2.3)
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with PA being defined as the negative of the enthalpy change ∆H . Since ∆S is
negligibly small for proton transfers (no crucial change of the net system entropy is
assumed), ∆PA determines the spontaneity of a PTR.
Assuming the presented standard case of protonated water (H3O+) as ion donor,
the proton-transfer reaction leads to equation:
H3O
+ + R
k1−−→ RH+ + H2O (R 2.14)
that only takes place, when PA(R) is higher than that of water
(PA(H2O) = 691 kJ ·mol−1; NIST Chemistry WebBook8). This applies in particular
to most of the organic trace gas molecules. Common constituents of air, such as the
main components N2, O2, Ar, CO2 and inorganic trace gases, have a lower PA than
that of water and therefore do not interfere with the measurement. This wide vari-
ety of undetectable compounds in ambient air make the air itself acting as buffer or
carrier gas, respectively, that is transparent for proton transferring instruments. An
exemplary compilation of proton affinities from relevant atmospheric constituents
is given in table T 2.2 (p. 18). More comprehensive data of gas-phase ion energetics
are available from NIST Chemistry WebBook or in Hunter & Lias [1998].
The high exothermicity due to a large ∆PA for most VOCs implies, that back re-
actions are extremely slow, and thus, equilibrium overwhelmingly favors the pro-
tonated VOC. However, for molecules with PA(R) only slightly above PA(H2O),
the forward reaction’s exothermicity of the ionization process is weak and the back
reactions (with rate coefficient k2):
RH+ + H2O
k2−−→ H3O+ + R (R 2.15)
are not negligible. Although being normally smaller by up to several orders of mag-
nitude, the rate coefficients of the reverse reactions can become significant. This in
particular applies in consequence of variations in the sample humidities. Since the
amount of water vapor in the DT is normally much higher than the amount of gas
R, the forward and backward net reaction rates might get comparable. In that case
the overall production of protonated gas R is much less efficient than for other com-
pounds with a larger ∆PA and particularly depends on the sample humidity.
Furthermore, the rate coefficients of the reverse reactions are more temperature de-
pendent and increase with raising temperatures (according Chatelier’s principle)
[Hansel et al., 1997]. As electric fields are applied to the reaction zone, the effec-
tive ion temperatures are increased (see equation E 2.10). This finally enhances the
reverse reactions while slightly reducing the forward reactions. [Blake et al., 2009;
de Gouw & Warneke, 2007]
8 NIST Chemistry WebBook, NIST Standard Reference Database Number 69; National Institute





Sum Formula Affinity Type Of General Chemical
[kJ ·mol−1] Compound Formula
Helium He 177.8 acylperoxy nitrate R-C(O)OONO2
Neon Ne 198.8 alcohol . . . . . R-OH
Argon Ar 369.2 aldehyde . . . . R-CHO
Oxygen O2 421.0 alkene . . . . . R1C=CR2
Hydrogen H2 422.3 amine . . . . . R-NH2
Krypton Kr 424.6 aromatics . . . . C6R6 (cyclic)
Nitrogen N2 493.8 ketone . . . . . RCOR
Xenon Xe 499.6 nitrile . . . . . . R-C≡N
Nitrogen Oxide NO 531.8 organic acid . . R-COOH
Carbon Dioxide CO2 540.5
Methane CH4 543.5
Nitrous Oxide N2O 549.8, 575.2
Nitrogen Dioxide NO2 591.0
Carbon Monoxide CO 594.0, 426.3 Protonated VOC
Ozone O3 625.5 Mass Class
Sulfur Dioxide O2S 672.3 [amu]
Water H2O 691.0 19
Hydrogen Sulfide H2S 705.0 35 (non-VOC)
Hydrogen Cyanide HCN 712.9 28 nitrile
Formaldehyde CH2O 712.9 31 aldehyde
Formic Acid CH2O2 742.0 47 organic acid
Benzene C6H6 750.4 79 aromatic
Propylene C3H6 751.6 43 alkene
Methanol CH4O 754.3 33 alcohol
Acetaldehyde C2H4O 768.5 45 aldehyde
Acetonitrile C2H3N 779.2 42 nitrile
1,3-Butadiene C4H6 783.4 55 alkene
Acetic Acid C2H4O2 783.7 61 organic acid
Toluene C7H8 784.0 93 aromatic
o-Xylene/p-Xylene C8H10 796.0/794.4 107 aromatic
Furan C4H4O 803.4 69 enol ether
Acetone/Propanal C3H6O 812.0/786.0 59 ketone/aldehyde
Isoprene C5H8 826.4 69 alkene
MEK C4H8O 827.3 73 ketone
DMS C2H6S 830.9 63 organosulfur compounds
MVK/MACR C4H6O 834.7/808.7 71 ketone
Styrene C8H8 839.5 105 aromatic
Methylamine CH5N 899.0 32 amine
PAN C2H3NO5 77 acylperoxy nitrate
Glyoxal C2H2O2 59 aldehyde
α-pinene C10H16 137 monoterpene
C9-aromatics C9H12 121 aromatics
C10-aromatics C10H14 135 aromatics
C11-aromatics C11H16 149 aromatics
C12-aromatics C12H18 163 aromatics
C13-aromatics C13H20 177 aromatics
Table T 2.2: Components found in ambient air with chemical formula, proton affinities (if
clearly determined), protonated mass and classification according fundamen-
tal chemical categories with R being the VOC. (adapted from NIST Chemistry
WebBook, IONICON, Ellis & Mayhew [2014]; Hunter & Lias [1998]; Seinfeld &
Pandis [2006])
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Detailed investigations of the competing forward and backward processes under
special attention to sample humidities have been performed for diverse compounds,
like e.g. for formaldehyde (PA(CH2O) = 712.9 kJ ·mol−1 [Linstrom & Mallard, 2011])
in Vlasenko et al. [2010]; Warneke et al. [2011b] and for hydrogen sulfide
(PA(H2S) = 705 kJ ·mol−1 [Linstrom & Mallard, 2011]) in Li et al. [2014].
Fragmentation/Clustering The chemical ionization via proton transfer is a soft
ionization technique without extensive fragmentation of the product ions. How-
ever, fragmentation of the product ion RH+ is observed in specific cases (e.g. for
PANH+ [Hansel & Wisthaler, 2000]) and has to be taken into account.
Opposite to fragmentation, namely clustering of hydronium with other water mole-
cules, can occur according to reaction:
H3O
+ + n · H2O −−⇀↽ − H3O+·(H2O)n (R 2.16)
with n ≥ 1 being the number of involved H2O molecules. These clusters can also
react with gas R and open thus the possibility for proton transfers with higher-order
clustered ion donors than just with the initial H3O+. The respective equation is:
H3O
+ · (H2O)n + R −−→ RH+ + (H2O)(n+1) (R 2.17)
with n ≥ 1. Parent H3O+ ions and their water clusters are in principle compara-
ble in their efficiencies of proton transfer reactions with most organic trace gases.
But having different raising proton affinities for each (H2O)1,2,.., substances with
low PA, that might energetically react only with first members of an ion-family (i.e.
only parent ion), are strongly humidity dependent in its sensitivity as consequence
of different concentrations of the ion donors.
Another reaction channel of hydrated hydronium clusters is direct switching of lig-
ands, that additionally increases the complexity of data analysis.
Likewise, also product ions can cluster with water molecules according:
RH+ + n · H2O −−⇀↽ − RH+ · (H2O)n (R 2.18)
with n ≥ 1 or even directly with gas R according:
RH+ + R −−⇀↽ − RH+ · R (R 2.19)
Formed cluster ions can then again further react or directly interfere with other
species at the same higher masses, which might cause ambiguities concerning the
allocation of measurement results. Cluster ion formation and the subsequent reac-
tions of clusters (including proton transfer and ligand switching) do complicate the
interpretation of measurements and should be avoided as far as possible (by proper
control of electric fields in the different instrument compartments).
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2.2.3 Ion Kinetics in the Drift Tube Reactor
Inside the drift tube (reaction chamber) the trace gases in the sampled air undergo
mostly non-dissociative proton transfer from hydronium (see section 2.2.2, p. 16). In
order to guide the ions toward the exit of the DT, an electrical field is applied across
the DT reaction zone, which accelerates the ions before their extraction to the mass
spectrometer. By this electrical forcing the ions gain a drift velocity νdrift, which can
be expressed as:
νdrift = µ · E (E 2.4)




· E (E 2.5)




νdrift: drift velocity [cm· s−1]
µ/µ0: ion mobility / standard value [cm2·V −1· s−1]
E: electrical field [V · cm−1]
P/P0: pressure / standard value (1 atm) [hPa]
T/T0: temperature / standard value (273.15) [K]
N/N0: gas number density / standard value at p0, T0 [cm−3]
with µ being the ion mobility, E the electrical field, P the pressure, T the tempera-
ture and N the gas number density. Zero-labels indicate standard conditions. The
ion mobility µ has been determined for numerous ions in different buffer gases,
including H3O+ ions in nitrogen [Dotan et al., 1976; Viehland & Mason, 1995]. Fol-
lowing equations E 2.4 - E 2.6 in consideration of the ideal gas law, the ion veloc-
ity can be expressed using the ratio E/N as reduced electric field parameterization,
which is oftentimes introduced to describe ion mobility. The corresponding unit is
Townsend (1 Td = 10−17 V · cm2). Extensive tabulations of ionic energy parameters
covering diverse gaseous ions and reduced mobility have been published in Ellis
et al. [1978, 1984, 1976] and were discussed with particular connection to PTR-MS
techniques in Ellis & Mayhew [2014].
Ion kinetic energies, Ion temperatures The selective heating of the ions induced
by the electric field E causes Tion > Tdrift and with that an average center-of-mass
kinetic energy of ion collisions with neutrals in the buffer gas 〈KEcenter−of−mass〉 (as-
sociated with temperature Tcollision) of (using Wannier expressions [de Gouw et al.,
2003; Viggiano & Morris, 1996]):
〈KEcenter−of−mass〉 = 1
2









· kB · Tcollision (E 2.8)
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with:
mion: mass of ions
mbuffer: mass of buffer gas
mneutral: mass of neutrals
kB : Boltzmann constant kB = 1.3806488(13)× 10−23 J ·K−1
[Mohr et al., 2012]
Tcollision is obviously individual for every different neutral compound in the DT.




·mbuffer · ν2drift +
3
2




· kB · Teff (E 2.10)
with Teff being described as the internal energy of the ion reactants [Viggiano &
Morris, 1996].
The reagent ions’ kinetic energies (together with internal energies as functions of T )
are the regulating parameters concerning formation, clustering and fragmentation
of ions. In consideration of the reaction zone pressure (here: Pdrift = 2.2hPa), the
kinetic energies control/determine the residence times of the ions in the drift zone
(typically tdrift ∼ 100µs calculated for a reaction zone temperature of Tdrift = 313K)
and therewith the collision rates with neutrals (i.e. sampled trace gases).
• High kinetic energy (high E/N ):
A high kinetic energy of ions leads to a short stay and with that to a reduced
collision probability. The result of little collisions is a generally reduced cluster
formation and weaker ion beam broadening and thus higher ion transmission
rate.
• Low kinetic energy (low E/N ):
A low kinetic energy means longer residence times and with that increased colli-
sion frequencies of primaries. The result is enhanced sensitivity.
The applied voltage (together with P and T ) therefore governs the entire collision
frequencies with appropriate collision energies inside of the drift zone, balancing
between lower degree of cluster formation as consequence of faster ions, and higher
sensitivity as consequence of slower ions. In order to allow PTR processes on a rea-
sonable level, a complete suppression of appearing clusters is obviously almost im-
possible.
Nevertheless, a value ideally balancing residence time and ion kinetic energy of pri-
mary ions in the drift tube, that clearly reduces the formation of hydronium water
clusters, has been found with an E/N ∼ 120Td (typical value range: 100 − 140Td).
Lower values increase the sensitivity. Using distinctly higher values further reduces
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the proportion of hydrated hydronium clusters, but at the same time increases the
probability for other unwanted fragmentation effects.
In order to derive the yield fractions of transfers from parent to product ions, the
residence time ∆t in the drift tube has to be inferred. Under the assumption that
only reactions with a single organic trace gas R are possible via the reaction channel
of proton transfer, the amount of R in the sampled air that gets ionized by this proton
transfer during its sojourn in the drift reactor ∆t is given by:
[RH+] = [H3O
+]0 · (1− exp(−k·[R]·∆t)) (E 2.11)
≈ [H3O+] · k · [R] ·∆t (E 2.12)
where k is reaction rate constant for reaction R 2.14 (p. 17). Assuming [H3O+] 
[RH+], which is applicable and therefore allowed for that simplification, the linear





with Ldrift being the length of the DT (here: typically Ldrift = 8.8 cm). By using this
connection together with the ion velocity from equation E 2.6 (p. 20), the residence









Finally the combination of the derived residence time ∆t with the concentration
estimation according to equation E 2.12 allows the calculation of the yield fraction
of the transfer from parent to product ions:
[RH+]
[H3O+]












with the volume mixing ratio VMR =[R]/N of gas R.
The fractions of the particular ion concentrations [RH+] and [H3O+], respectively,
or more specifically of the corresponding count rates i(H3O+) and i(RH+), respec-
tively, are detected by the QMS and allow the calculation of the ratio i(RH+)/i(H3O+).
Therefore the mass-individual transmission efficiencies with associated transmis-
sion factors TH3O+ and TRH+ have to be determined for the particular system and
parameters, because they strongly depend on individual conditions and settings
also influencing extraction and detection, like e.g. pressures and electric potentials.
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A fraction of the primary and product ions is sampled into the QMS. The count rates
















In order to enable the comparison of PTR instruments as well as measurements,
the particular count rates are normalized to the number of detected primary ions.
Therefore it is common practice to normalize the measuring data to a H3O+ signal
of one million counts per second (106 cps). A VMR of 1 part per billion by volume
(ppbV : 10−9) of a trace gas R gives then a sensitivity εR of:
εR = 10







by default using units of normalized counts per second per ppbV : [ncps/ppbV ], which
is typically in the range of 10 − 40 ncps/ppbV for a broad variety of VOCs with 50 −
1000 cps/ppbV (see chapter 4, p. 57). The instrumental sensitivity ε is equivalent to the
compound’s individual calibration factor S.
As consequence for humidity dependent effects during proton transfer (discussed
in section 2.2.2, p. 16) the normalization has to be performed in consideration of
water clustering. This basically means, that the normalization of i(RH+) by i(H3O+)
according equation E 2.18 (p. 23) has to be extended to (only clusters for n = 1 are





i(H3O+) +XR × i(H3O+(H2O)) (E 2.20)
The factors XR are specific for each compound and have to be determined em-
pirically by using gas standards with different humidities [de Gouw et al., 2003;
de Gouw, 2003]. In general, many compounds showed XR factors of ∼ 0.5, but
aromatics have clearly lower values [Blake et al., 2009; Warneke et al., 2001].
Accuracy According equation E 2.19 (p. 23) the systems’ accuracies are theoreti-
cally limited by the uncertainties of the rate constant k (assumed to be ≤ 50 %) and
the transmission ratios TH3O+/TRH+ (assumed to be ≤ 25 %) [de Gouw & Warneke,
2007]. The comparison between calculated and measured sensitivities effectively
showed differences of up to a factor of 2 [Warneke et al., 2003], which demands for
an enhancement when doing atmospheric measurements. A good estimate for aver-
age accuracy is limited to approximately ∼ 20− 25 % for PTR measurements, when
using predefined mixtures of VOCs as gas calibration standards [Blake et al., 2009;
de Gouw & Warneke, 2007].
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Precision The instrument precision is mostly limited by the ion counting statistics
of the product ions, which are expected to be represented by Poissonian distribu-
tions [Hayward et al., 2002]. Therefore the instrument noise can be assumed to be
proportional to the square-root of the signal and the random scatter can be described











with N being the total number of counts, τ the measurement time and i the count
rate in [cps].
Assuming a VMRR of 1 ppbV for compound R with εR = 25 ncps/ppbV and a primary









∼= 4.5% (E 2.24)
which is only due to statistical reasons. This clearly demonstrates that PTR mea-





Likewise longer dwell times τ enhance the precision of measurements as well.
Limit of Detection (LOD) In order to derive the LOD (general principles dis-
cussed in Currie [1968]), noise by means of the instrumental background has to be
determined through direct comparison of ambient (external + instrumental) and
background (only instrumental) contributions to the measurement signals. The
LOD can then be defined as the mixing ratio of compound R with a signal-to-noise
ratio (S/N ) of 3 (∆VMR/VMR = 33 %) [de Gouw & Warneke, 2007] in order to reliably









where σbackground is the standard deviation of the background signal (background
conditions; S: signal level; N: noise level) and εR the appropriate instrumental sensi-
tivity. The limit of detection is typically in the range of 50 − 150 pptV for
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measurements with integration times of 1 s, and therefore sufficient for atmospheric
high-sensitivity trace gas measurements. The explicit calculation of VMR and its

















VMR: volume mixing ratio [ppbV ]
IH3O+ : count rate of H3O
+ [106 counts· sec−1]
S: sensitivity/calibration factor [ncps· ppbV −1]
Iambient: count rate of ions with catalyst off [cps]
Ibackground: count rate of ions with catalyst on [cps]
τambient: ambient dwell time [s]
τbackground: background dwell time [s]
The applied equations describe the precision of the measurement as function of
the VOC mixing ratios. Relative errors, gradually increasing with decreasing mix-




2.3 Quadrupole Mass Filtering
For the mass analyzing detection system in PTR-MS instruments oftentimes quad-
rupole mass spectrometers (QMS) are used. These QMS devices offer a good balance
between measurement performance and instrumental complexity and are there-
fore widely engaged in standard mass spectrometric tasks. Nonetheless, it has to
be mentioned again that advancements in instrument developments towards time-
of-flight and ion-trapping setups provide new concepts that rival the solely use of
quadrupole mass spectrometers, but due to its preferences do not question but com-
plement its applications.
Concept of QMS The basic idea of a QMS comprises mass filtering of ions inside a
high-frequency quadrupole field and subsequent detection of then preselected ions
via e.g. secondary electron multiplier (SEM). The filtering and detection system is
kept under high-vacuum with pressures PQMS < 3 × 10−5 hPa. This is required in
order to reduce the probability of unwanted collisions with air molecules by max-
imization of the mean free path of ions during the selection process. At the same
time the aging of the SEM due to oxidation is minimized and electrical flashovers
are avoided. The ions to be probed are injected into this high-vacuum chamber
through a system of orifices and focusing einzel lenses9 along stepwise reduced
pressure stages.
The mass selection itself is achieved by using a quadrupole mass filter, which fil-
ters ions according to individual mass-discriminating properties using their specific
mass-to-charge ratio (m/z). The filter consists of 4 metal rods (here: molybdenum)
with an ideally hyperbolic (or circular) cross section serving as electrodes with di-
rect connections between opposing rods, that are symmetrically and equidistantly
arranged around a center axis z with radius r0 in a radial array. The particular ar-
rangement is depicted in figure F 2.2 (p. 27).
Theoretic demonstration of the filtering processes in the QMS Following the
mathematical standard deduction of quadrupole filtering as discussed in Douglas
[2009], the electric potential of the quadrupole φ(x, y) is then given by:




which satisfies the Laplace’s equation. The quadrupole rod pairs are each fed by a
constant time-independent direct-current (DC) voltage U and are superimposed by
a periodically alternating time-dependent radio frequency (RF) voltage VRF with:
VRF = V0 · cos(ωt) (E 2.31)
9 Einzel lens: ion optical lenses focusing charged particles
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Figure F 2.2: Schematic diagram of a quadrupole with appropriate voltage supply of the two
rod pairs and resulting potentials φ. An exemplary ion trajectory is indicated
in yellow.
where V0 is the amplitude, ω its frequency and t the time, and has a 180 degree phase
shift in between. The potentials φ0 that are applied to the quadrupole rods are given
by:
φ0(t) = U − VRF · cos(ωt) (E 2.32)
The electric potential Φ of the quadrupole can therefore generally be described as:




The trajectories of the traversing ions consist of spiral tracks along the longitudinal
axis of the system. Focusing and defocusing effects in x- and y-directions as conse-
quence of applied frequencies ω finally allow the finding of matching
parameters for stable trajectories through the field potentials. In order to describe
the ion trajectories in that field, Newton’s law of motion can be used with:





where ~f is the force on the ion with mass m, velocity ~v and time t [Douglas, 2009].
A positive ion is exposed to a force of:
~f = −q · ~∇Φ(x, y, t) (E 2.35)
where q is the charge of the ion with z being the number of elementary charges e on
the ion (q = z · e). The equilibrium of forces:
m · d~v
dt
= −q · ~∇Φ(x, y, t) (E 2.36)














= 0 (E 2.39)
The electric fields Ex,y,z in the corresponding directions x, y and z are therefore
[Douglas, 2009]:





· φ0(t) (E 2.41)





· φ0(t) (E 2.43)
Ez = −∂Φ(x, y, t)
∂z
(E 2.44)
= 0 (E 2.45)
With ax,y, bx,y and ξ used according the following standard transformations [Dou-
glas, 2009; Sprung, 2002]:
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bx = −by = 4qVRF
mω2r20
(E 2.47)
2ξ = ωt (E 2.48)
the equations of motion for the ion in the quadrupole field can be expressed as:
d2u
dξ2
+ (au − 2bucos2ξ)u = 0 (E 2.49)
with u = x, y. This equation E 2.49 (p. 29) describes the ion trajectories using pa-
rameters au from equation E 2.46 (p. 28) and bu from equation E 2.47 (p. 29), that
represent the input parameters DC voltage (U ), RF voltage (VRF ), radius (r0), fre-
quency (ω), charge (q) and mass (m) of ions in the quadrupole field. It allows the
operation of the quadrupole mass filter to be reduced from a six-dimensional prob-
lem to a two-dimensional problem [Miller & Denton, 1986]. The presented mathe-
matical equation is also known as the linear ordinary differential equation of Math-
ieu (discussed in detail in the NIST Handbook of Mathematical Functions [Olver
et al., 2010]). Its solutions are oscillations, whose amplitudes either remain finite
(bounded solutions) or grow exponentially (unbounded solutions).
Stability diagram The corresponding solution functions βu(au, bu) spread out the
stability diagram in figure F 2.3 (p. 30), that shows the resulting stable region where
the amplitudes are smaller than r0. The used peak of the stability triangle is located
at a0 = 0.23699 and b0 = 0.706 [Dawson, 1976]. Ions with mass m and charge q
are allowed to pass the quadrupole when their corresponding values au and bu are
within this stability region. All others being outside the shaded area potentially col-
lide with the rods and are neutralized. While using U = 0 or au = 0, respectively,
all ion trajectories with bu < 0.908 are stable and represent the integral mode of the
quadrupole mass filter. The filtering process in general can therefore be understood
as a combination of band-pass mass filters.
For constant ratios of U and VRF , the respective mass-to-charge ratios are located
on the mass scan line through the origin, that is exemplarily indicated by labeled
circles with corresponding ion weights m1 < m2 < m3 in figure F 2.3 (p. 30). In
order to prevent different m/q matching the stable conditions, the mass scan line is
preferentially chosen such that only one m/q fits in the stability region and can pass
the quadrupole filter. The corresponding ratio of au (from equation E 2.46, p. 28)
and bu (from equation E 2.47, p. 29) (u = x, y) is:
au
bu
= 2 · U
VRF
(E 2.50)
and with that the ratio of the voltages U and VRF is:
U
VRF
= 0.168 (E 2.51)
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which represents the slope of the mass scan line of the quadrupole mass filter. Con-
stant ratios U/VRF imply constant resolution across the m/q spectrum, but it is more
common to operate the quadrupole such, that constant peak width is enabled across
the spectrum and with that a unit resolution. This requires slightly non-linear mass
scan lines [Douglas, 2009].
Figure F 2.3: Stability diagram of a quadrupole mass filter indicating (un-)stable solution
areas of the mathieu equations in x,y directions for the first stability region. A
typical operating line with masses m1 < m2 < m3 is shown. (reproduced from
Campana [1980]; Dawson [1976]; Douglas [2009]; Miller & Denton [1986])
Ion trajectories inside of the QMS The ion injection and following ion move-
ment along the z axis is not a very crucial parameter concerning reasonable results,
since the process bases on stable trajectories rather than on a low-divergence ion
beam. Nonetheless, a focused beam with low divergence using ion optics (einzel
lenses) into the center axis of the quadrupole enhances the performance of the QMS.
Used parameters of the lenses and the quadrupole are therefore concerted in or-
der to achieve appropriate ion velocities and with that residence times inside the
quadrupole fields allowing the ions to undergo adequate oscillations according the
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RF-field properties. Instrumental mass resolution and transmission efficiencies of
the quadrupole also depend on this coordination.
QMS in practice In the practical use the stability diagram is mostly not exactly
met, since deviations from the theoretically derived ideal prerequisites, like e.g. de-
formed boundary fields due to finite lengths of the rods, effects due to mechanical
deviations of the setup or field imperfections due to other electro-magnetic influ-
ences, do occur and need to be considered.
In the presented setting both DC (U ) and RF (VRF ) voltages need to be changed each
time when probing different masses or m/q, respectively. This limitation of one
detected m/q per setting implies essentially a separate detection of particular m/q
one after the other. Notwithstanding, due to fast electronics a high detection duty
cycle of up to multiple m/q per second is possible. The measurement pattern there-
fore normally comprises peak hopping from mass to mass, whose corresponding
m/q values and with that au and bu are either individually selected or incrementally
increased. Likewise, while scanning over U and V together with constant ratio,
ions of increasing mass get into the stability region in order of their mass and are
transmitted sequentially giving a full mass spectrum. As quadrupoles always filter
according to m/z, it has to be considered that a difference between one mass to one
charge and two masses to two charges cannot be resolved with such a system. The
geometric parameters of the quadrupole, namely length and diameter of the rods
in combination with their shapes and distances, also determine the mass range and
resolution of such an instrument.
A more comprehensive description of quadrupole mass spectrometry with applica-








The Ultra-Light-Weight PTR-MS (ULW-PTR-MS)
The instrument ULW-PTR-MS (acronym for Ultra-Light-Weight Proton-Transfer-
Reaction Mass Spectrometer) is a newly developed fast-response high-sensitivity
in situ measuring system for ambient air VOCs. The system is intended to be
deployed aboard the German research aircraft HALO10 (acronym for High Alti-
tude and LOng Range) in the first instance during the aircraft mission OMO (see
section 5.2, p. 86). Its major advantages are its compact size and light weight,
that also reflects the instrument recognition Ultra-Light-Weight. Both attributes are
crucial factors when deploying instruments on moving research platforms and of-
tentimes decide about actual deployment options. With a weight-based financial
participation for the use of scientific equipment aboard HALO, these features are
additional advantages concerning the financing of such projects and justify the
previous expenditures.
The ULW-PTR-MS is oriented on the PTR mass spectrometer aboard the CARIBIC11
passenger aircraft (acronym for Civil Aircraft for the Regular Investigation of the
atmosphere Based on an Instrument Container [Brenninkmeijer et al., 1999]), which
has been particularly described by Sprung & Zahn [2010]. This system is regularly
in use since 2005 in an automated instrument container installed to a Lufthansa
Airbus A340-600 (see also section 5.1, p. 83). The CARIBIC PTR-MS is a strongly
modified standard mass spectrometer by IONICON12 in Innsbruck/Austria. The
independent further development towards the lightweight laboratory instrument
PTR-IF-MS (acronym for Proton-Transfer-Reaction Mass Spectrometer with a DT
experimentally enhanced with an ion funnel (IF)), which has been presented by
Brito [2011] in 2011, constitutes another substantial basis for the further develop-
ment to the ULW-PTR-MS. However, the completion of the developments of PTR-
IF-MS towards an instrument capable of flying and with the needed instrumental
performance and reliability for atmospheric high-precision measurements aboard
HALO had not been fully achieved by the start of this project in 2011 and its aero-
nautical certification was still pending. Furthermore, the planned HALO mission
OMO (originally scheduled for 2009; then continually shifted to 2013) has been
postponed once more anyway (currently expected to take place in 2015) (see sec-
tion 5.2.2, p. 88). In order to make use of this then existing situation in early spring
2011, a complete redesign and therewith associated upgrade in consideration of the
aforementioned aspects has been decided. For the construction of the new system
the former existing vacuum chambers of PTR-IF-MS have been adopted. The sys-
tem architecture of ULW-PTR-MS bases on the newly developed electronics with
associated software and was first-time presented in mid 2013 in the context of the
aeronautical certification process for its deployment aboard HALO (see also sec-
tion 5.2.1, p. 86). Likewise, the intended double use of the new system in form
of a sister model, that will be operated in parallel aboard the CARIBIC aircraft,






CARIBIC PTR-MS with this updated and customized instrument is expected to take
place in spring 2015.
The ULW-PTR-MS performed successfully for the first time in a pre-final develop-
ment version during the field mission UBWOS 2012 in Utah/USA (see part III, p.
95) and has been comprehensively characterized in that context (see section 4, p. 57).
Instrumental testings during research flights in connection with the MUSICA mea-
surement campaign on the Canary Islands/Spain have been performed in July 2013
using the identical sister instrument of ULW-PTR-MS. Selected instrumental results
attesting the airworthiness of the system are attached to appendix D (p. 169).
This part of the presented work introduces to the new instrument ULW-PTR-MS.
On this occasion the following chapter 3 (p. 37) gives a technical overview of the
instrument and introduces to the features of the different subsystems. The system’s
characterization (including calibration and performance assessments) is presented
in chapter 4 (p. 57). Finally, future airborne applications within the CARIBIC project




The following system description presents the final configuration level of the
ULW-PTR-MS as it is certified during the aviation approval for its deployment
aboard HALO and only system specific attributes are highlighted. More detailed
basic instructions and references to construction manuals (i.e. mechanical draw-
ings, wiring diagrams of the electric system, technical and safety data sheets, etc.)
are compiled in the corresponding official approval documents summarized un-
der its mission identification reference HKMS (HALO - KarlsruheMassSpectrom-
eter), which has been assigned within the scope of the aeronautical certification
(see section 5.2.1, p. 86).
3.1 Modular design
Technical guidelines The PTR system is designed to be deployed aboard the
HALO aircraft. Clear constraints with respect to dimensions and weight demanded
a compact and lightweight system that fulfills technical requirements covering on
safety aspects for airborne applications. The corresponding universal guidelines
for the use aboard HALO are specifically constituted by the German Aerospace
Center13 (DLR), who operates the aircraft on behalf of the participating partners
[DLR, 2009].
Dimensions The instrument has a net weight of ∼ 55 kg, which includes the fixa-
tion kits for integration into the certified HALO aircraft rack. The used aluminum
rack, fitting to the payload bays inside of the aircraft cabin, has a supplementary
weight of ∼ 17 kg and is the holding fundament of the setup (aircraft base struc-
ture with pigeonhole +15 kg). Despite its safety-related design, the instrument is
lightweight compared to commercially available PTR mass spectrometers that typ-
ically weigh > 130 kg. Figures F 3.1 (p. 38) and F 3.2 (p. 39) show CAD draw-
ings of the instrument integrated into the HALO rack in front and rear views, that





Figure F 3.1: CAD model: Front perspective of ULW-PTR-MS mounted in a HALO aircraft
rack. Diverse aluminum skirts (used as electromagnetic shielding) and protec-
tive housings (used as high-voltage contact protections) are transparent in this
illustration. Cables and tubes are not shown for reasons of clarity.
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Figure F 3.2: CAD model: Rear perspective of ULW-PTR-MS mounted in a HALO aircraft
rack. Diverse aluminum skirts (used as electromagnetic shielding) and protec-
tive housings (used as high-voltage contact protections) are transparent in this
illustration. Cables and tubes are not shown for reasons of clarity.
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A picture of ULW-PTR-MS during operations in a test chamber is presented in figure
F 5.3 (p. 87). Its low mounting position in the rack has been chosen in accordance
with specifications of the licensed rack envelope of max. 150 kg for instrumenta-
tion [DLR, 2009]. In this way the center of gravity of the fully loaded rack has
been placed as low as possible, which allows the installation of a second smaller
instrument into the free upper position of the rack. During the OMO mission the
coordinated partner instrument is the ozone device FAIRO [Zahn et al., 2012].
Units With respect to technical aspects like spatial arrangement of functional
equipment, maintenance accessibility and certification requirements, the system
is constructed in a modular design consisting of six semi-independent assembly
units:
1. Control Unit - see section 3.1.1 (p. 40)
2. Air and Water Flow System - see section 3.1.2 (p. 43)
3. Ion Reactor - see section 3.1.3 (p. 46)
4. Intermediate Vacuum Chambers - see section 3.1.4 (p. 49)
5. Quadrupole Mass Spectrometer - see section 3.1.5 (p. 50)
6. Assistance Systems - see section 3.1.6 (p. 51)
The total system’s schematic overview shown in figure F 3.3 (p. 41) illustrates the
six units in form of shaded areas. Single devices are labeled by their identifier codes.
The compilation of used standard equipment is attached to appendix A (p. 159).
3.1.1 Control Unit
Figure F 3.4 (p. 42) shows the Control Unit of ULW-PTR-MS comprising the inte-
grated micro computer V25 with control panel, the internal power supply as well as
the power and signal connections to all subsystems and sensors. The unit is being
installed into a 19” subrack.
Micro computer system V25 As basic system of the controls the micro computer
V25 is used, that has been developed at the Max Planck Institute for Chemistry
(MPIC) in Mainz/Germany [MPIC, 2012]. The individualized construction system
of this standalone control unit is integrated in a customized setup complying with
the demands of the PTR mass spectrometer. A compilation of used modules is pre-
sented in table T 3.1 (p. 43). As the used set consists of only 12 of 16 potential
modules by now, that are distributed over the 2 backplanes with 8 slots each (Σ 16
slots in total + extra interfaces), a further expansion with up to 4 units is possible
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Figure F 3.3: ULW-PTR-MS system overview (w/o cabling/electronics) showing the func-
tional units (as denoted in the graph; cf. paragraph ’Units’ in section 3.1
on page 40). Used abbr.: AMP amplification, CAL calibration unit, CAP.x
capillary, CAT catalyst, CCF char coal filter, H2O water reservoir, I.E. iso-
topic enrichment (optionally applicable), MD1 diaphragm pump, MFC mass
flow controller, O.x orifice, P.x pressure sensor, PC pressure controller, QUAD
quadrupole, TMP#x turbo molecular pump, V.x valve.
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and allows optional upgrading in the future. Moreover, fast adaptation to mission-
specific demands is possible due to the open design and direct accessibility of hard-
ware components and developed software.
The V25 system is inserted to be either manually operated using the integrated op-
erator control panel with display on the front side of the instrument (see figure F 3.4,
p. 42), or fully automated when deployed at remote and unmanned locations (e.g.
inside of the cargo bay of the CARIBIC aircraft). Measurement data, parameter
files and the executed program copies are stored on extractable flash cards (data
memory: 256 MB; typical data rates < 1MB·hour−1), that are readable directly via
tethered access using the serial connection to an external DOSBox14/LabVIEW15 en-
vironment, or by removing and external readout of the flash disc.
A flow chart illustrating typical process operations of ULW-PTR-MS is attached to
appendix B (p. 163). The processing of measurement data using different strategies
for the evaluation of single peaks is briefly outlined in appendix C (p. 165).
Figure F 3.4: The Control Unit in plan view after opening of the top covering. Operating
elements on the front side of the 19” subrack and other components are labeled.
14 DOSBox→ http://www.dosbox.com/
15 National Instruments LabVIEW→ http://www.ni.com/labview/
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MODULE IDENTIFIER PURPOSE/control of # of modules
• analog voltage
input
AIN8X temperature sensors (8x) (table




DCDC8X heatings (table T 3.2, p. 54);
ventilation; pump control MD1;





MFC6X MFC#1; MFC#2; PC; pressure










MS triggering of the high-frequency
generator; AMP
double/2
• RS 485 (serial
bus port)
V25SER control of TMP#1, TMP#2,
TMP#3
(extra)
• network V25XPORT data line (here: to HALO) (extra)
• host COM (optional) tethered connection to
DOSBox/LabVIEW
(extra)
Table T 3.1: V25 mounting with register of the used modules (module specifications in
MPIC [2012]).
Powering The powering is essentially adapted to the power conditions in the
HALO aircraft, which are governed by the aircraft power supply with its 3-phase
AC voltage of 110V at a frequency of 400Hz [DLR, 2009]. The instrument’s in-
put voltage is transformed by internal AC/DC (Usystem = 115 − 230V AC (line fre-
quency 47 − 440Hz) AC/DC−−−→ 24V ) and DC/DC voltage converters (24V DC/DC−−−→ −24V ;
24V
DC/DC−−−→ 5V ) and fuse-protected (main 10A; individual 1 − 7.5A). The earth star
point connects both the input earth (via the input filters) and the instrument frame
as base reference, which avoids ground loops and with that leakage currents caus-
ing interference fields.
3.1.2 Air & Water Flow System
The Air & Water Flow System handles the sample air and the H2O vapor. Figure
F 3.3 (p. 41) shows the particularized setup in form of the system diagram and a
corresponding top view picture of the flow control is presented in figure F 3.5 (p.
44). The unit is being installed into a 19” subrack.
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Figure F 3.5: The Air & Water Flow System in plan view after opening of the top and front
covering. Labels refer to the system overview in figure F 3.3 (p. 41).
System requirements and setup For the premise of atmospheric measurements
under strongly varying external pressures during aircraft missions, that range from
Pambient ' 1‘013hPa at sea level to Pambient ' 120hPa (ICAO16 standard atmo-
sphere) at the HALO flight ceiling altitude Hflightceiling = 15‘000m, a pressure reg-
ulation prior to the mass spectrometer is installed. The entire inlet system is ther-
mally controlled in order to avoid memory effects by absorbing and desorbing of
constituents on the inlet line walls, and condensation of H2O vapors. Likewise, with
this thermal control all temperature sensitive devices (like P and F controllers) are
kept on stable levels (see table T 3.2, p. 54). In order to reduce perturbing memory
effects, mostly PEEK (Polyether Ether Ketone) or PFA (PerFluoroAlkoxy) is used for
tubings, connectors and housings. These materials have been found to be as inert as
possible for the reported VOCs due to their low sorption behaviors [Dallas & Carr,
1991; Kru¨ger et al., 2014]).
Pressure regulation The sample air is transported to the instrument through a
1/4” PFA tube from the outside. Pressure sensor P.1 monitors the ambient pres-
sures Pambient. An upstream bypass flow Fbypass = 1 ln·min−1 controlled by mass
16 International Civil Aviation Organization
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flow controller MFC#1, from which the instrument aspirates ∼ 100mln·min−1 (at
ground pressures), guarantees short inlet time delays (≤ 1 s) and comparable re-
sponse times. The main flow downstream of MFC#1 is guided to the instrument
exhaust line, which is then driven to the main HALO exhaust line alongside the
instruments (when deployed on board). Likewise, the ram pressure in connection
with airborne measurements essentially drives the bypass line. The extracted air to
be measured is branched off between P.1 and MFC#1, where the following feeding
line is reduced to 1/8” PFA and PEEK tubings.
When turning off the instrument or in case of fault (after shutdown of the pumps)
valve V.4 opens to enable a venting of the high vacuum chambers with ambient
air via the downstream side of then decelerating turbo molecular vacuum pumps
(TMP#1,#2,#3). An activated charcoal filter (CCF) for additional cleansing from
VOCs [Metts & Batterman, 2006] can be optionally interconnected. The capillary
CAP.2 (material: PEEK; ID ∼ 213µm; OD 1/16”; LCAP ' 0.9 cm) reduces the flow in
this venting line.
The pressure in the DT is controlled by pressure controller PC in combination with
critical PEEK orifices O.1 (IDO.1 = 120µm) & O.2 (IDO.2 = 180µm) and a cap-
illary (CAP.1) (material: PEEK; ID ∼ 250µm; OD 1/16”; LCAP ' 1 cm) as flow
restrictor. The system is attuned to maintain the pre-pressure Ppre ∼ 70hPa at
master valve V.5 in order to have an inflow of Finflow ∼ 25mln·min−1 into the
DT. The drift tube pressure then results to Pdrift = 2.3hPa (measured by P.2).
The permanently open orifice O.1 allows reasonable rates of flow (FLOW 1) at lower
altitudes or higher pressure, respectively. Under the premise that the inflow and
pressure in the DT is retained, the pressure controller PC leaves its manageable
ranges of 0− 150mln·min−1 at low ambient pressures (high flight altitudes). There-
fore, the second orifice O.2 is connected by additional opening of V.1 in order to
increase the inflow (FLOW 1 & FLOW 2). The appropriate apertures of O.1 and O.2
are individually selected to allow measurements across the entire pressure range
from ground pressures down to 120hPa in consideration of the limited pumping
efficiency of the backing pump MD1 (maximum pumping speed ∼ 170mln·min−1;
fore pressure limit 10hPa). The switch over to a combined flow via both channels
is configured to happen at ambient pressures of Pambient = 400hPa, which corre-
sponds to an altitude of ∼ 7.2 km (ICAO standard atmosphere). For an adaptation
to other pressure conditions, orifices and capillary are to be exchanged.
After the T-junction to controller PC and before being injected into the flow channel
section, the air can be optionally enriched with isotopically labeled compounds for
on-line calibration (see section 3.1.6, p. 52). Likewise, a feeding of admixed sample
gas standards using gas cylinders or permeation ovens can also be performed at this
connecting line during external system calibrations (see section 4.1, p. 57).
45
II. INSTRUMENTAL
Catalytic cleansing of sample air Between the pressure regulators and master
valve V.5, the air flows through either of the two channels AMBIENT and BACK-
GROUND controlled by reciprocal opening of valves V.2 and V.3. The AMBIENT
channel is used for standard measurements with the detection of all existing VOCs
in the sample air. When using the BACKGROUND channel only system-internal
background signals are detected, as the injected ambient air is additionally guided
through the heated platinum catalyst (CAT) for VOC scrubbing. This process of
catalytic oxidation happens at temperatures of Tcatalyst ∼ 350 ◦C and was reported
to have an efficiency of  95 % for VOCs and other gas-phase organics [Kosusko
& Nunez, 1990]. A typical measurement cycle comprises 3min background signal
measurements every 30min. With that, the concentration of VOCs in the sample air
is then derived by direct comparison of both channels in form of a subtraction of
background signals from the ambient signals. The background signals are linearly
interpolated between adjacent background measurements. Low background rates
indicate a clean inlet system. In order to avoid memory effects in the catalyst chan-
nel, air is permanently flushed through an open small orifice O.3 (IDO.3 = 100µm)
towards the general exhaust line.
Supply of H2O vapor to the IS The H2O vapor originating from the headspace of
the liquid water reservoir is controlled by MFC#2 (low-∆p flow controller;
15mln·min−1) using typical flows of FH2O = 7.5 sccm (see section 3.1.6, p. 51). The
connecting line is a 1/4” PFA tube, which has an intermediate drip chamber consist-
ing of a 3/8” PFA tube in order to suppress formed drops in the line from climbing
to the water-sensitive MFC, which can emerge due to condensation and capillary
effects in the tubing. All lines are additionally heated for the same reason.
3.1.3 Ion Reactor
The ion reactor is the central unit facilitating the ionic reactions of H3O+ forma-
tion and proton transfer with VOCs (see chapter 2.2, p. 15). It comprises the ion
source (IS) and the drift tube (DT), which are connected through the intermediate
ion source drift region (ISDR). A schematic diagram of the ion reactor mounted on
top of the quadrupole mass spectrometer is presented in figure F 2.1 (p. 14).
Ion source (IS) The custom-built IS, which generates H3O+ ions (see section 2.2.1,
p. 15), comprises two connected anodes and the cathode positioned in between. It
is manufactured from stainless steel with intermediate insulating PEEK-rings. In
the upper anode an inlet is inserted to inject the incoming H2O vapor. The bot-
tom anode has a critical orifice (ID = 0.6mm) merging into a nozzle, that extracts
the ions into the ISDR. The electrodes are supplied by high-voltage enabling an
electrical breakdown between the different potentials at anodes (typical voltage:
Uanodes ∼ 1 kV ) and cathode (typical potential difference Uanodes − Ucathode: start
∼ 600V ; working ∼ 430V ), which leads to the formation of an electrical discharge
46
3. Technical Setup
that generates a plasma. This hollow cathode discharge is stabilized by pre-set elec-
trical currents of typically IIS = 3− 5mA and also depends on the geometry of the
chamber itself [Hartungen, 2005; Howorka et al., 1973; Slevin & Harrison, 1975].
The here used most recent home-built version allows rates of i(H3O+) . 1.7×107 cps
(observed at the detector after DT and mass filter). Commercially available IS from
IONICON in Innsbruck/Austria (most recent version from 2009) provide reagent
ion rates of i(H3O+) . 4 × 107 cps at the detectors of the standard instrument, that
has a more powerful HV pump and larger DT apertures [Jordan et al., 2009a].
The IS is typically tuned to ion yields of NO+ (m/z 30) ≤ 2 %, O+2 (m/z 32) ≤
2 % and H3O+(H2O) (m/z 37) ∼ 10 % of the free H3O+ (m/z 19) ions in the DT.
Inflows of H2O vapor (using MFC#2), applied electrode voltages and corresponding
pumping rates at the downstream ISDR are concerted for that (see next paragraph).
Ion source drift region (ISDR) When entering the ISDR, the ion beam still con-
tains ions that are not fully recombined to H3O+ (see hydronium reaction chain
presented in table T 2.1, p. 15). These ions can cool and relax to H3O+ in the ISDR.
The kinetic energies of the ions are controlled by the applied potentials of typically
∆UISDR = 120 ± 20V across this chamber determining acceleration and with that
sojourn times of H3O+ ions. This affects the broadening of the H3O+ ion beam
and thus the number of primary ions entering the DT. In addition, also the amount
of contaminant ions in consequence of reactions with back-streaming sample air
in the IS are affected. Moreover, as not ionized H2O molecules can further col-
lide with other ions/molecules forming clusters or fragmenting them, remaining
H2O molecules originating from the IS are pumped away from the ISDR before
being injected into the DT. In order to control the flow rate via the pumping line be-
tween ISDR and TMP#1 (see figure F 2.1, p. 14), a manually adjustable hose clamp
is inserted.
By improving the ability of water, O+2 and NO+ removal without disproportionate
manipulation of the ion beam and prevailing pressures PIS and PISDR, the quality of
PTR measurements by means of increased total sensitivities are expected to raise. A
redesign of this compartment under special consideration of the pumping concept
is therefore recommended.
Drift Tube (DT) The DT follows after the ISDR and is separated by an aperture
(critical orifice, ID = 0.5mm) extracting the primary ions into the reaction cham-
ber, where the PTR between primary H3O+ ions and injected VOCs happens. The
DT (length Ldrift = 8.8 cm) is built up consisting of an alternating sequence of 10
stainless steel rings, that are insulated to each other using PEEK spacers with Viton
O-ring gaskets. Into the uppermost ring sample air is fed from the inlet system. The
DT pressure is monitored by pressure sensor P.2 and is attuned to be Pdrift = 2.2hPa
(optimal pressure range: Pdrift = 2.0 − 2.4hPa [de Gouw & Warneke, 2007]). Pdrift
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is regulated using the described upstream pre-pressure regulation in combination
with the pumping from the downstream intermediate vacuum chambers (see com-
plete overview in figure F 2.1, p. 14). Due to possible influences onto the PTR reac-
tions, the DT is thermally controlled to temperatures of 40− 60 ◦C.
An interconnected chain of 9 single consecutive resistors with resistanceR = 150 kΩ
attached along the steel electrodes form a voltage cascade over the drift region from
the very top to the bottom. With applying the higher voltage to the uppermost
electrode and the lower voltage to the bottom plate, the linearly decreasing poten-
tials establish a homogeneous electric field inside the DT with ∆Φfirst7→last typically
500− 700V . Besides influencing the ions’ kinetic energies and with that the cluster-
ion formation (as discussed in section 2.2.3, p. 20), the E-field controls the residence
times (≡ reaction times) of the ions in the DT (∼ 100µs). The ions are transported
through the DT by dragging their positive charges along the field gradient towards
the lower aperture (ID = 1.2mm) at the downstream end. Typical operating values
for standard measurements with the ULW-PTR-MS lead to an electric field strength





= 69.5V · cm−1 (E 3.2)
with:
∆Φfirst7→last: potential difference ∆Φfirst7→last = 612V (measured)
Ldrift: drift tube length Ldrift = 8.8 cm (measured)
The gas density in number of molecules N per volume V (here: [cm3]) is calculated
using the ideal gas law (PV = nRT = NkBT with number of moles n = N/NA,









= 5.091× 1016 cm−3 (E 3.4)
with:
Pdrift: DT pressure Pdrift = 2.2hPa (measured)
Tdrift: DT temperature Tdrift = 313K (measured)
P0: reference pressure P0 = 1013.25hPa
T0: reference temperature T0 = 273.15K
NA: Avogadro constant NA = 6.022× 1023mol−1
VM0: molar gas volume VM0 = 22.414× 103 cm3·mol−1
17 Molar gas constant R = 8.3144621J ·mol−1·K−1(NIST)
18 Boltzmann constant kB = 1.3806488(13)× 10−23 J ·K−1(NIST)
19 Avogadro constant NA = 6.02214129(27)× 1023mol−1(NIST)
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5.091× 1016 cm−3 (E 3.5)
= 1.365× 10−15 V · cm2 (E 3.6)
= 136.5Td (Td = 10−17 V · cm2) (E 3.7)
The calculated value E/N ∼ 137Td is in the upper range of typical preferences for
PTR-MS instruments (E/N = 100 − 140Td [Blake et al., 2009]) and is a compromise
between low clustering rates and maximum reaction times at the expense of possible
ion fragmentations and with that slight reduction of the instrumental sensitivity
(further discussed in section 2.2.3, p. 20).
Off-axis adjustment of the ion reactor Photons disturb the ion counting in the
QMS when stimulating electrons to release from the detector electrodes (photo-
electric effect), which would increase background signals and with that cause a
reduction of the sensitivity. For that the entire ion reactor is slightly bended so
that photons originating from the glow discharge in the IS are blocked and can-
not straightly traverse the vacuum chambers into the sensitive secondary electron
multiplier (SEM) detector.
3.1.4 Intermediate Vacuum Chambers
Setup The intermediate vacuum chambers (IVC) follow the lower aperture of the
DT and comprise two interstages prior to the high vacuum chamber. Each of the
two are connected to a turbo molecular pump (see figure F 2.1, p. 14). The chambers
are separated among each other by another aperture. This nose cone plate (NC)
(ID = 1.3mm) is supplied by a voltage of UNC = 57V . As this voltage is typically
below the two-part DT bottom plate potentials of Ubottom↑ = 68V and Ubottom↓ =
73V , respectively, the cations are dragged out of the DT.
Enhancement of the mean free path towards the QMS Due to pumping with
turbo molecular pumps TMP#1,#2 at these chambers, the pressures reduce from
Pdrift = 2.2hPa at the head to Pquadrupole = 3×10−5 hPa at the bottom of this pressure






R: universal gas constant R = kB ·NA (→ equation E 3.3)
T : temperature T = 300K
d: diameter of air molecules (ideal gas) dLoschmidt = 3.61× 10−10m (A˚)
P : pressure 1.: Pdrift = 2.2hPa
2.: Pquadrupole = 3× 10−5 hPa
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from λdrift ∼= 32µm to λquadrupole = 2.4m. With that the previously ionized trace gas
composition is mostly conserved for the following detection in the high-vacuum
quadrupole mass spectrometer as further collisions with remaining air molecules
are unlikely to happen.
Another degree of freedom: Ion acceleration/deceleration in the IVC Depending
on the actual ion velocities νion (see equation E 2.4, p. 20) when entering the interme-
diate sections, the ions typically undergo acceleration according potentials applied
to the DT bottom plate and the extraction lenses NC plate and following guiding
lenses (depicted as ion optics in figure F 2.1, p. 14). Nevertheless, it has been found
that a smooth ion deceleration between the two-part bottom plates (typical settings:
Ubottom↑ = 68V ; ∆Ubottom(↑−↓) = −5V ) directly below the DT increases the ion count
rates of some compounds at the detector in a nonspecific manner. It is assumed that
due to the deceleration of injected ions the ion’s residence time slightly extends,
which then enables further reactions between ions and remaining air molecules.
The latter are then pumped away and the ions undergo once more acceleration to-
wards the injecting ion optics above the quadrupole.
However, as this effect is not quantitatively studied by now, this implemented ad-
ditional degree of freedom for fine-tuning of the instrument needs further investi-
gation.
3.1.5 High Vacuum Quadrupole Mass Spectrometer
High-vacuum chamber In the high vacuum (HV) the mass filtering by the quadru-
pole mass spectrometer and the detection by the secondary electron multiplier (SEM)
occur. The used standard devices have been adapted and installed to the custom-
built vacuum chamber manufactured from aluminum (alloy 5020) by precision ma-
chining, welding and honing [Brito, 2011]. The HV chamber is pumped by TMP#3
to typical pressures of Pquadrupole = 2 − 3 × 10−5 hPa during measurements and
Pquadrupole < 9 × 10−7 hPa without gas ballast. The HV pressures are measured by
pressure sensor P.3.
Quadrupole mass filter The ion injection into the HV system consists of the two-
lens ion optics in front of a grounded entry aperture, which are immediately fol-
lowed by the quadrupole array consisting of four molybdenum rods with diame-
ters rrods = 8mm and lengths Lrods = 200mm (see schematic setup in figure F 2.2,
p. 27). With that setup the ions are collimated to a virtually parallel beam before
entering the quadrupole field (further discussed in section 2.3, p. 26). The resolu-
tion and mass range of quadrupole mass spectrometers strongly dependent on the
geometric parameters of the rod system, the radio frequency supply (1.5− 2350V p,
ωHF = 2.25MHz) and the ion injection energies (Vz ≈ 5 eV [Dawson, 1976]).
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An estimated maximum instrumental resolution ∆M (being the FWHM of the peak
at mass M in [amu]) can be calculated according:
∆M =
4× 109Vz
ωHF · Lrods (E 3.9)
with:
∆M : width of peak at mass M (e.g. FWHM) [amu]
Vz : ion injection energy Vz ≈ 5 eV
ωHF : frequency of HF generator ωHF = 2.25MHz
Lrods: length of rods Lrods = 200mm
The calculated minimum obtainable peak width is ∆M = 0.099 amu. Nevertheless,
the expected resolution for the used combination of generator and rod array is lower
due to mechanical imperfections, like e.g. slight misalignments of the rod system,
and should be 0.3 amu. In practice, the resolution using a standard quadrupole is
often set to be close to unity, i.e. ∼ 1 amu.
90◦ ion deflection After the quadrupole array the remaining target ions, that have
passed the quadrupole field on stable trajectories, get deflected by 90◦ via a com-
bination of two deflection electrodes towards the detector (see figure F 2.1, p. 14).
Fast or excited neutrals and still remaining photons keep their initial flight paths
towards the dead end of the chamber and with that do not induce additional noise
at the detector.
Detector The used secondary electron multiplier (SEM) consists of 17 dynodes
(material: Cu-Be) and is supplied by high-voltages of up to Udetector ≤ 3.5 kV , which
needs to be regularly adapted according to downgrading effects of the electron am-
plification in consequence of aging and coating. The corresponding gain is > 108
at Udetector = 3.5 kV [Pfeiffer-Vacuum, 2007] and typical discrimination thresholds
of 0.3V for registering of incoming ions are used. The SEM has a pulse width of
∼ 10ns and a double pulse temporal resolution of ≤ 20ns.
3.1.6 Assistance Systems
Diaphragm pump MD1 The backing pump MD1 is connected to the back-pressure
side of the inlet system via pressure controller PC and to the turbo molecular pumps
TMP#1,#2,#3 (see figure F 3.3, p. 41). The upstream pressure of the MD1 is moni-
tored with pressure sonsor P.4. During solely use of this pump, chamber pressures
of Pdrift < 2hPa are obtained.
Radio frequency generator The DC and AC (frequency ωHF = 2.25MHz) voltages
for controlling the QMS are provided by a high frequency generator and are coupled




H2O tank/calibration unit A combined water reservoir and embedded perme-
ation unit for on-line calibration is inserted, which is discussed in detail in Brito
& Zahn [2011]. It is built up of welded stainless steel and takes hold of up to 500ml
of distillated water. The unit is thermally decoupled from the exterior by covering
with vacuum pads, which enables the very slow adaptation of the water temper-
ature in the inside to ambient temperatures. With that thermal fluctuations in the
exterior do not directly affect the reservoir temperature and provide mostly stable
conditions in the inside. The primary task of this unit is the supply of H2O vapor
to the IS serving as feedstock for the H3O+ formation (described in section 3.1.2,
p. 43). In addition, its simultaneous use as unheated VOC permeation source us-
ing isotopically labeled compounds as internal calibration standards is particularly
enabled due to the temperature stability inside of the containment. This feature is
essential, since permeation rates for VOCs across the inserted thin teflon membrane
strongly depend on temperature. The used compounds (by now: acetone-d6) are
filled to embedded but separately closed pipes. When interconnected to the inlet
line, the air to be measured is transported through an exchange area including the
permeation membrane for the specific enrichment (see figure F 3.3, p. 35). The used
deuterated compounds do not naturally occur in ambient air but appear on cor-
responding altered m/z in the PTR mass spectra, like e.g. acetone-d6 on m/z 65
instead of m/z 59. Continuous monitoring of affected m/z enables a permanent
specific on-line calibration of the instrument also during mission operations and ef-
ficiently complements the standard pre- and post-measurement calibrations using
external gas cylinders (see section 4.1, p. 57).
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3.2 Aspects of the electrical and mechanical
engineering and temperature management
In accordance with the requirements of the aeronautical certification for the deploy-
ment aboard the HALO aircraft, the ULW-PTR-MS has been set up in consideration
of general key aspects concerning the electrical and mechanical engineering:
1. Electromagnetic compatibility (EMC): In order to prevent crosstalk with aircraft
systems (like e.g. a disturbance of the radio system) or other scientific equip-
ment, electromagnetic interferences (EMI) have to be suppressed. The appropri-
ate frequency dependent thresholds are regulated by the international standard
RTCA/DO-160G20 (see also section 5.2.1, p. 86).
• Input/Output filtering: The power connection between the HALO on-board
power supply and the instruments’ AC/DC converters (capable for Usystem =
110 − 250V ) is separated using noise suppression filtering with an operating
AC voltage of 250V and a frequency of 0− 400Hz.
• Shielding: Radiating and sensitive components are installed in boxes with
EMI sealings. In addition, perforated aluminum plates as protection skirts are
mounted around sensitive areas (e.g. backside of the instrument pointing to
the wiring in the aircraft frame). Potential antenna effects are suppressed us-
ing drilled/shielded cabling.
2. Mechanical strength: The mechanical engineering is strongly influenced by cer-
tification guidelines.
• Mechanical loads: Load-bearing structures (e.g. holding frames, mounting
brackets) are made of light high-strength aluminum alloy, that is approved for
airborne applications (material identification number: 3.4364).
• Shock damping: In order to prevent from shocks and vibrations, particularly
sensitive equipment, like e.g. the high-frequency generator, is mounted on
spiral springs (wire rope isolators) for appropriate shock absorption.
3. Fire protection/Temperature management: Fire protection requirements as well
as the perpetuation of stable operations of the system necessitate the surveil-
lance of temperatures. Therefore NTC21 resistors and a PT100 sensor22 inside the
platinum scrubber are inserted for monitoring. Some temperatures are actively
controlled by heating/ventilating according the set-point temperatures listed in
table T 3.2 (p. 54) and supplemented using irreversible thermal fuses for safety
shutdown.
20 Environmental Conditions and Test Procedures for Airborne Equipment; published by Radio
Technical Commission for Aeronautics: http://www.rtca.org/
21 Negative Temperature Coefficient Thermistor










Ion reactor Treactor ' 40− 60 ◦C
heating wire;
insulation cover




TH2Ovaporline ' 30 ◦C heating wire
(TH2Ovaporline > Tambient)
Ambient air inlet line
Tinlet ' 40 ◦C heating wire
(Tinlet > Tambient)
Flow Box (complete)
TFlowBox ' 40 ◦C heating plate;
(TFlowBox > Tambient) insulation cover
HALO - TGI (mission-specific/ (inlet heater powered






G Control Box (complete) (anti-overheating) fan




Table T 3.2: Surveillance and regulation of instrument temperatures with specification of
temperature ranges and appropriate heating and cooling devices.
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3.3 Fields for improvements and add-ons
Although the ULW-PTR-MS and its sister instrument have already been applied
operationally, the requirements for highly sensitive measurements demand further
improvements of the system/process. Some areas with potentials for improvements
(as already above-mentioned) are briefly summarized in table T 3.3 (p. 55).
OBJECTIVE AREA ACTION
increase of primary ion yield i(H3O+) IS, ISDR
refinement of IS, ISDR geom-
etry and settings⇒ enhancement of sensitivity
reduction of O+2 , NO+ molecules
ISDR redesign of the ISDR⇒ purification/”cleaning” of H3O+ pri-
mary ion beam
reduction of remaining H2O molecules ISDR redesign of the ISDR
⇒ reduction of clustering/fragmentation
improvement of transmission efficiency
of ions exiting the DT DT
implementation of further
ion focusing electrodes at the
bottom end of the DT⇒ general increase of ion rates (→ sensi-
tivity)
improvement of ion transmission effi-
ciency in the IVC IVC
investigation of effects of ion
acceleration/deceleration
between DT and QMS;
fine-tuning⇒ increase of ion count rates (→ sensitiv-
ity)
reduction of background noise
IS, IVC
fine-tuning of ion guiding,
pressures and QMS settings⇒ improvements of accuracy and LOD
Table T 3.3: Some areas for instrumental improvements portraying actions, that are recom-
mended to be pursued in the future.
Starting points for add-ons comprise:
• Implementation of an ion funnel to the DT: With the implementation of an ion
funnel for specific ion guiding and focusing in the DT, the primary ion count rates
are expected to clearly increase. This has been demonstrated using Monte Carlo23
simulations of ion trajectories across the reaction zone and laboratory studies
[Brito, 2011; Kelly et al., 2010]. Nevertheless, such modifications, although be-
ing taken into consideration for the future, have to be considered wisely as this
23 Numerical calculations by means of statistical random sampling
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challenges the use of the instrument. Compatible RF technology enabling an ac-
ceptable focusing especially of smaller m/z, which is necessary as long as H3O+
ions are used for normalization purposes, is expected to be difficult to make avail-
able and embed within the used V25 system.
• Setup of a compatible laboratory calibration facility: In order to complement
and extend the existing calibration capabilities (see also section 4.1, p. 57), a
planned laboratory calibration facility comprising devises for appropriate dilu-
tion and humidification of the diverse applicable calibration gases is to be set up.
Especially with regard to the intended investigations of compounds anticipated
to be observed in very low concentrations in higher altitudes, a regular use of




The ULW-PTR-MS was deployed side by side to high-sensitivity VOC instruments
for weeks during the mission UBWOS 2012. Used reference systems were the PTR-
MS [de Gouw & Warneke, 2007] and the gas chromatography mass spectrometer
(GC-MS) [Gilman et al., 2009; Goldan, 2004] from the National Oceanic And Atmo-
spheric Administration (NOAA) in Boulder, Colorado/USA. While being operated
in parallel comparative measurements investigating the system properties of ULW-
PTR-MS have been performed accompanying to the scheduled measurements. Both
PTR instruments measured a largely consistent set of compounds (see table T 4.2, p.
64) and the GC-MS measured, among others, speciated C2-C12 alkanes, C5-C8 cy-
cloalkanes, C6-C9 aromatics and methanol.
The ULW-PTR-MS was in an interim version during the campaign with an instru-
mental sensitivity of 100 − 200 cps/ppbV . In the context of the system upgrade to
the version used aboard the HALO aircraft, changes have been made comprising
mainly advancements of the mechanical and electrical setup due to requirements
of the aeronautical certification. With the installation of a smaller volume IS (see
paragraph ’Ion source (IS) efficiency’ in section 3.1.3, p. 46) and further fine-tuning
of DT and quadrupole settings, the primary ion rate has been increased by a factor
of ∼ 3 since then and the instrumental sensitivity increased to 300 − 600 cps/ppbV on
average. Despite everything, it is worth mentioning that derived calibration param-
eterization is still applicable as it primarily depends on geometric prerequisites and
other factors influencing the PTR (like pressures, DT potentials), that have not been
changed since then.
4.1 System calibration
The applied calibration techniques comprise the measurement of differently diluted
calibration gas mixtures originating from pressurized cylinders, that are admixed to
either ambient or synthetic air flows using mass flow controllers for precise dosing.
Likewise, permeation tubes as gas sources for compounds are used, that are not
stable in gas cylinders/mixtures due to catalytic effects on walls, polymerization
or reactions with other ingredients. Compounds with water-sensitive calibration
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factors have been handled separately in consideration of appropriate moisturiza-
tion ranges. The derived calibration factors S or system sensitivities εR, respec-
tively, which are the slopes of mixing ratios vs. ion count rates, are declared in units
of [ncps/ppbV ], meaning the to primary signals normalized counts per second per con-
centration given in parts per billion (10−9) by volume (see also section 2.2.3, p. 20).
During UBWOS 2012 the gauged NOAA gas standard AAL071532 as primary cal-
ibration gas source has been used. In addition, the Mobile Organic Carbon Cali-
bration System (MOCCS) [Veres et al., 2010] has been utilized to calibrate to sam-
ple gases originating from permeation tubes, like formaldehyde (HCHO). MOCCS
combines the production of gas-phase VOC standards with quantitative conversion
of total organic carbon to CO2 in a palladium catalyst at 350 ◦C under the presence of
oxygen, and the subsequent CO2 measurement using a LI-COR analyzer (LI-6252)
(NDIR gas analyzer using a 4.26µm absorption band for CO2). Flows have been
controlled using MFCs (Bronkhorst EL Flow) and were individually measured vol-
umetrically by a primary gas flow calibrator (Bios DryCal Definer 220).
Note: Multiple assignments of m/z values in PTR-MS mass spectra The cali-
bration standards typically consist of selections of stable/nonreactive compounds.
Ambient air on the other hand consists of varying compositions of diverse organic
compounds naturally comprising isomers, isobars (and isotopologues). In PTR-
MS technique the additional difficulty of appearing fragments of compounds oc-
curs, like e.g. on m/z 79, where higher aromatics start fragmenting when working
with higher E/N ratios [de Gouw & Warneke, 2007; Yuan et al., 2014]. All these
effects lead to a possible multiple assignment of compounds to identical m/z in a
mass spectrum, like e.g. m/z 59, where the isomers acetone (C3H6O; PA(acetone)
= 812.0 kJ ·mol−1) and propanal (C3H6O; PA(propanal) = 786.0 kJ ·mol−1) are de-
tected (see also table T 2.2, p. 18). In addition, other interferences between com-
pounds depending on their relative abundances in the measured air mixtures oc-
cur. Likewise, an existence of isotopologues has to be considered as well, like e.g.
H3O+ (m/z 19) and H3O+(H2O) (m/z 37), whose natural isotopologues can also be
detected on m/z 21 (ratio: m/z19
m/z21
≈ 500) and m/z 39 (ratio: m/z37
m/z39
≈ 250), respectively.
Quadrupole systems have a coarse mass resolution ( m
∆m
≈ 200) not allowing to
resolve isobars (see also section 3.1.5, p. 50), which differ in mass by typically
0 − 0.2 amu. The analysis of superimposed signals on identical m/z therefore re-
quires additional input in form of other chemical indicators or crosschecks using
other instruments for classification. Nonetheless, a broad variety of organic com-
pounds has been clearly assigned to corresponding masses for measurements using
quadrupole systems. Tables are given e.g. in Blake et al. [2009]; de Gouw & Warneke
[2007]; de Gouw [2003]; Karl [2003]; Warneke et al. [2003]; Yuan et al. [2014], and a
selection is shown in table T 2.2 (p. 18).
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4.1.1 Mission calibrations using pressurized test gas
During UBWOS 2012 bottle calibrations were performed every other day at the field
site using the setup presented in figure F 4.1 (p. 59). One of the series, which was
taken on 13 February 2012, is shown in figures F 4.2 (p. 60) and F 4.3 (p. 61). By
evaluating the complete series of all performed calibration measurements within
the mission period, universal mission calibration factors with appropriate error es-
timations have been derived. Table T 4.1 (p. 62) presents these factors.
Figure F 4.1: Setup for bottle calibration: The calibration gas originating from a gauged gas
standard is controlled by a mass flow controller (MFC). It is intermixed to the
carrier gas flow (ambient or zero air) before being injected to the pre-pressure
regulation of the instrument. The carrier gas is controlled by a primary gas
flow calibrator and is passed through the platinum catalyst (CAT) for cleans-
ing.
System accuracy The standard deviations (σ) of the sensitivities yielded on aver-
age 4.91 %, which is within the expected fluctuation margin of calibration errors esti-
mated with . 5 %. Nevertheless, it has to be emphasized that the actually observed
deviations for the most compounds were clearly smaller, but the polar oxygenate
methanol (m/z 33) with a σ of 16.97 % strongly contributed to this result.
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Figure F 4.2: Bottle calibration performed on 13 February 2012: Normalized ion count rates
(blue) and the least square fits (red) are plotted as mixing ratios in [ppbV ] ver-
sus count rates in [ncps]. The fits (y = a · x + b) are characterized by the slope
a (→ calibration factor S) and the offset b (→ background signal). Presented
compounds are A M33 (methanol), B M42 (acetonitrile), C M45 (acetalde-
hyde), D M59 (acetone), E M69 (isoprene).
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Figure F 4.3: Bottle calibration performed on 13 February 2012: Normalized ion count rates
(blue) and the least square fits (red) are plotted as mixing ratios in [ppbV ] ver-
sus count rates in [ncps]. The fits (y = a · x + b) are characterized by the slope
a (→ calibration factor S) and the offset b (→ background signal). Presented
compounds are A M71 (methacrolein), B M73 (MEK), C M79 (benzene),
D M121 (1,3,5-trimethylbenzene), E M137 (β-pinene).
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These effects are likely to result from: 1© the little mass leading to different mixing
efficiencies during bottling compared to heavier compounds, 2© effects due to an
elevated water-sensitivity (see section 4.2, p. 72), 3© a strong interaction with metal
surfaces in the applied MFC requiring a sufficient lead time (typically over night) in
order to allow the amount of methanol in the diluted calibration standard to become
stable [de Gouw & Warneke, 2007], and 4© a decrease of the methanol transferring
efficiencies through tubing under very dry conditions by enhanced sticking to sur-
faces [Apel et al., 2008]. Together with the normally stated standard uncertainty
of ∼ 5 % for calibration gases and the estimated sum of ∼ 5 % for all additional
uncertainties originating from the used instrumentation (e.g. MFCs), the total mea-
surement accuracy for these measurements using a quadratic propagation of uncer-
tainties (uncorrelated variables) can therefore be assumed to be:
accuracy[%] ∼=
√
(errorcalibration)2 + (errorgasbottle)2 + (errorinstrument)2 (E 4.1)
∼=
√
(4.91 %)2 + (5 %)2 + (5 %)2 (E 4.2)
∼= 9 % (E 4.3)
PTR-MS Used Calibration Standard Standard
mass XR-factor Factor S Deviation Deviation





Methanol 33 0.5 15.14 2.57 16.97
Acetonitrile 42 0.65 32.16 1.63 5.07
Acetaldehyde 45 0.5 27.17 0.66 2.43
Acetone 59 0 40.25 1.57 3.90
Isoprene 69 0.5 11.36 0.21 1.85
Methacrolein 71 0.25 15.12 0.62 4.10
MEK 73 0.25 36.91 1.6 4.33
Benzene 79 0 19.14 0.65 3.40
1,3,5-Trimethyl-
121 0.25 21.55 1.02 4.73benzene
β-Pinene 137 0.5 6.94 0.16 2.31
Table T 4.1: Calibration factors with error estimations derived for ULW-PTR-MS during UB-
WOS 2012 (averaged over the entire mission period Jan - Mar 2012) using the
measured (by GC-MS) NOAA gas standard AAL071532. (for XR-factor defini-
tion see section 2.2.3, p. 20)
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The derived accuracy of ∼ 9 % for the reduced selection of compounds reported
here was well within the generally expected measurement accuracy of ≤ 20 % for
the broad range of VOCs measured by PTR-MS [de Gouw & Warneke, 2007].
Adjustment of calibration factors S under mission-specific considerations using
inter-system comparisons The adjustment of calibration factors for compounds
not included in the used standard gas mixture was conducted by direct compar-
isons to the NOAA instruments. Their data uncertainties were stated with 15−20 %
for hydrocarbons and 20 − 35 % for oxygenates measured by GC-MS and 20 % for
reported compounds and 50 % for other masses measured by PTR-MS [de Gouw &
Warneke, 2007; Gilman et al., 2013]/(data specifications for UBWOS 201224). Fur-
thermore, despite the directly measured calibration factors S as listed in table T 4.1
(p. 62), the m/z assignment during UBWOS 2012 was subject to further mission-
specific considerations. Crosschecks using NOAA GC-MS data and the exclusion of
compounds, that did not exist in the unique chemical environment during the mea-
surements indicated, that several observed compounds were not the compounds
typically assigned with the respective m/z. Significant contribution to these signals
therefore originated form other compounds, that are normally suppressed by the
principal contributors. This particularly applied to m/z 69, which is normally asso-
ciated with isoprene. Since the wide absence of isoprene emitting plants in the bar-
ren and predominantly desertic environment of the mission area, normally super-
posed small cycloalkanes were exclusively observed instead and the corresponding
calibration factor was adapted. Likewise, the calibration factor for m/z 71, which
is normally associated with MVK+MACR, was changed to a clearly smaller value
in consequence of an observed interference with alkanes. The full list of measured
m/z and derived calibration factors S for the measurements of ULW-PTR-MS dur-
ing UBWOS 2012 is shown in table T 4.2 (p. 64). The corresponding system compar-
isons, that facilitated these adaptations, are discussed in detail in section 4.4 (p. 75).
4.1.2 Laboratory calibrations using a permeation tube and
additional humidification - exemplified by
formaldehyde (HCHO)
Humidity-sensitive calibrations The calibration of compounds with moisture sen-
sitive calibration factors, which is due to their low ∆PA (see equation E 2.1, p. 16), is
more complex, as appropriate humidification of the gas sample has to be considered
in addition. This leads to non-linear correlations or calibration curves, respectively,
between the detected signals in [(n)cps] and the compounds’ mixing ratios in [ppbV ]






mass factor S XR-factor










31 9 0 Formaldehyde (ambient humidity)
33 11.7 0.5 Methanol
42 31.81 0.65 Acetonitrile
45 34 0.5 Acetaldehyde
59 40.25 0 Acetone
73 35 0.25 MEK
79 17 0 Benzene
93 17 0.25 Toluene
107 17 0.25 sum of C8-aromatics
121 14 0.25 sum of C9-aromatics
129 20 0.5 Naphthalene
135 20 0.5 sum of C10-aromatics
137 6.94 0.5 Monoterpenes
149 20 0.5 sum of C11-aromatics
163 20 0.5 sum of C12-aromatics

























43 1 0 alkanes‡
47 20 0
57 16 0.5 alkanes‡
61 20 0.5
69 0.4 0.5 cycloalkanes (alkenesᵀ) C2-cyclohex.† (isopreneᵀ)
71 1.2 0.25 alkanes‡ cross corr. to alkanes
81 40 0.5
83 0.8 0.5 cycloalkanes (alkenesᵀ) methylcyclopentane†
85 30 0.5 alkanes‡
91 20 0.5
97 1.1 0 cycloalkanes (alkenesᵀ) methylcyclohexane†
99 25 0.5
111 1.2 0.5 cycloalkanes (alkenesᵀ) C2-cyclohexanes†
125 20 0.5 cycloalkanes (alkenesᵀ) C3-cyclohexanes†
139 20 0.5
Table T 4.2: ULW-PTR-MS calibration factors S and used XR-factors for reported com-
pounds (first section; clear m/z assignment to compounds) and other masses
(second section; masses with possible contributions from several compounds)
as used during UBWOS 2012. († main cycloalkane; ‡ contributions from several
alkanes (straight-chain and branched); ᵀ at Horse Pool only small amount of
alkenes detected (GC-MC); forXR-factor definition see section 2.2.3, p. 20). The
classification is in accordance with de Gouw & Warneke [2007]; Warneke et al.
[2014]; Yuan et al. [2014].
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HCHO kinetics in the DT The formaldehyde (m/z 31) chemistry in the DT has
been independently specified by Inomata et al. [2008]; Vlasenko et al. [2010]; Warneke
et al. [2011b]. These studies served as basis for the presented calibration procedures.
The HCHO chemistry in the DT is particularly affected by the low proton affinity
(PA(HCHO) = 712.9 kJ ·mol−1), which necessitates paying attention to backward






H·HCHO+ + H2O (R 4.20)
with:
k1: rate coefficient at 300K 1.4× 10−9 cm3·molecule−1· s−1
k2: rate coefficient at 300K 3− 5× 10−11 cm3·molecule−1· s−1
[Hansel et al., 1997; Vlasenko et al., 2010]
Following Warneke et al. [2011b], the humidity-dependent H·HCHO+ concentration
in the DT is given by:
[H ·HCHO+] = [H3O+] · k1 · [HCHO] · (1− e
−k2·[H2O]·∆t)
k2 · [H2O] (E 4.4)
where [HCHO], [H3O+], [H2O] are the DT mixing ratios and ∆t the reaction time.
As [H3O+] is usually constant, primarily the humidity in the sample air, i.e. [H2O],
governs equation E 4.4 (p. 65) and thus the sensitivity for HCHO. Besides the thereof
resulting non-linear calibration factorization, the non-negligible existence of back-
reactions explains the lower efficiency of PTR compared to VOCs with a larger ∆PA.
Calibration setup with permeation tube The setup containing a heated water
reservoir as humidification unit (Thumidification = 25 ◦C) for the moisturization of
the carrier gas is presented in figure F 4.4 (p. 66). In order to account for the effect
of H2O in the DT, the contributing water concentrations have to be known, as they
are the sum of water vapor that is entering the DT with the calibration/sample gas
flow and also that emanating from the IS [Vlasenko et al., 2010]:
[H2O]DT = [H2O]calibration/sample + [H2O]IS (E 4.5)
The H2O mixing ratio in the DT is attuned using reaction R 4.20 (p. 65), which
determines the measured distribution of the primary signals at m/z 19 (H3O+)
and the water dimer at m/z 37 (H3O+(H2O)) [Warneke et al., 2001]. Thus, in-
stead of the water mixing ratio the fraction i(M37)/i(M19) is used to express [H2O]DT .
The H2O content in the sample or calibration/carrier gas flow can be estimated
by measuring the absolute humidities (in [%RH]) and adjusting for the pressure
drop from ambient or calibration/carrier gas to DT conditions. During the labo-
ratory measurement i(M37)/i(M19) was varied between 1 − 40 % by means of chang-
65
II. INSTRUMENTAL
ing carrier gas flows through the water reservoir (three-valve system). In the cali-
bration gas flow, synthetic air passed over the permeation device containing para-
formaldehyde housed in a Teflon cylinder (tube temperature Tpermtube = 40 ◦C, flow
Fpermtube = 10.873 sccm). This produced a HCHO signal of ∼ 1.4 ppm (determined
by MOCCS), which has then been admixed to the carrier gas flow Fcarriergas =
89.905 sccm. Flows were controlled using MFCs and have been measured volumet-
rically (using a Bios DryCal Definer 220) for each humidity setting.
Figure F 4.4: Calibration setup for compounds with humidity-dependent calibration factors
using a permeation tube as calibration gas source: The calibration gas con-
sisting of a zero air flow, that is controlled by a mass flow controller (MFC),
is passed over the permeation tube (filled with solid/liquid calibration gas
sources). It is then intermixed to the carrier gas flow or precisely gauged in
the MOCCS system. The carrier gas, which is zero air controlled by a MFC,
is humidified according to demand before being injected to the pre-pressure
regulation of the instrument.
Calibration curves Figure F 4.5 (p. 67) presents the derived calibration curves.
The used DT parameters during this laboratory measurement were pressure Pdrift =
2.2hPa and potential difference ∆Φ = 708V . The deduced curves clearly illustrate
the strong humidity dependence especially between a i(M37)/i(M19) ratio of 2− 10 %.
During other PTR measurements in the context of an aircraft study, typically ob-
served atmospheric ranges of the ratio i(M37)/i(M19) have been reported to be be-
tween ∼ 2 % in the free troposphere and ∼ 14 % in the marine boundary layer
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Figure F 4.5: The derived calibration curves for formaldehyde (HCHO) using laboratory op-
erating settings are shown for different humidities (represented by the ratio
M37/M19 ranging between 1 − 40 %). Panel A shows the HCHO mixing ra-
tio in [ppbV ] plotted versus m/z 31 ion count rates in [cps] and color-coded
for the different humidities with each line representing a separate calibration.
Panel B shows the humidity ratio plotted versus the calculated sensitivities




[Warneke et al., 2011b]. The corresponding H2O mixing ratios during these mea-
surements were between ∼ 1 − 10 g· kg−1 for a i(M37)/i(M19) ratio of 1 − 10 %. How-
ever, it has to be emphasized that the differences in PTR-MS operating conditions,
namely PDT , voltage and temperature, only allow qualitative comparisons of the
amount of water originating from the IS when comparing different instruments.
Furthermore, it is necessary to mention that these calibration curves base on lab-
oratory measurements with differing instrumental settings compared to UBWOS
2012 and therefore cannot be compared with the corresponding HCHO sensitivity
(at averaged humidity for ambient conditions) presented in table T 4.2 (p. 64).
Performance of HCHO measurements using PTR-MS Wisthaler et al. [2008]
demonstrated in a comparative study (comprising different sensing principles like
Hantzsch25, DOAS26, DNPH/HPLC27) at the atmosphere simulation chamber
SAPHIR, that PTR-MS is well suited for reasonable on-line measurements of atmo-
spheric formaldehyde concentrations in the sub-ppb range (at low absolute humidi-
ties < 1%). Moreover, Jobson & McCoskey [2010] reported that additional drying
of the air sample to a dew point of −30 ◦C (using a cryogenic trap to condensate
and freeze H2O vapor) is an option to significantly increase the low formaldehyde
sensitivities by a factor of up to 7.
Nevertheless, as PTR-MS detection of formaldehyde at m/z 31 is strongly depen-
dent on ambient H2O concentrations and instrument settings, regular calibration is
recommended. For future atmospheric HCHO measurements with ULW-PTR-MS
tools need to be set up for stationary (/mobile) pre- and post-measurement (/on-
line) calibrations using permeation devices with integrated dilution and humidifica-
tion units. Likewise, simultaneous ambient H2O data are necessary for deriving the
correct sensitivity. Moreover, as the HCHO concentrations in the upper troposphere
and lower stratosphere are typically small (around 100 pptV in clean remote regions
of the mid-troposphere; 20− 30 pptV in the upper troposphere [Fried et al., 1999]), a
further enhancement of the sensitivity by means of higher primary ion count rates
is required to allow measurements with reasonable confidence levels of ≤ 20 %.
4.1.3 Retroactive hydrogen sulfide (H2S) calibration
PTR measurements of the non-VOC hydrogen sulfide The measurement of hy-
drogen sulfide (m/z 35) is particularly humidity-sensitive due to the low proton
affinity of PA(H2S) = 705 kJ ·mol−1. During UBWOS 2012 the ULW-PTR-MS mea-
sured H2S experimentally, which was one of the first applications using PTR instru-
ments in that context. Thus, the measurements initially started without calibration
experiences. In order to though use the gained data set (further discussed in section
25 Fluorometry based on the Hantzsch reaction
26 Differential Optical Absorption Spectroscopy
27 2,4-dinitrophenylhydrazine derivatization followed by High Pressure Liquid Chromatography
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7.6, p. 149), a retroactive calibration together with the deduction of the humidity-
correlation for H2S in the DT was necessary. Similar methods as shown for HCHO
were applied (see section 4.1.2, p. 63). The calibration work was done and recently
reported by Li et al. [2014].
H3S+ chemistry in the DT Both, the slightly exothermic PTR of H3O+ with H2S
(rate coefficient k1) and the corresponding back reaction (rate coefficient k2) with
H2O (k1  k2) have to be considered as they apply to ambient humidity conditions






+ + H2O (R 4.21)
with:
k1: rate coefficient at 298K 1.9× 10−9 cm3·molecule−1· s−1 [Tanaka et al., 1978]
k2: rate coefficient at 298K 4.4× 10−12 cm3·molecule−1· s−1 [Tanaka et al., 1978]
According to analogous approaches for hydrogen cyanide (HCN)
(PA(HCN) = 712.9 kJ ·mol−1) presented by Knighton et al. [2009] and with the help
of equation E 2.11 discussed in section 2.2.3 (p. 20), the DT concentration of H3S+
ions is given by:
[H3S
+] = [H3O
+] · k1 · [H2S] · (1− e
−k2·[H2O]·∆t)
k2 · [H2O] (E 4.6)
where [H2S], [H2O], [H3O+] are the corresponding DT mixing ratios and ∆t the reac-
tion time. With the normally higher DT mixing ratio of H2O (typically 1%) than H2S
(< 10ppbV ) ([H2O] [H2S]), the exponential term can be neglected and only the ra-
tio (k1·[H2S])/(k2·[H2O]) determines the final [H3S+] in the DT. As the ion kinetic energy
is elevated in the DT, the endothermic reactions (i.e. k2) may be more important
than simply due to their corresponding reaction enthalpies. Similar to HCHO, the
back reactions decrease the efficiency of the production of protonated H2S, which
is therefore much less efficient than the production of most protonated VOCs. Ac-
cording to equation E 4.6 (p. 69) [H3S+] is determined by the humidity [H2O] and
the reaction time ∆t as shown in figure F 4.6 (p. 71).With typical operating settings
(attached in table T G.2, p. 177) the resulting reaction time is ∼ 100µs (cp. with
illustration). It is worth noting, that the forward and backward reactions are not
necessarily in equilibrium. As shown in figure F 4.6 (p. 71), low H2O concentra-
tion conditions lead to residence times of H3S+ ions in the DT that are insufficient
for backward reactions to get into an equilibrium with forward reactions (at typical
settings). The consequence then is an enhanced production of H3S+ ions at lower
water concentrations.
Deduction of H2S calibration parameters Instrumental field/laboratory compar-
isons between the NOAA PTR-MS and the PTR-ToF-MS from the University of
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Wyoming in Laramie, Wyoming/USA (Department of Atmospheric Sciences28)
were performed by Li et al. [2014]. The instrument settings of the involved sys-
tems were typical for PTR measurements and are attached in table T G.2 (p. 177).
Due to their influences to the PTR processes, these parameters (DT pressures, elec-
trical potentials, internal temperatures and IS water vapor flows) and the behaviors
of other compounds used as proxies (aromatics, oxygenated VOCs) were compared
for all performed studies in order to assess the general instrumental properties of
the instruments that rate humidity dependent measurements.
• Data from the NOAA PTR-MS and the PTR-ToF-MS were used to explore the
detection of H2S with regard to the strong humidity dependence in direct com-
parison to each other. The derived H2S sensitivity of the NOAA PTR-MS was
determined to be 0.6 − 1.4 ncps/ppbV (20 − 34 cps/ppbV ) (H2O mixing ratios between
1 − 6 g· kg−1) during UBWOS 2013, which is about 3 − 10 % of most other com-
pounds detected by PTR-MS. Reliable hydrogen sulfide detections down to levels
of 0.35 ppbV (signal-to-noise = 3) have been reported for ambient conditions (H2O
mixing ratio: 2.8 g· kg−1 on average).
• Laboratory test series with the same instruments have been performed using a
H2S calibration cylinder as source (concentration levels between 41 − 100 ppbV
H2S). The humidity was changed by dilution with differently saturated zero air
mixtures (H2O mixing ratios between 0 − 2.61 %). Resulting sensitivities for the
NOAA PTR-MS and PTR-ToF-MS are attached in figure F G.1 (p. 178). The
marked field calibration of the NOAA PTR-MS at ambient UBWOS 2013 con-
ditions showed the sensitivity of 1.04 ncps/ppbV , that agreed within 20 % with the
laboratory calibration results.
Concurrent H2S measurements using a Picarro cavity ring down spectroscopy
(CRDS) instrument for H2S/CH4 measurements have been used to verify the mea-
sured mixing ratios. Further details of the calibration factor deduction are attached
to appendix G (p. 177).
H2S calibration of the ULW-PTR-MS Figure F 4.7 (p. 71) illustrates the compar-
isons of instrumental sensitivities between NOAA PTR-MS and ULW-PTR-MS us-
ing correlations of selected standard compounds. The applied linear fit shows a
slope of 0.99 ± 0.05 (R2 = 0.9). Despite different instrument settings, the sensitivi-
ties agreed well for a wide range of compounds within their uncertainties (accuracy
30 %) and thus enable a transfer of the H2S calibration factor to ULW-PTR-MS us-
ing that of the NOAA PTR-MS. The estimated value from the fit is determined with
1.03 ± 0.05 ncps/ppbV . The humidity conditions during UBWOS 2012 were similar
to those for the laboratory calibrations, thus indicating that the estimated factor is
a reasonable approximation. The little deviations from the 1:1 line were presum-
ably due to different instrument settings, that affected the (mass-dependent) PTR




Figure F 4.6: Concentration of formed H3S+ ions calculated for different humidities (0.5 ×
1015 to 2 × 1015 molecules per cm3 / equivalent to H2O mixing ratios of
0.9 % to 4.7 %) and plotted as function of the reaction time. (adopted from
Li et al. [2014])
Figure F 4.7: Calibration factors in [ncps/ppbV ] of selected compounds (red circles) from the
NOAA PTR-MS calibration (x-axis) and the ULW-PTR-MS calibration (y-axis)
with linear fit line (red). The estimate of ULW-PTR-MS calibration factor for
H2S (blue dot) from the NOAA PTR-MS calibration at the field site during UB-
WOS 2013, based on the comparison of calibration results for the other com-
pounds between the two PTR-MS instruments. (adapted from Li et al. [2014])
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4.2 Interpretation of ion processes - m/z 33 ambiguity
Ion formation or fragmentation processes below the DT do bias the initially ionized
trace gas compositions. A prime example for that effect is at m/z 33, where isobaric
species are detected. The result of that is visible in form of a disproportionately high
background signal (chemical noise) when calibrating for methanol (CH4O; proto-
nated: CH5O+; m/z 33) using standard instrumental settings (see panel A in fig-
ure F 4.2, p. 60). Methanol is a comparatively light compound with slight humidity-
dependency due to its small proton affinity PAmethanol = 754.3 kJ ·mol−1. Besides
CH5O+ (measured at m/z 33.0335) two other isobaric compounds representing in-
strumental background peaks contribute to this m/z 33, which are m/z 32.9957 cor-
responding to (O18O+ + O2H+) and m/z 33.0204 corresponding to DNOH+ [Mu¨ller
et al., 2010]. Due to restrictions in the mass resolution of the quadrupole system
(unit mass resolution) not allowing an effective m/z separation of the contributing
peaks, the quoted investigations have been performed using a PTR-ToF-MS instru-
ment (mass resolving power of about m
∆m
= 5‘000) [Graus et al., 2010]. The two
contributors to the m/z 32.9957 signal as significant peak have been found to be
formed during different processes: 1© 16O17O+ (associated with processes in the IS)
and 2© O2H+ (associated with processes in the extraction region). An endothermic
PTR from hydronium ions to O2 according:
H3O
+ + O2 −−→ H2O + O2H+ (R 4.22)
is therefore indicated, as the collision energies behind the NC plate are high, whereas
P and with that the collision frequencies are reduced. The fraction of formed O2H+
ions is strongly dependent on the physical conditions like the pressures PIV C ,
Pquadrupole and ion velocities νion around the extraction lenses (i.e. between DT and
following high-vacuum chambers with NC plate and ion optics). With higher ex-
traction voltages Ubottom/UNC and UNC/Uion−optics the general sensitivities together
with the enhanced formation of m/z 33 background signals strongly increase. Lower
extraction voltages reduce the efficiency of O2H+ formation and at the same time in-
crease the possibility for further collisions by means of fragmentation/loss of H+. In
parallel to that, an increase of H2O molecules in the sample air decreases the O+2 ions
coming from the IS (O+2 and H2O react together in a multi-step reaction [de Gouw
& Warneke, 2007; Good, 1970]) and therewith enhances the possibility for further
fragmentation processes of O2H+. The result is a superposition of both effects mak-
ing the m/z 33 signal particularly sensitive to moisture (humidity-dependency of
1© methanol and 2© the underlying ion chemistry of the background signals) and
susceptible to manipulation by slight changes of the electrical potentials at the ex-
traction system. Having regard to the presented high background signals on m/z
33, a possible reduction of these effects by fine-tuning of the extraction voltages in
the intermediate chambers is recommended for future measurements. Likewise, the
diminution of the recorded mass range around m/z 33 is suitable in order to sup-
press the occurrence of disturbing 16O+2 ions within the methanol signals and should
be considered as well.
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4.3 Limit of Detection (LOD) - exemplified by acetone
The limit of detection of PTR systems (introduced in detail in paragraph ’Limit of
Detection (LOD)’ in section 2.2.3, p. 24) is the mixing ratio, where ∆VMR/VMR =
33 % (signal to noise ratio of 3). It is calculated for the time series presented in
figure F 4.8 (p. 74). The data comprise continuous measurements in a two-week
period during UBWOS 2012 (31 January - 14 February 2012) (with dwell times
τ = 1 s). Shown acetone (m/z 59) data consist of ambient air signals with an av-
eraged Im/z59,amb = 284 cps as well as of scrubbed background signals with an av-
eraged Im/z59,bgd = 91 cps and are complemented by the primary H3O+ (m/z 19)
signals with an averaged IH3O+ = 4.27 × 106 cps. The determined acetone calibra-
tion factor Sacetone = 40 ncps/ppbV (slope a in panel D of figure F 4.2, p. 60) is used for
the calculation of the average VMRacetone = 1132 pptV with equation E 2.28 (p. 25)
and the average ∆VMRacetone = 113 pptV with equation E 2.29 (p. 25). The LOD is
calculated using equation E 2.27 (p. 24) and results in LODacetone ' 168 pptV . Com-
parable values reported in the literature are 84 pptV , but with dwell times of τ = 5 s
[de Gouw, 2003; Warneke et al., 2005].
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Figure F 4.8: Acetone (m/z 59) time series measured during UBWOS 2012 for two weeks.
Data are shown in raw counts (color-coded circles), as interpolated line using a
pre-average of 100 nodes (solid lines) and in form of averaged values (dashed
lines). A presents m/z 19 and m/z 59 ambient/background signals in [cps].
B presents the post-processed VMR and ∆VMR (using Sacetone = 40 ncps/ppbV )




4.4 Performance assessment by comparisons
to other systems
The evaluation comprises a reference period of several weeks during UBWOS 2012
allowing the long-run analysis of the ULW-PTR-MS by comparing to the NOAA
PTR-MS [de Gouw & Warneke, 2007] and the NOAA GC-MS [Gilman et al., 2010].
The mean general sensitivity of the ULW-PTR-MS at that time was around 100 −
200 cps/ppbV and that of the NOAA PTR-MS around 500−1000 cps/ppbV [Warneke et al.,
2014]. Table T 4.3 (p. 75) summarizes the duty cycles and time bases of the used
data sets. The contrasting of the two PTR systems was done using 1min-averages.
For all three instruments the contrasting using 5min-averages was restrained to the
corresponding GC integration periods every half hour. Calibration equipment was
shared between both PTR instruments. The two separate inlet lines ( 1©NOAA PTR-
MS; 2© NOAA GC-MS + ULW-PTR-MS) were heated.
Instrument Measuring cycle Averaged to
•ULW-PTR-MS · slow: 39 sec · cycle
−1
·1min/·5min (37 masses)
· fast: 19 sec · cycle−1
•NOAA PTR-MS · 27 sec · cycle−1 ·1min/·5min (31 reported masses)
•NOAA GC-MS · 5min integration ·5min (65 reported masses)
(every 30min)
Table T 4.3: Used data sets for the instrumental comparisons with duty cycles of the instru-
ments and applied time bases.
Three-instruments-comparisons In figure F 4.9 (p. 77) a representative 7-hour in-
terval (recorded on 9 February 2012; 07:00 - 14:00 MST) of methanol (m/z 33) mixing
ratios is presented. The first panel shows the time series for the diverse instruments
and integration times, the second the relative deviations ∆methanol in [%] of the
ULW-PTR-MS value and the third the prevailing wind conditions measured at the
Horse Pool walk-up tower in 19m above ground.
In general, good reproductions of fine structures with both PTR instruments on the
1min base were ascertained, like e.g. 08:30 - 12:00 MST. Likewise, good agreement
of ULW-PTR-MS and GC-MS integral data was observed. The reason for partially
diverging NOAA PTR-MS data from that (e.g. 07:00 - 08:00; 12:00 MST) is due to
the measuring setup with sampling probes that were located few meters apart from
each other and without perfectly coordinated inlet line lengths. Thus, it is likely
that different air parcels with individual compositions or with little time lags, re-
spectively, have been analyzed during these periods, since the measurement region
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was characterized by random emissions from countless point sources and turbulent
wind fields on site. No specific day-night differences or other interferences have
been observed. The best agreements have been seen during periods with mostly
stable winds in speed and direction, like e.g. 08:30 - 11:30 MST.
Notwithstanding that a good general consistency for all three VOC instruments has
been determined (within their uncertainties), the described biasing effects are symp-
tomatic for the kind of performed ambient air comparisons and have to be kept in
mind for the further analysis.
Correlations of 1:1 reference data Scatter plots of selected data from one instru-
ment vs. the corresponding data from another instrument are used in order to eval-
uate the performance of the ULW-PTR-MS. The correlations are specified using lin-
ear fits (least squares regression). Figure F 4.10 (p. 78) shows the correlation plots
for the two PTR instruments. The observed enhanced scattering is possibly due to
the setup with separated sampling probes. As particularly aromatic compounds
(benzene, toluene, C8-, C9-aromatics) were affected by that, which were randomly
injected to the sampled air from various point sources around (fossil fuel produc-
tion area), the varying values can be explained by the individual compositions of
different air parcels in periods with changing winds (see figure F 4.9, p. 77). The
same time series of the PTR instruments are presented in figure F 4.11 (p. 79) in con-
sideration of the GC-time pattern. Through the changing from 1min-averages to
5min-averages the agreements between both series clearly enhanced, as especially
the impacts due to wind fields and other runaway values were compensated. The
contrasting of ULW-PTR-MS vs. NOAA GC-MS presented in figure F 4.12 (p. 80)
agreed best, which is most likely due to the setup consisting of the jointly used inlet
line. An approximately perfect consistency with a coefficient of determination of
R2 = 0.998 has been achieved for methanol. The correlation results are summarized
in table T 4.4 (p. 81).
Conclusions for the ULW-PTR-MS The performance assessment of ULW-PTR-
MS, that was facilitated by the unique situation of three high-sensitivity VOC in-
struments directly measuring side by side, attested the system’s high accuracy. The
results of this characterization are as good as it can be expected for ambient air com-
parisons under field conditions. The instruments generally agreed within∼ 10 % for
all reported VOCs, which gives confidence for the use of data that were obtained in
the context of the field mission UBWOS 2012.
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Figure F 4.9: The methanol (m/z 33) time series measured on 9 February 2012 from 07:00 -
14:00 MST at the Horse Pool field site using NOAA GC-MS, NOAA PTR-MS
and ULW-PTR-MS. Panel A shows the methanol mixing ratios in [pptV ] and
panel B the differences between the values in [%] of the ULW-PTR-MS value.




Figure F 4.10: Correlation plots of ULW-PTR-MS vs. NOAA PTR-MS data on the
mission 1min time frame with slopes a, offsets b and coefficients of deter-
mination R2 for ambient air compounds (methanol, acetaldehyde, acetone,
MEK, benzene, toluene, C8-aromatics, C9-aromatics) measured for a 3 week
period during the mission UBWOS 2012.
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Figure F 4.11: Correlation plots of ULW-PTR-MS vs. NOAA PTR-MS data on the
GC-MS 5min time frame with slopes a, offsets b and coefficients of deter-
mination R2 for ambient air compounds (methanol, acetaldehyde, acetone,
MEK, benzene, toluene, C8-aromatics, C9-aromatics) measured for a 3 week
period during the mission UBWOS 2012.
79
II. INSTRUMENTAL
Figure F 4.12: Correlation plots of ULW-PTR-MS vs. NOAA GC-MS data on the
GC-MS 5min time frame with slopes a, offsets b and coefficients of deter-
mination R2 for ambient air compounds (methanol, acetaldehyde, acetone,
MEK, benzene, toluene, C8-aromatics) measured for a 3 week period during
the mission UBWOS 2012.
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mission time GC time GC time
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Table T 4.4: The summary of derived correlation parameters originating from the contrast-
ings according to correlation plots F 4.10 (p. 78), F 4.11 (p. 79), F 4.12 (p. 80),





The system ULW-PTR-MS has been developed to be deployed on board of aircraft.
The instrumental prototype ULW-PTR-MS, which is customized for the mission
OMO aboard the HALO aircraft (see section 5.2, p. 86), is supplemented by a sis-
ter instrument that is planned to replace the present CARIBIC mass spectrometer
(installed in 2005) in a major turnover in spring 2015 (see section 5.1, p. 83).
5.1 Regular applications aboard a Lufthansa
passenger aircraft - CARIBIC
In CARIBIC29 (Civil Aircraft for the Regular Investigation of the atmosphere Based
on an Instrument Container) trace gases, water vapor, ice crystals and aerosols are
globally monitored using a fully automatic instrument container, which is monthly
deployed on board a Lufthansa Airbus A340-600 passenger aircraft (named:
D-AIHE ’Leverkusen’) for four to six consecutive long-duration flights between
Germany (Frankfurt a. Main, Munich) and various destinations around the globe.
The scientific instrumentation in the container consists of 15 systems for measure-
ments of altogether ∼ 100 trace gases and aerosol parameters. The project is briefly
presented in figure F 5.1 (p. 85) in form of some portrayed key characteristics. Fur-
ther details and system descriptions of the CARIBIC program can be found in Bren-
ninkmeijer et al. [1999, 2007].
As worldwide monitoring project CARIBIC is operational since 1997 (initally us-
ing a Boeing 767 by LTU and since 2005 an Airbus A340-600 by Lufthansa) and
provides an unique global data set covering on important species concerning cli-
mate change and air quality. Since the normal cruise altitudes of the used passenger
aircraft mainly range between 9 − 12 km, especially the UT/LMS region (Upper
Troposphere and LowerMost Stratosphere) is the main focus of attention. Thereby
multiple crossings of the tropopause as intermediate boundary layer between UT
and LMS (further defined in Zahn & Brenninkmeijer [2003]) allow conclusions con-




showing key influences onto weather and climate [Gettelman et al., 2011; Randel &
Jensen, 2013].
Since 2012 CARIBIC is part of the large-scale European Research Infrastructure
IAGOS30 (In-service Aircraft for a Global Observing System) and will be coordi-
nated and operated by IMK31 (at KIT in Karlsruhe/Germany) as of 2015.
CARIBIC PTR-MS - deployment/tasks The CARIBIC PTR-MS (version I) belongs
to the base instrumentation since the relaunch of the project in 2005 on the Lufthansa
carrier and has been used so far to determine acetone (m/z 59; C3H6O) (available
data for > 180 flights), methanol (m/z 33; CH4O) and acetonitrile (m/z 42; C2H3N)
concentrations. These investigations are of interest as VOCs, like e.g. acetone, are di-
rectly involved in the production of HOx radicals (see section 1.2.2, p. 8), which then
again affect the degradation of greenhouse gases (e.g. methane) and air pollutants.
The instrument and relevant implications of measured acetone concentrations are
described in Neumaier et al. [2014]; Sprung & Zahn [2010]. Likewise, acetonitrile as
clear tracer for air affected by biomass/biofuel burning events [Andreae et al., 2001;
Dunne et al., 2012; Sprung et al., 2001; Warneke et al., 2011a] is used during CARIBIC
to evaluate appropriate occurrences on global scales, like e.g. fire plumes over Asia
in Baker et al. [2014]; Lai et al. [2010]. As example of the scientific coverage under di-
rect consideration of modeled ECMWF32 5-day backward trajectories [Scheele et al.,
1996], the monitoring of pollution over Asia, as discussed by Baker et al. [2014], or
the computation of vertical (across the tropopause) and horizontal climatologies in
consideration of seasonal cycles, as discussed by Elias et al. [2011]; Neumaier et al.
[2014]; Sprung & Zahn [2010], may be quoted.
As part of a scheduled revision of the instrument container in spring 2015, the
present CARIBIC PTR-MS (version I) is planned to be replaced by the newer setup
(version II) in order to upgrade its performance and reliability and to decrease the
payload weight. This future instrument CARIBIC PTR-MS II will be similar to ULW-
PTR-MS, which simplifies their maintenance, operations and quality management
by means of direct transfer of experiences gained on board of different carriers. It
uses the same instrumental body adapted to the platform-dependent CARIBIC air-
craft rack and fitting to the missions’ unique infrastructural conditions in the used
instrument container. While being constructed this following instrument has al-
ready been engaged to perform instrumental testings during research flights in the
context of the mission MUSICA 2013 (see appendix D, p. 169).
30 http://www.iagos.org/
31 Institute for Meteorology and Climate Research; http://www.imk-asf.kit.edu/
32 European Centre for Medium-Range Weather Forecasts; http://www.ecmwf.int/
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Figure F 5.1: The CARIBIC project: Panel A shows the Lufthansa Airbus A 340-600 ’Lev-
erkusen’ with mounted trace gas inlet fin (orange-colored) underneath the
fuselage in front of the wing section (detailed side-view depiction of the in-
let in B ). Panel C shows the front side of the instrument container with the
CARIBIC PTR-MS on the left-hand side.The worldwide coverage is illustrated
in panel D in form of a selection of performed flight routes, that are color
coded according different target regions. [photo credits: Lufthansa (panel A);
Max Planck Institute for Chemistry (panels B, C, D)]
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5.2 Mission operations aboard the
research aircraft HALO
The HALO33 aircraft (High Altitude and LOng Range) is a strongly modified com-
mercial business jet Gulfstream G550 of the German Science Community [Schu-
mann & Andreae, 2006], that has a maximum range of ∼ 12‘500 km and a ceiling
cruise altitude of ∼ 15‘500m. Its limit of payload amounts to ∼ 2.8 t for scientific
instrumentation. These parameters make it one of the preferential European carri-
ers for air quality and climate related measurements especially at higher altitudes.
Figure F 5.2 (p. 86) shows the HALO aircraft during a landing approach at its head-
quarters in Oberpfaffenhofen/Germany (airport EDMO).
Figure F 5.2: The HALO research aircraft during landing approach at its headquarters in
Oberpfaffenhofen/Germany [photo credit: DLR]
5.2.1 Aeronautical Certification
In order to deploy the ULW-PTR-MS aboard HALO, the aeronautical certification
and permission of an official operating license by the German Federal Office of Civil
Aeronautics (Luftfahrt Bundesamt - LBA34) has been aspired in collaboration with






together with Gomolzig Flugzeug- und Maschinenbau GmbH36 (Schwelm/
Germany) and comprised mechanical, electrical and safety inspections. In order
to attest the system’s harmlessness in particular for the electrical/compass aircraft
systems, EMI and magnetic field tests have been accomplished. Figure F 5.3 (p. 87)
shows the ULW-PTR-MS during radiation testings in an EMI test chamber at the
test laboratory Mectronic37.
Figure F 5.3: The ULW-PTR-MS (in front view) running in HALO configuration during an
EMI test in a RF anechoic chamber with isolator plate and interconnected
singleline impedance stabilization network (Type LN-DO160/45 for airborne
equipment) (blue) in front of pyramid shaped RAM (radiation absorbent ma-






Oxidation Mechanism Observations (OMO)
Mission idea The mission Oxidation Mechanism Observations (OMO) is a long-
time planned aircraft mission investigating climate-relevant questions concerning
free radical chemistry in the atmosphere, which is organized by the department
for Atmospheric Chemistry38 at the Max Planck Institute for Chemistry in Mainz/
Germany. With special attention to HOx radicals (OH+HO2), convection and inter-
continental long-range transport of air pollutants (NMVOC, NOx), as well as sinks
and sources of (greenhouse-active) trace gases and their photochemical processing
are of interest. Especially transport (long-distance transport of air pollutants, e.g.
Brewer-Dobson/Hadley circulations; episodic convective uplift pollution; upward
transfer in the warm conveyor belts of cyclonic disturbances) and oxidation rates
of natural and anthropogenic compounds affecting the global distribution of pol-
lutants are to be examined in the extra-tropical free troposphere (ex-FT) up to high
altitudes (∼ 8 − 15 km). This is a sensitive region of the atmosphere in terms of cli-
mate responses to changes in its chemical composition [Gettelman et al., 2011]. Since
the Indian summer monsoon is a prime example of heavy vertical mixing across the
entire free troposphere and clearly deep into the lower stratosphere (details about
the Asian summer monsoon are given e.g. in Bhaskaran et al. [1996]; Cadet [1979];
Scheeren et al. [2003]), exactly such scenario has been chosen for these investiga-
tions. Additionally, as described by Lelieveld et al. [2001], the targeted area over
the entire Northern Indian Ocean towards the Intertropical Convergence Zone (at
about 6◦S) is disproportionately affected by high pollution levels (due to fossil fuel
combustion, biomass burning), that crucially enhances air quality degradation with
implications on local, regional and even global scales. Therefore the measurements
are considered to take place in Southeast Asia during summer months.
Mission history The mission OMO was initially scheduled to take place in the
year 2009. Due to certification and technical completion issues of both the HALO
aircraft (i.e. certification delays of the carrier, trace gas inlets, external instrument
compartments, etc.) and also scientific instrumentation (i.e. due to unrealistic ba-
sic assumptions during the setup phases), OMO has been successively postponed
over years already. It is presently assumed that test flights at the HALO headquar-
ters in Oberpfaffenhofen/Germany will take place in January/February 2015 (flight
hours: 16h). The destinations for technical flight tests are planned to be above the
Baltic Sea (due to short approaching times) and for instrumental flight tests above
the Mediterranean Sea (around Malta), where the needed photo-chemistry is en-
hanced due to the higher solar altitude compared to the Baltic Sea. Likewise, the
actual flight planning provides that research flights in the surroundings of the In-
dian summer monsoon will happen also in 2015 (flight hours: ∼ 80h) originating
presumably from Sri Lanka, which would allow measurements in flight corridors




India towards the Bay of Bengal and Bangladesh (→ relevant area for heavy verti-
cal upward transport). This choice has been made since direct measurements in the
Indian airspace will not be authorized.
The ULW-PTR-MS as part of the scientific instrumentation As part of the scien-
tific instrumentation, the special objectives for the ULW-PTR-MS are the measure-
ment of precursors in the HOx chemistry, like e.g. the photochemically active com-
pound acetone as source of HO•2 radicals in the upper troposphere and intermediate
sink of NOx via the production of PAN. Likewise, the oxidation of methanol (CH4O)
as source of formaldehyde (CH2O) also plays a role in the atmospheric HOx budget
since the photochemical decay of formaldehyde produces 2 HO•2 radicals [Lindinger
et al., 1998; Neumaier et al., 2014] (see also section 1.2.2, p. 8). In addition to that,
the general investigation of organic air pollutants with particular attention to their
altitude distributions is another main focus.
Flight rehearsal and mission preparations Figure F 5.4 (p. 90) shows the instru-
ment ULW-PTR-MS integrated into HALO during the flight rehearsal for OMO in
late winter 2013 at the HALO HQ in Oberpfaffenhofen/Germany. Additionally
mounted to the same rack are the corresponding HALO power supply (Rack Power
Distribution Box - RPDB) in the upper triangle and the ozone device FAIRO [Zahn
et al., 2012]. This instrumentation already represents the final setup for the planned
measurements during OMO in 2015. It is designated in the cabin layout to be de-
ployed to the first instrument payload bay (right side of aircraft) behind the cockpit
in order to make use of the unique features of both small and lightweight instru-
ments as weight counterbalance to other large and heavy equipment allowing a sta-
ble attitude of flight. In this context a new aircraft inlet (TGI 320/modification V318)
exclusively supplying ULW-PTR-MS/FAIRO with ambient air (providing short in-
let distances to the instruments) has been designed and approved beforehand to the
mission start. The final instrumental integration time into HALO is scheduled to
start in November 2014. Some impressions of the aircraft as received during the
flight rehearsal are attached to appendix E (p. 173).
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Figure F 5.4: View along the aisle in the HALO aircraft from the cockpit to the pay-
load bays during the flight rehearsal for the mission OMO in Oberpfaffen-
hofen/Germany in February 2013. The ULW-PTR-MS (here denoted with
its mission-specific identification H-KMS), the ozone device FAIRO and the
power distribution device HALO RPDB are mounted in the HALO aircraft rack






Air Quality Investigations In The
Context Of Fossil Fuel Production

Air Quality Investigations In The Context Of Fossil Fuel Production
The ULW-PTR-MS was used for the first time during the field mission Energy and
Environment - Uintah Basin Winter Ozone Study 2012 (UBWOS 2012), which was
an air quality study in the context of oil and natural gas exploitation and produc-
tion in the Uintah Basin in the rural Northeast of Utah/USA. Comprehensive mea-
surements concerning the atmospheric impact of the oil and natural gas (O&NG)
business were performed. The primary task of the study was the investigation of
enhanced surface ozone formations and associated precursors during wintertime.
Among the multitude of studied parameters, a large data set of VOC emissions was
produced while measuring background concentrations and individual emissions at
identified point sources in this unusual environment. The results contributed to a
better understanding of emission scenarios in connection with O&NG production
and in particular to processes affecting the basin’s air quality.
This part of the work describes the scientific activities connected with measure-
ments made by ULW-PTR-MS during UBWOS 2012. The chapter 6 (p. 97) gives
background information to the O&NG business in the United States and outlines
the mission and its objectives. The next chapter 7 (p. 113) presents selected mission
results, that comprise general estimations of emissions, stationary measurements at
a field site and mobile investigations using a laboratory van in diverse areas of the
region affected by the air quality issues to be explained. These examinations were
designed to cover the full range of possible emitters, and therein were concentrated
onto conspicuous point sources, like e.g. a recently hydraulically fractured gas well.
Finally, chapter 7.6 (p. 153) summarizes the presented results and gives an outlook
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6.1 Background Information
6.1.1 Fossil Fuel Production in the United States
Importance of shales The ongoing improvements in advanced technologies for
crude oil and natural gas production, i.e. the use of hydraulic fracturing and hor-
izontal/directional drilling (see section 6.1.4, p. 100), have greatly increased the
extraction of fossil fuels within recent years. Especially unconventional reserves in
shale formations are of particular importance. The growing relevance of fossil fuels
produced from shales is illustrated in figure F 6.1 (p. 98) showing the annual pro-
duction of dry natural gas by individual source for the US. The data base on historic
production records until the year 2011. Future projections are estimated according
expected pumping rates of the fossil fuel industry and result in a production of 33.14
trillion cubic feet (33.14×1012 ft3 ' 0.94×1012m3) in total in the year 2040. The latest
future estimations by the United States Energy Information Administration39 (EIA)
even forecast a further increase to then 56% in total natural gas production due to
increased development of shale gas, tight gas and offshore natural gas resources in
the US from 2012 to 2040 to then 37.6 × 1012 ft3 in total. The significantly highest
contributions are expected to come from shale formations. [EIA, 2013, 2014]
Different states - different rules The single US states have individual environ-
mental regulations concerning well operations and the handling of emissions in the
context of exploitation and production of fossil fuels. The applied production pro-
cedures on site are adapted to the respective legal provisions, and thus differ from
state to state and field to field. This particularly means e.g. the mandatory use of
vapor capture systems (in form of scrubbing devices) and closed waste water col-





Figure F 6.1: US dry natural gas production by source in [×1012m3] for the years 1990−2040.
(data adapted from U.S. Energy Information Administration - Annual Energy
Outlook 2013 Early Release Overview [EIA, 2013])
Standard emission regulations are provided by the United States Environmental
Protection Agency40 (US EPA) or the respective state programs for fossil fuel ad-
ministration.
Atmospheric and health impacts of fossil fuel production Intense extraction op-
erations of fossil fuels are generally accompanied by substantial emissions of green-
house gases, VOCs and nitrogen oxides, which has been demonstrated in several
studies, like Gilman et al. [2013]; Howarth et al. [2011]; Karion et al. [2013]; Katzen-
stein et al. [2003]; Kemball-Cook et al. [2010]; Litovitz et al. [2013]; Pe´tron et al. [2012].
According to the Clean Air Act41 stated by the US EPA [EPA, 2012], some of the
emitted compounds are classified as air toxics that can threaten the health of oil/gas
workers and local residents directly [Colborn et al., 2011; McKenzie et al., 2012]. With
regard to this work, the general health hazards of the aromatic hydrocarbons ben-
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and toluene (C7H8), which is determined to affect fetal development [ATSDR, 2000],
are particularly cited as examples.
Regulations and emission limit values as part of protection policies and occupa-
tional safety are given in Esswein et al. [2014] or can be found in the corresponding
databases provided by the National Institute for Occupational Safety and Health
(NIOSH42) and the United States Department of Labor - Occupational Safety &
Health Administration (OSHA43), respectively.
6.1.2 The oil and natural gas production in the Uintah Basin, Utah
The Uintah Basin in the Northeast of Utah is an enclosed basin, that is part of the
larger area known as Colorado plateau. It is a desertic region with extensive oil
and natural gas deposits, that are widely associated with the organic-rich geologi-
cal Green River formations in the Western United States [Chidsey Jr. & Laine, 1992;
Rice et al., 1992; Zhang et al., 2009]. More than 10‘000 wells are currently operated
in the greater area with ∼60 % of them producing natural gas and ∼40 % producing
crude oil. About 1‘000 wells are added each year with proposals in place for tens of
thousands more [Helmig et al., 2014; Warneke et al., 2014]. The oil fields are mostly
located in Duchesne County and the majority of gas fields can be found in Uintah
County.
The Uintah Basin fossil fuel production was characterized by many independent
wells without area-wide network of pipelines requiring on road transportation.
Methanol, which was on hand at most well pads, was used for dehydration and
de-icing during O&NG extraction and to prevent the formation of hydrates. The
diverse well pad facilities were primarily driven using diesel or gas generators.
6.1.3 Wintertime observations in the fossil fuel production
area - problem definition
During wintertime inversion conditions with snow covering the ground, the mea-
sured concentrations of surface ozone in the Uintah Basin frequently reached values
clearly above the National Ambient Air Quality Standards44 (NAAQS) of 75 ppbV
(averaging over 8 hours). Elevated ambient air O3 levels were first time reported
in the Uintah Basin in the winter 2009/2010 at Ouray, Utah, which is in the cen-
ter of the basin. Likewise other air toxics have been detected in high mixing ra-
tios as well. Comparable observations have been made in the Upper Green River
Valley, Wyoming, close to the Jonah-Pinedale Anticline natural gas field, which is
another extensive fossil fuel extraction area with similar topographic and geologic






a coincidence of enhanced ozone mixing ratios with the production of fossil fuels.
Commonly known as customary summertime effect (see section 1.2.1, p. 6), the
emitted organic compounds together with nitrogen oxides from diverse O&NG op-
erations enabled ozone formation also in wintertime conditions with enhanced UV
intensity due to the high albedo of the snow-covered surface [Carter & Seinfeld,
2012; Pinto, 2009]. A complete overview of the situation and pilot surveys in the
basin beforehand to the presented field mission UBWOS 2012 is summarized in the
’Final Report: Uinta Basin Winter Ozone and Air Quality Study / December 2010 -
March 2011’ [Martin et al., 2011].
6.1.4 Hydraulic Fracturing
Hydraulic fracturing, or short (hydro-)fracking, is nowadays oftentimes used to
produce oil and gas in regions where conventional methods, i.e. the opening up
of subsurface cavities filled with fossil fuels by direct drilling, is not possible or pro-
ductive (any more).
The applied technique of controlled horizontal/directional drilling enables the punc-
tual approaching of hydrocarbon rich shales in appropriate schistous rock forma-
tions, where gas and oil is assumed to be encased. As the reachable area outgo-
ing from a single borehole can cover huge territories, the separate developing and
drilling of new wells can be reduced at the same time.
The controversial discussion in public about the use of this technology and im-
plications for the environment also covers multifaceted economical, political and
health aspects. Some argumentations can be found in Asche et al. [2012]; Carlton
et al. [2014]; Colborn et al. [2011]; Ellsworth [2013]; Esswein et al. [2014]; Jenner
& Lamadrid [2013]; Kinnaman [2011]; McIlvaine & James [2010]; McKenzie et al.
[2012]; Moore et al. [2014]; Osborn et al. [2011]; O’Sullivan & Paltsev [2012]; Rahm
[2011].
Proceeding In order to break the rocks and with that to free the oil or gas, respec-
tively, water under high pressures is pumped down the wellbores. Together with
the water the admixed supporting additives sand, cement and chemicals are pressed
into the earth. A variety of chemical products (among them methanol, formalde-
hyde, ethylene glycol, hydrochloric acid, and sodium hydroxide) are used for pur-
poses such as improving fluid viscosity, inhibiting corrosion, and limiting bacterial
growth. The fracking fluid flows into the underground formation and fractures it
due to the high induced pressures. With that the injected sand and other proppants
are carried into the opened fissures and keep them permeable to enable the flow-
ing out of oil and gas. As consequence of the naturally existing pressures in the
undergrounds, the used water is afterwards driven back to the surface with por-
tions of released oil, gas, condensate and the injected ingredients of the fluid. This
phase typically persists for several days or even weeks. The initial treatment of the
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back-flowing liquids comprises intermediate storage in closed containers with va-
por capture systems or open flow-back ponds, which is dependent on the particular
US state regulations. Further processing of the waste water includes the reuse at
other hydrofracking sites, an ambient vaporization e.g. in open evaporation ponds,
and the final disposal into water injection wells. The flow-back ponds get filled up
with soil and leveled out again after the full completion of the wells. A sketch of the
process is shown in figure F 6.2 (p. 101).
Figure F 6.2: Overview screen demonstrating a standard hydrofracking process at a natural
gas well. (adapted from Manuel [2010])
The further handling of the final products oil and natural gas then corresponds with
standard procedures, comprising the on-site storage in tanks for later transportation
or the use of pipelines. Beforehand to that, the well fluids produced from oil and
gas wells are normally separated into gaseous and liquid components using pres-
sure vessels. With that, unwanted by-products (e.g. used water, condensate) are
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segregated from the produced fossil fuels and separately stored. Depending on the
moisture of the products themselves and the technical design of the system, an ad-
ditional dehydration step (e.g. in form of glycol dehydrators) can be implemented.
Used equipment and atmospheric impact In contrast to subsurface processes be-
ing investigated in more detail by now, only few knowledge exists about direct at-
mospheric impacts of hydraulic fracturing. One of the few studies in that respect, a
comprehensive investigation of CH4 emissions published by Allen et al. [2013], di-
agnosed particular emission sources during hydrofracturing of natural gas produc-
tion sites in the US. The described processes and used equipment are very similar
to what was used during the here reported measurements and can therefore be rec-
ommended as technical process description.
In another recent publication by Esswein et al. [2014], some chemical exposure risks
during flow-back operations in unconventional oil and gas extraction are reported.
In order to minimize these risks at workplaces and to protect workers, protective
mechanisms are discussed.
6.1.5 The flow-back site Glen Bench
Location and identification A single Uintah Basin gas well, that was recently hy-
draulically re-fractured at that time, was studied in more detail. The investigated
well (in the following referred to as Glen Bench site) is located in the Red Wash
fields (marked in figure F 6.4, p. 107) at the crossways of Highway 45 and Dead
Man Bench/Glen Bench Road (40.186◦N , 109.329◦W ; 1716m above sea level). In
addition to its locally used name RW 31-28B, the well can also be found under its
official American Petroleum Institute (API) identification number API 4304715283.
Online data (production, history, etc.) are officially available from the ’Utah Divi-
sion of Oil, Gas and Mining - Department of Natural Resources45’.
Well history The well had been originally drilled in the year 1962 and was there-
after temporarily abandoned, while operators changed a few times. The last re-
activation took place in the beginning of the year 2012, that was accompanied by a
re-drilling and deepening into the Mesa Verde formations. On 9 February 2012 Glen
Bench site was hydraulically re-fractured and waste water was produced into the
open flow-back pond for subsequent days.
Well layout and accessibility The Glen Bench site was easily accessible from all
around during the intensive mission phase for exhaust gas measurements with re-
spect to prevailing wind directions. Pictures of the well with typical fracking equip-
ment are shown in figure F 6.3 (p. 104). The entire scene at that time is illustrated in
figure F 7.15 (p. 142) presenting a satellite picture with superimposed measurement
45 http://oilgas.ogm.utah.gov/
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data. During the presented measurements the condensate tanks (for storage), the
wellhead (borehole), the methanol tank (supply unit for the additive methanol) and
the separator (separation device for liquids and gases) were located on a line from
West to East. In addition to these standard facilities a temporary condensate tank
and separator were placed next to the respective permanent installations in order
to handle the initial return flow after the hydraulic fracturing process. The pit for
the open flow-back reservoir was excavated in the South of this line-up towards the
bypassing dirt road and lined with plastic foil.
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(a) Glen Bench, seen from street
(b) Fracking equipment
Figure F 6.3: The Uintah Basin gas well Glen Bench in the Red Wash fields during flow-
back phase with (a) from left to right: standard condensate tanks, wellhead (in
front of truck), methanol tank, separators and flow-back pond (behind earth
bank), (b) line-up of some fracking equipment. The pictures were taken on 26
February 2012.
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6.2 Profile of the campaign
Mission objectives The objective of UBWOS 2012 was the investigation of local
ozone chemistry around fossil fuel production sites during wintertime. General
air quality measurements were performed with special attention to precursors in
the O3 formation chemistry (see section 1.2.1, p. 6). Therefore particular sources of
VOCs, NOx and particles, unique radical sources, like e.g. nitrous acid (HONO) and
formaldehyde (CH2O), vertical structures and the role of dynamics were in focus
during the investigations.
Involved partners and used infrastructures UBWOS 2012 was organized by the
Chemical Science Division (CSD) at the Earth System Research Laboratory (ESRL)
at the National Oceanic and Atmospheric Administration (NOAA) in Boulder, Col-
orado/USA and included partners from research and regulatory agencies, scientific
institutions and cooperating industry partners (among others: Western Energy Al-
liance46). Further references concerning participants, instrumentation, infrastruc-
tures and activities connected to the study can be found at the mission home at
NOAA ESRL (UBWOS 201247).
The study included the ground site Horse Pool (40.143◦N , 109.468◦W ; 1530m above
sea level), which was fully equipped with a large suite of gas phase and aerosol
measurements. It was set up on the Northern slopes of the most extensive Uintah
Basin gas fields and instruments were operated during an intensive measurement
phase of ∼ 6 weeks (15 January - 1 March 2012). The field site was in the main
focus for the broad-based investigations and was used as reference station for mo-
bile measurements performed in the various areas of the basin. Longer term ozone
probings using tethered sondes and a network of monitor stations, as well as other
trace gas data loggings using filter cartridges had been performed in advance by
local agencies.
Besides the stationary measurements at Horse Pool, an equipped Mobile Laboratory
initiated by the Global Monitoring Division (GMD) at NOAA (further referred to
as mobile laboratory) performed several weeks of measurement drives across the
basin in order to investigate trace gas distributions and emissions of point sources,
like e.g. the recently hydraulically fractured gas well Glen Bench site. Likewise,
an instrumented single-engine Mooney TLS aircraft was used to investigate longer-
range dynamics and transport of single emission proxies, like CH4.
Study area Figure F 6.4 (p. 107) shows the Uintah Basin with particular attention
to the production of fossil fuels. Oil and gas wells together with other point sources
are indicated by color coded markers. The Horse Pool field site at the Northern edge





fields, that were investigated in detail, are marked. Additionally, major drive tracks
of the mobile laboratory are shown in red to indicate the coverage of this study.
The drives were concentrated to the gas fields in the South of Horse Pool, but for
comparison reasons were conducted also to oil fields in Duchesne County (Western
route) and to gas fields in Rangely, Colorado (Eastern route). It has to be mentioned
that the depicted fields were not exclusively consisting of either oil or gas wells, but
have been predominantly composed of the particular production type.
Weather situation - implications for the investigations in 2012 The winter in that
year 2012 was unseasonably warm without continuous snow-cover and expected
cold-pool inversion events in the basin [Martin et al., 2011]. The boundary layer
was mainly mixed because of daytime surface heatings that broke up the night-
time surface inversions. These conditions effectively diluted the observed accu-
mulated surface emissions [Helmig et al., 2014]. Since the weather or snow condi-
tions, respectively, did not provide the expected enhanced photochemistry during
the intensive phase in 2012, smaller successor missions (with reduced instrumen-
tation) took place in the following years with particular focus onto this objective
(UBWOS 201348; UBWOS 201449). Nevertheless, the conditions in 2012 were es-
pecially amenable to study VOC emissions with the mobile laboratory. Extensive
measurement drives in different regions inside of the basin were performed in or-
der to investigate the contributions of single point source classes (e.g. oil wells, nat-
ural gas wells, storage tanks, compressor stations, processing plants, drilling sites,
evaporation ponds, flow-back sites). Results of these mobile VOC surveys enabled
the identification of particular emission sources. Moreover, the comprehensive set
of observations in 2012 allowed the testing of the O3 photochemistry understanding
in this unusual emissions environment by simulating respective emission scenarios.
The range of ambient conditions during the measurement phase comprised changes
in pressures from Pmin = 825.85hPa to Pmax = 856.99hPa, relative humidities from
RHmin = 10.3 % to RHmax = 100.2 % and temperatures from Tmin = −14.5 ◦C to
Tmax = 13.0
◦C (1min-averages; taken at the Horse Pool walk-up tower 13m above
ground; see figure F 6.5, p. 110).
Some impressions of the region, current conditions and operations at the time (as
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Figure F 6.4: The map of the Uintah Basin study area shows the locations of oil and natural
gas wells, the Horse Pool ground site and the flow-back site Glen Bench. Major




6.3.1 Deployment and setups
The ULW-PTR-MS was deployed at the ground site Horse Pool and inside the mo-
bile laboratory for several weeks each during the intensive measurement phase of
UBWOS 2012. In the following only the systems/instruments used for this study
are described in more detail.
1. Stationary measurements: Horse Pool ground site
(14 January - 14 February 2012)
At the Horse Pool ground site (see figure F 6.5, p. 110) the ULW-PTR-MS was
deployed in parallel to the other VOC instruments NOAA PTR-MS [de Gouw &
Warneke, 2007] and NOAA GC-MS [Goldan, 2004] (discussed in detail in chapter
4, p. 57). The instruments were installed inside a heated laboratory trailer (in the
picture: behind the scaffold). The ULW-PTR-MS shared an inlet line with the
NOAA GC-MS, which allowed immediate comparisons. The ambient sampling
probes were mounted to the erected open scaffold in order to avoid interferences
with other infrastructures on site. This additionally enabled a change of inlet
heights along the structures. The inlet lines were connected to reversed funnels as
inlet pipes to prevent from water and dust and were heated in order to suppress
condensation and memory effects in the lines.
2. Mobile measurements: Mobile laboratory
(14 - 28 February 2012)
Halfway through the mission the ULW-PTR-MS was moved to the mobile labo-
ratory for open road measurements. An installation was possible due to its com-
pactness and started initially as experiment. The mobile laboratory is shown in
figure F 6.6 (p. 111). It was equipped with standard instrumentation for the me-
teorological parameters wind speed/direction (2D ultrasonic anemometer), tem-
perature and humidity, and with GPS tracking systems. A commercially avail-
able cavity ringdown instrument was used to measure CH4, CO, CO2 and wa-
ter vapor (standard 4-channel Picarro instrument - model 2301-f flight analyzer
[Crosson, 2008]). The two-channel cavity ring-down spectrometer instrument
NOxCARD (Nitrogen Oxide Cavity Ring Down; described by Fuchs et al. [2009])
was deployed for the direct measurement of NO2 by optical extinction at 405nm
and of either NOx (= NO2 + NO) or Ox (= NO2 + O3) after chemical conversion
to NO2 (measurement frequency 1Hz). Standard O3 monitors using UV absorp-
tion at 254nm (2B Technologies; measurement frequency 0.1Hz) and whole air
samplers (total air compositions for subsequent laboratory analysis) were in use.
The entire instrumentation was powered by independent battery power supply,
which facilitated stationary measurements without interferences due to own car
exhausts. A diagonally upwards towering cantilever arm, that was installed to
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the vans’ roof structures, allowed the installation of the inlet lines ahead of the
vehicle body. The probes (covered by dust protection) had a sampling height of
∼ 4m above ground and were connected to the instruments in the inside using
PFA tubes. In order to allow only short inlet time delays, an additional sucking
pump acting as bypass line was installed.
6.3.2 Operating characteristics
ULW-PTR-MS settings The instrumental settings used during the mission were a
drift tube pressure Pdrift ' 2.2hPa, a drift voltage Udrift = 612V and water vapor
flows FH2O = 7.5 sccm into the IS. The used instrumental configuration at that time
resulted in an average primary ion yield of 3− 5× 106 cps and a general sensitivity
of around 100 − 200 cps· ppbV −1. The comprehensive characterization is presented
in detail in section 4 (p. 57).
Measurement sequences and system calibrations The ULW-PTR-MS was oper-
ated in two modes: 1© full scanning from m/z 20 to m/z 169 with 1 sec per m/z
(cycle time: 150 sec), 2© 37 selected m/z (see table T 4.2, p. 64) at first measured for
∼ 1sec per m/z (cycle time: 39 sec) and later for 0.5 sec every ∼ 19 sec. The faster
duty cycle was introduced in order to reach better spatial resolution during the mo-
bile laboratory drives. Internal background calibrations were typically performed
every 30min and external bottle calibrations at the Horse Pool field site every other
day (see section 4.1, p. 57).
Performance aboard the mobile laboratory In spite of the harsh conditions for op-
erations in the mobile laboratory, hardly any significant deteriorations of accuracy
were determined besides a negligible increase of instrumental noise. Nevertheless,
the use aboard this moving platform driving on dirt roads in difficult terrain com-
plicated some instrumental operations in consequence of ever-changing operating
conditions, i.e. vibrations and omnidirectional accelerations to the instrument. For
this reason single sequences were excluded from the further analysis due to anoma-
lies in the house-keeping data. For example one could mention fluctuations in the
TMP rotation speeds (typical: ∼ 90‘000 rpm) as consequence of heavy shocks to the
instrument and with that a possibly varying Pdrift. However, as the presented mea-
surements at point sources were exclusively performed in slow walking speeds, the
presented data are expected to be free of interferences.
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Figure F 6.5: The field site Horse Pool with major part of the stationary measuring instru-
mentation distributed to several instrument containers, the open scaffolding
and other outside equipment (like e.g. radiometer tower). The picture was
taken on 4 February 2012.
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Figure F 6.6: The mobile laboratory in front of the Glen Bench site during sudden fall in





Characterization of VOC emissions &
compositions in the Uintah Basin
In this chapter the VOC measurements during the mission UBWOS 2012 are pre-
sented and analyzed. The first section 7.1 (p. 113) reports about some general results
for placing the data into a broader context. The section 7.2 (p. 117) describes station-
ary measurements at the Horse Pool field site. In section 7.3 (p. 122) a comparison
of VOC spectra is shown. The following sections present results from measurement
drives with the mobile laboratory, that comprise investigations of emissions from
diverse point sources (section 7.4, p. 126), comprehensive investigations of emis-
sions at the flow-back site Glen Bench (section 7.5, p. 132) and the hydrogen sulfide
distribution in the basin (section 7.6, p. 149).
7.1 General results - introductory remarks
7.1.1 The VOCs’ functions in the basin’s chemistry
Chemically reactive environment The broad suite of observed pollutants at par-
tially very high mixing ratios made the Uintah Basin to a chemically reactive envi-
ronment. Box model simulations by Edwards et al. [2013, 2014], that were each con-
strained to the observations during the missions UBWOS 2012 and UBWOS 2013,
identified the O3 production photochemistry to be highly conditioned by the indi-
vidual roles of VOCs and NOx and with that directly dependent on the sources of
radicals controlling the oxidation cycles (see also section 1.2.1, p. 6). As further
discussed in both publications, especially radical amplification reactions during the
oxidation of diverse VOCs contributed to this sensitiveness of the ozone formation
chemistry in this unusual environment. The chemical mechanisms governing the
(wintertime) O3 formation for the specific case of the Uintah Basin were therefore
determined to be directly connected to the emissions of organic trace compounds.
Thus, the identification of emission sources of VOCs (and NOx) from O&NG pro-
duction was key to understanding the build-up processes in order to explain the
causes leading to the enhanced wintertime ozone formation.
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The role of snow cover The investigations of the two central questions concern-
ing the determination of chemical mechanisms under appropriate conditions, i.e.
with or without cold pool events, and a direct identification of individual emission
sources have been governed by the different weather situations in the successive
winters of 2011/2012 and 2012/2013 (see section 6.2, p. 105). Whereas the first win-
ter was mostly snow-free (particularly enabling extensive mobile measurements as
presented in the following sections), multiple strong O3 events occurred only in
the colder and consistently snow covered winter in the following year. Thus, the
question of the role of snow cover in driving the O3 formation raised, as its prin-
cipal effects are to increase surface albedo and with that actinic flux for photolysis
reactions. Likewise, the reduction of the mixed-layer height, which concentrated
primary emissions, played also a role.
The comparison of the box model simulations of both years showed, that compara-
ble VOC mixing ratios (same estimated high VOC emissions for both years; higher
dilution in 2012) with different albedo leads to dissimilar O3 formation with clearly
higher rates in the second winter. This demonstrated that both high VOC emissions
into the shallow and stable boundary layer together with increased photolysis rates
due to the snow albedo are necessary for the observed rapid winter ozone produc-
tion. [Edwards et al., 2013, 2014]
Carbonyl photolysis as driving radical source In continuation to the box model
simulations of the snow-free season, which confirmed the O3 production photo-
chemistry to be highly radical limited and the system to be VOC sensitive, the com-
parable simulation study constrained to the observations of the second season fi-
nally determined the winter ozone pollution to be driven primarily by photolysis
of carbonyl compounds. Edwards et al. [2014] further reported that the extreme
VOC concentrations in this unique environment optimized the ozone production
efficiency of NOx (at lower NOx and much larger VOC mixing ratios than in its
summertime urban counterpart). This led the carbonyl photolysis being a dominant
oxidant source producing significant numbers of radicals in addition to the primary
radical sources (as shown in section 1.2.2, p. 8). The corresponding reaction channel
of the simplest example of this process is reported to be the high-NOx oxidation of
methane, which starts with an OH radical attacking the CH4 in the presence of O2
to produce a peroxy radical and water:
OH + CH4 + O2 −−→ CH3O•2 + H2O (R 7.1)
The peroxy radical then reacts with NO to an alkoxy radical:
CH3O
•
2 + NO −−→ CH3O• + NO2 (R 7.2)
The following reaction of the alkoxy radical with O2 then leads to the formation of
formaldehyde (HCHO) and a hydro-peroxy radical:
CH3O
• + O2 −−→ HCHO + HO2 (R 7.3)
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Finally the hydro-peroxy radical reforms an OH in reaction R 7.5 and the HCHO,
as chemically stable product of the radical propagation chain, photolyses readily to
2 hydro-peroxy radicals via its dominant channel (yield ∼ 70 % according Carbajo
et al. [2008]):
0.7×(HCHO + hν + 2 O2 −−→ HO2 + HO2 + CO) (R 7.4)
In addition to the radical that is propagated through this mechanism, the primary
radical source is amplified by means of formation of 2 additional radicals:
2×(HO2 + NO −−→ OH + NO2) (R 7.5)
It was determined that different species constituted the carbonyl radical source.
Formaldehyde, which is due to the oxidation of all VOCs (in particular from light
alkanes), was identified to be the single largest contributor to this source. Likewise,
aromatic compounds were also found to be an important origin for radicals. [Ed-
wards et al., 2014]
The chemical cycle describing the ozone formation is presented in detail in section
1.2.1 (p. 6).
7.1.2 Estimations of methane and VOC emissions
The total emissions originating from the Uintah Basin were estimated using data
from light aircraft methane measurements and balloon-borne vertical in situ VOC
profile measurements. Two studies, that were performed in parallel to the ground-
based activities, are quoted in order to give a brief review of the dimensions of the
emissions:
• CH4: Based on a mass balance approach using airborne measurement data, that
were obtained during a research flight on 3 February 2012, Karion et al. [2013]
estimated an average methane leakage rate of (8.9 ± 2.7) % of production with
total CH4 emissions of (54.6± 15.5)× 103 kg·h−1 for the Uintah Basin.
• VOCs: An estimation of organic trace gas emissions for the Uintah Basin using
tethered balloon measurements was performed by Helmig et al. [2014]. The ref-
erence period was between January - February of 2012 and 2013 and total annual
mass fluxes of C2 - C7 VOCs into the basin with (194 ± 56) × 106 kg· yr−1 were
reported. This is equivalent to the annual emissions of a standard fleet of ∼ 100
million cars. In this context the respective total annual fugitive emissions of the
aromatic hydrocarbons benzene and toluene into the basin were estimated to be
(1.6± 0.4)× 106 kg· yr−1 and (2.0± 0.5)× 106 kg· yr−1, respectively.
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7.1.3 Comparison with typical urban air compositions
VOCs observed in the Uintah Basin clearly differed in composition and distinctly
exceeded in mixing ratios with typical urban air compositions, as e.g. reported by
Mohamed et al. [2002] (comparison of 13 US cities), de Gouw [2005] (ship-based
air quality measurements in the New England region), Borbon et al. [2013] (anthro-
pogenic emissions in the Northern mid-latitude megacities Paris and Los Angeles),
Karl et al. [2009] (New Mexico) or Warneke et al. [2013] (temporal weekday-weekend
effects in the Los Angeles basin). The occasionally measured peak values in the Uin-
tah Basin (presented in section 7.5.1.2, p. 134) outnumbered typical urban average
concentrations for aromatic hydrocarbons by several orders of magnitude (factors
of ∼ 102 − 103).
Further portraits of organic trace gas compositions originating from O&NG opera-
tions have been presented by Gilman et al. [2013] (source signatures in Northeastern
Colorado) and Yuan et al. [2014] (airborne measurements downwind of the Deepwa-
ter Horizon oil spill in the Gulf of Mexico). Reported compositions and the range
of typical mixing ratios mainly conform with findings from measurements in the
Uintah Basin.
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7.2 Typical VOC mixing ratios and compositions at
the field site Horse Pool
The measuring site Horse Pool, though being located in the fringe zone of the basin’s
main production area (see map in figure F 6.4, p. 107), was surrounded by ∼ 160
individual well pads within a 5 km radius [Helmig et al., 2014]. Both background
concentrations and short-term spikes of emissions from neighboring trace gas point
sources were detected.
Longterm series Full time series of selected organic trace compounds (benzene
(m/z 79), toluene (m/z 93), methylcyclohexane (m/z 97), dimethylcyclohexane
(m/z 69, m/z 111), methanol (m/z 33)) from measurements with the NOAA PTR-
MS as presented in Warneke et al. [2014] (averaged to the mission timebase of 1min
data) are shown in figure F 7.1 (p. 119). Methane mixing ratios as prime proxy
for natural gas emissions are included to illustrate correlated occurrences. The ob-
served mixing ratios were characterized by high values for longer time periods
when the air exchange stagnated in the basin. This led to an accumulation of the
emissions and was essentially governed by local climate, weather and season. Very
high mixing ratios during short-term spikes were found, that were individually
caused by local point sources. These spikes were typically related to processes in
connection with close O&NG production activities or associated with therewith con-
nected heavy traffic on the bypassing access route. Frequent toluene spikes clearly
above 10 ppbV were found. Benzene and toluene mixing ratios of over 3 ppbV from
30 January to 2 February 2012 were observed, before the basin cleaned out and con-
centrations dropped to typical continental background values during wintertime.
Methanol was almost an order of magnitude higher than the detected aromatic hy-
drocarbons with spikes even reaching up to several hundreds of ppbV .
Air mixtures measured at Horse Pool Horse Pool was predominantly surrounded
by gas wells with some oil wells in the Northwest. The winds mainly comprised
Southern components, which is demonstrated in form of a rose plot (with 5◦ sec-
tors) in figure F 7.2 (p. 120) showing the directional distribution of benzene mixing
ratios (used as proxy for pollution). The data represent the entire mission phase and
distances to the origin indicate relative probabilities per 5◦ sector. No convolution
according to wind speeds was used here, as only the directional distribution and
relative differences of the fractions are to be shown exemplarly. When comparing
the directional distributions of various compounds measured at the field site, two
different compositions of air were found and enabled a segregation of the data into
two classes of emissions. A small fraction of ∼ 5% was different to the rest show-
ing enhanced C4 - C11 n-alkanes relative to propane with significantly lower ethane
to propane ratios as measured by NOAA GC-MS [Warneke et al., 2014]. These air
mixtures were almost exclusively associated with air coming from Northwestern
directions, where two oil well pads were located nearby (referred to as oil well
sector). The main part of the data of ∼ 95 % originated from all other directions,
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where the majority of the Uintah Basin natural gas wells were located (referred to
as gas well sector).
Correlation plots of selected VOCs versus benzene (averaged 5min data), as pre-
sented in figure F 7.3 (p. 121), were used to compare the measured air mixtures
by means of their unique chemical fingerprints. The data from Horse Pool showed
good correlations for all compounds with benzene (R2 > 0.91), especially for the
gas well sector. In the oil well sector the correlation slopes of the larger aromatics
and the cycloalkanes with benzene showed clear differences to the gas well sector.
These differences increased with the molecular weight of the compounds. To verify
the assumptions of two different source sectors, slopes of measurements obtained
with the mobile laboratory at individual point sources, i.e. downwind of oil and
natural gas well pads (see section 7.4, p. 126), are added in this illustration. The
contrasting of Horse Pool data and identified point source emissions showed com-
parable slopes and differences between oil and gas wells. But as the measured in-
dividual well pads had larger differences among each other, also their variabilities
were larger. The comparison of enhancement ratios (ER) over benzene from both
emission groups, i.e. the slopes of the linear fits, showed that oil well pad emissions
were characterized by clearly larger ERs than the gas well pad emissions and their
differences increased with molecular weight. This showed that VOC mixtures emit-
ted from oil wells consisted of heavier compounds than the VOC mixtures emitted
from gas wells [Warneke et al., 2014].
Although it was possible to differentiate the air mixtures measured at the field site
in order to grossly relate compositions to emission sources, a clear identification of
the sources themselves was necessary to estimate individual contributions to the
measured compositions.
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Figure F 7.1: The time series of various VOCs measured by PTR-MS and methane at the
Horse Pool ground site for the complete measurement period during the UB-
WOS 2012 campaign. The top panel shows a 24 hour period of benzene and
toluene measurements. Maximum mixing ratios are off-scale. (adopted from
Warneke et al. [2014])
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Figure F 7.2: The rose plot shows the benzene mixing ratios in [pptV ] per 5◦ sector measured
at the Horse Pool field site with the NOAA PTR-MS. The data represent the
entire mission phase and the axis show probabilities per sector. The mass scan
spec@HP is further discussed in section 7.3 (p. 122).
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Figure F 7.3: Scatter plots of toluene, C8- and C9-aromatics, methylcyclopentane, methylcy-
clohexane and C2-cyclohexanes versus benzene in [ppbV ] and methane versus
benzene in [ppm] for measurements at the Horse Pool ground site (gas well
wind sector in black; oil well wind sector in orange) and mobile laboratory
measurements close to individual natural gas well pads (green) and oil well
pads (red). (adopted from Warneke et al. [2014])
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7.3 Comparison of typical VOC compositions
The VOC composition in the basin was composed from accumulated emissions
from the various point sources. In order to derive unique fingerprints of air mix-
tures measured at peculiar locations, mass spectra from m/z 20 to m/z 169 were
recorded during periods with stable winds. This allowed conclusions about the ho-
mogeneity of the air mixtures sampled in the basin. The analysis was performed
using raw data in [cps], as otherwise all compounds, that were not explicitly cali-
brated, should have been excluded from the comparisons. However, these compar-
isons only allow the investigation of relative differences between scans. Moreover,
in order to account for the different framework conditions of the used measure-
ments, the axis of the shown data were scaled to benzene signals of 100 cps for an
easier comparability.
Fingerprints - Horse Pool vs. Glen Bench vs. South Louisiana light crude The
mass spectra shown in figure F 7.4 (p. 123) were obtained at the Horse Pool field
site (spec@HP ; 30 January 2012 07:37:04 MST) and at the Glen Bench site (spec@GB;
18 February 2012 18:10:51 MST). The presented spec@HP originated from air com-
ing from Westerly directions (∼ 220◦), where mostly gas wells with single oil wells
in between were located (see also figure F 7.2, p. 120). The wind speed was around
∼ 0.4m· s−1 during the scan. Spec@GB was obtained downwind of the well area with
a wind field comprising a superposed plume from condensate tanks and flow-back
pond. In addition to the two Uintah Basin spectra, a reference sample spectrum
(specref ) was used, that was taken from the headspace of crude oil during labora-
tory measurements with the NOAA PTR-MS (further described in Yuan et al. [2014]).
The sample oil was light crude oil from South Louisiana/USA, which was similar to
the oil found in the Uintah Basin. The chemical groups of VOCs (alkanes, aromatics,
cycloalkanes and oxygenates) are color coded in the scans.
At Horse Pool high signals of alkanes (e.g. m/z 57, 71, 85), aromatics (m/z 79, 93,
107), cycloalkanes (e.g. m/z 69, 97, 111) and methanol (m/z 33) were observed. The
Glen Bench scan showed, that most found organic compounds at the flow-back site
were also alkanes (e.g. m/z 71, 85), cycloalkanes (e.g. m/z 97, 111) and aromatics
(e.g. m/z 79, 93, 107, 121). The highest signals of oxygenated VOCs during this
scanning came from methanol (m/z 33).
In addition to observed distinct occurrences of aromatic compounds (m/z 79, 93,
107, 121, 135, 149, 163) and oxygenated masses (m/z 33, 45, 59, 61, 73, etc.), the
scans showed particular abundance of compounds with a mass-to-charge ratio of
(m/z) 14 × n ± 1 (3 ≤ n ≤ 8) (i.e. m/z 43, 57, 69, 71, 83, 85, 97, 99, 111). This was
in general accordance with other measurements of fossil fuel vapors as reported by
Yuan et al. [2014], and therewith stood in clear contrast to typically observed spectra
from urban areas.
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Figure F 7.4: The mass spectra (m/z 20 - m/z 169 in [amu]) obtained A from a South
Louisiana light crude [Yuan et al., 2014], B at Horse Pool (30 January 2012
07:37:04 MST) and C at Glen Bench (18 February 2012 18:10:51 MST) are color
coded according to the VOC classes alkanes, aromatics, cycloalkanes, oxy-
genates. All signals are given in [cps] and were scaled to i(benzene) ≡ 100 cps
for a better comparability.
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Correlations of the individual fingerprints Figure F 7.5 (p. 125) compares the
PTR-MS mass spectra measured at Horse Pool and Glen Bench with that from the
crude oil sample using scatterplots, that show the mass spectra versus one another
with each symbol representing one mass. It should be considered, that the 1-to-1 line
is only inserted to simplify the comparisons between logarithmic and linear projec-
tions and does not have any physical meaning. Differences between the scans are
recognizable in form of masses, that clearly deviate from the majority of the other
masses. The individual VOC fingerprints showed similar characteristics, which was
obvious as they consisted of evaporated constituents of fossil fuels. However, al-
though being connatural in the sense of their origins, no reproduction of either of
the scans among themselves was observable. This indicated that the VOC mixtures
of the vapors at the probed locations and the crude sample, respectively, were het-
erogeneous.
Despite the demonstrated differences within the mass spectra, the general results of
the VOC composition comparisons suggested that the measured air at Glen Bench
and at Horse Pool were dominated by vapors from crude oil, but intermixed with
specific portions of VOC classes, like e.g. the intense appearances of aromatic com-
pounds at Glen Bench or typical alkanes at Horse Pool.
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Figure F 7.5: The correlation plots of full mass scans (m/z 20 - 169) are shown in arbi-
trary units on logarithmic and linear scales; A / B represent spec@HP vs.
specref , C / D represent spec@GB vs. specref and E / F represent spec@GB
vs. spec@HP . Similar m/z are indicated by their mass numbers and VOC
classes are color coded. The 1-to-1 line is only inserted in order to simplify




7.4 Comparison of specific well pad emissions
In order to explain the VOC compositions and high background mixing ratios, that
were observed at the Horse Pool ground site and during mobile background mea-
surements, emissions at individual point sources were investigated in more detail at
oil and gas well pads and other facilities associated with fossil fuel production. The
UBWOS 2012 measurement drives using the mobile laboratory created a huge data
record, that comprised 38 different gas wells, 12 oil wells, a newly producing well,
a recently re-fractured gas well with flow-back pond (→ Glen Bench), and 17 other
point sources such as evaporation ponds, storage tanks and compressor stations.
Transect measurements The preferred measurement pattern at point sources were
repeated drive bys in close proximity downwind of the emitters/source areas at
slow speeds. Special care was taken to the prevailing wind conditions, which ideally
were as stable as possible in their respective directions and strengths. GPS tracking
together with measured wind fields allowed the precise assignment of emissions to
their individual source points on site. Figure F 7.6 (p. 127) shows the drive track
at a typical Duchesne County oil well with oil tank, compressor, pump jack and
methanol tank color coded according to the concentrations of the emission proxies
methane, toluene, methanol and NO2. A similar illustration is given in figure F 7.7
(p. 128) showing a typical Uintah County gas well with condensate tanks, well
head, separator and compressor. In both cases the wind, indicated by wind barbs,
was coming from the left hand side, that allowed the detection of the characteristic
emissions of the marked point sources on the right hand side downwind from that.
Corresponding time series are each shown in the upper panels.
Facility-dependent emissions at production sites Different facilities/systems
used for the individual operations on site showed unique emission characteris-
tics. During the transects, such as the one presented in F 7.7 (p. 128), composi-
tions and concentrations were assigned to particular point sources at the well pads
and other installations. At most well pads, the condensate tanks (or oil tanks at oil
well pads), where produced condensate (or oil) is intermediately stored for later re-
moval, showed distinct emissions of aromatic hydrocarbons (C6 - C13). Methanol
(CH4O), which was used as anti-freeze and anti-coagulant, showed conspicuous
values downwind of the methanol and condensate storage tanks. Methane (CH4)
as one of the principal components of natural gas (simplest existing alkane) showed
high values in consequence of direct emissions downwind of the wellheads/
boreholes. Fugitive emissions were also detected at leaking pipelines. Likewise,
downwind of separators, where the produced material is split up into liquid and
gaseous fractions, high methane values were observed as well. Downwind of com-
pressors, that run on diesel or natural gas in the Uintah Basin, high concentrations
of the combustion product NO2 were found.
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Figure F 7.6: The drive track close to a typical Uintah Basin oil well color coded by mea-
sured (b) methane, (c) methanol, (d) toluene and (e) NO2. Wind barbs indicate
the prevailing wind conditions during the measurement. The associated time
series are presented in panel (a). (adopted from Warneke et al. [2014])
Differences of the examined fields The studied fields in the Uintah Basin, Utah
and in Rangely, Colorado, which is another part of the Uinta-Piceance Basin located
in the North-West corner of Colorado, differed clearly from each other. Although
being only ∼ 30 km apart from each other, the practiced fossil fuel exploration had
a very different character. The density of wells close to each other was higher in
Rangely, Colorado than in the Uintah Basin, Utah, which allowed adapted practices
for the extraction of the natural gas. The important general differences between
the investigated regions were (besides the regulatory standards; see section 6.1.1,
p. 97): 1© gas field type: more wet-gas in the Uintah Basin (→ more liquids) and
much drier gas in Rangely, Colorado (→ less hydrocarbon liquids and more gas);
2© pipelines: above ground in the Uintah Basin (if used at all) (→ fugitive emis-
sions) and underground to central facility in Rangely, Colorado (→ hardly no on
road transportation); 3© powering of well systems: diesel, natural gas in the Uintah
Basin (→ NOx emissions) and electric power in Rangely, Colorado. All these differ-
ences resulted in a clear numerical reduction of significant VOC and NOx emitters
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(e.g. combustion generators, wellhead compressors, condensate tanks, etc.) and
with that of particular emissions in Rangely, Colorado compared to the Uintah
Basin, Utah. The mixing ratios for relevant compounds measured in Rangely, Col-
orado were still elevated from ambient, but generally lower than in the Uintah
Basin, Utah.
Classification of emissions due to source characteristics The principal VOC
sources were classified into emission groups according similar types and stages of
the production procedures, which allowed the comparison of emissions from func-
tional units [Warneke et al., 2014]:
1. Gas wells - Uintah County, Utah
(a) Operator Group A (using wet-gas collection - dehydration at central
compression facility)
(b) Operator Group B (using dry-gas collection - dehydration on site using
glycol dehydrators with extra heater and glycol regenerator)
Figure F 7.7: The drive track close to a typical Uintah Basin natural gas well color coded by
measured (b) methane, (c) methanol, (d) toluene and (e) NO2. Wind barbs in-
dicate the prevailing wind conditions during the measurement. The associated
time series are presented in panel (a). (adopted from Warneke et al. [2014])
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2. Oil wells - Uintah County, Duchesne County (both Utah), Rangely, Colorado
3. Gas wells - Rangely, Colorado (as basis for comparisons)
4. A re-fractured gas well (Glen Bench) with open flow-back pond (details in
section 6.1.5, p. 102)
5. A newly producing gas well in the Red Wash fields (close to Glen Bench site)
6. Diverse other point sources (including natural gas compressor stations, storage
tanks, produced-water injection wells, condensate and oil tank batteries,
evaporation ponds and water treatment plants)
The measured mixing ratios were averaged during the time the mobile laboratory
spent in close proximity downwind of the wells/emitters, which was generally
within a radius 100m in order to provide a means of comparison with the Horse
Pool site data and aggregated emission inventories. The duration per measurement
at one site was usually 20 − 30min and surveys on the well pads were exclusively
performed, when no truck traffic was in the vicinity. Figure F 7.8 (p. 130) shows
measurement results for selected compounds. Consider that the averages may be
somewhat influenced by the relative amount of background air encountered dur-
ing the averaging times (i.e. outside of the plumes when the mobile laboratory was
turned for the next transect). Nevertheless, the corresponding maximum peak val-
ues close to the sources, that are shown in figure F 7.9 (p. 131) for the compounds
benzene, methanol and methane, showed similar trends as the averages. This gives
indications about the actual enhancements of the mixing ratios close to the sources.
Thus, the data can well characterize the sources and allowed their identification.
Mixing ratios of aromatics and methanol around 1 ppmV and of methane of hun-
dreds of ppmV were observed several times.
The different source groups showed unique characteristic fingerprints, but even be-
tween similar point sources large differences existed. The largest relative disagree-
ments were found between individual gas wells. The highest emissions of aromatic
hydrocarbons were observed at the recently hydraulically re-fractured natural gas
well Glen Bench (see section 7.5.1, p. 132), followed by the new gas well in the
Red Wash fields and the group of dry gas collection wells (operator group B). Like-
wise, the emissions of cycloalkanes were also most conspicuous for the same source
groups. Methanol was observed at most places, but with individually changing
concentrations. The average methane mixing ratios at the observation sites showed
no clear trends with respect to single groups, but strongly enhanced peak values at
Uintah Basin gas wells from operator group B, the new well and the hydraulically
fractured well Glen Bench.
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Comparison with the WRAP emission inventory The emission inventory pro-
vided by the Western Regional Air Partnership50 (WRAP) gives an analysis of the
criteria pollutant emissions for oil and gas exploration and production in the Uin-
tah Basin. The inventory bases on particular production data, well statistics and
identified emission sources, that are related to the traced oil and gas source cate-
gories. According WRAP about 89 % of the emitted VOCs typically originate from
dehydrators, tanks (condensate, oil), pumps and other pneumatic devices and 78 %
of the emitted NOx from drillings rigs, engines (compressors, artificial lifts) and
heatings [Warneke et al., 2014].
Figure F 7.8: The average mixing ratios of various compounds (aromatic hydrocarbons C6 -
C9, cycloalkanes, methanol and methane) measured close to investigated point
sources in the Uintah Basin and in Rangely, Colorado. (adopted from Warneke
et al. [2014])
50 available at: http://www.wrapair.org/forums/ogwg/PhaseIII_Inventory.html
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When comparing the measured VOC compositions with the WRAP emission inven-
tory, it seems that individual wells were the primary contributors to the air mixtures
observed in the Uintah Basin. This is in accordance with the observations, because
the number of producing oil and gas wells were by far the most numerous point
sources in the basin. The VOC compositions at gas well pads were close to conven-
tional gas, but heavier in composition. At oil wells the emissions comprised even
heavier compounds than at gas well pads, with the largest difference for aromatic
compounds (see also section 7.3, p. 122). The composition of air in the basin would
therefore be mixtures of conventional gas (emitted from pneumatic devices, pumps
and venting systems) together with oil and condensate tank flashing emissions at
oil and gas production sites and emissions from dehydrators (i.e. gas wells with
dry-gas collection). The findings of the drives are thus qualitatively similar to what
the WRAP inventory affirms.
Figure F 7.9: The maximum mixing ratios of benzene, methanol and methane close to inves-
tigated point sources in the Uintah Basin and in Rangely, Colorado in a full
scale and b small scale. (adopted from Warneke et al. [2014])
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7.5 Process monitoring: VOC emissions
characterization at a flow-back site
The flow-back site Glen Bench was identified to be one of the largest single emitters
of organic trace compounds during the performed drives. The well was hydrauli-
cally fractured on 9 February 2012 and was officially completed on 11 February
2012. After that day the exploitation and fracturing equipment was reduced on site,
while the flow-back phase of the used water into the open pit persisted for subse-
quent days. All presented measurements took place during this flow-back phase.
The reflux into the existing pond continued over the intensive measurement phase
of the mission, which officially ended on 1 March 2012.
Although this (re-)fracturing phase with reflux of produced waters into the collec-
tion containers generally depicts only a comparatively short time window in the
lifetime of an O&NG well, at the same time it represents one of the most substantial
exposures of freshly produced materials to the overground environments when us-
ing open collection reservoirs.
The site was revisited altogether 14 times on 12 different days at different times of
day during the measurement drives in order to monitor variations of the particular
emissions connected to the ongoing processes on site. The schedule of the reported
visits, which comprised a net measurement time of ∼ 6h, is given in table T 7.1
(p. 133). The processed data consisted of only clearly assignable exhaust air origi-
nating from the well site, which is demonstrated in more detail in section 7.5.2 (p.
140). The presented study was performed with the mobile laboratory measuring
primarily on the dirt road on the South side of the well, which allowed immediate
measurements downwind of the well and the flow-back pond. An illustration of
the scenery is given in figure F 7.15 (p. 142) presenting an individual measurement
sequence during visit M#10.
7.5.1 Emission peaks of aromatic hydrocarbons
7.5.1.1 Highest observed mixing ratios
In contrast to most other days during UBWOS 2012, a sudden change in the weather
towards the most winterly conditions of the complete mission time with snowfall,
frozen ground and dense fog characterized the day 19 February 2012. The weather
conditions are depicted in figure F 6.6 (p. 111). The measurement drive M#5, which
was performed on that day, resulted in the highest observed VOC concentrations
during this entire study. In order to illustrate this exceptional period of measured
organic trace compounds, figure F 7.10 (p. 134) presents the time series of the corre-
sponding selected aromatic hydrocarbons C6 - C13.
132
7. Characterization of VOC emissions & compositions in the Uintah Basin
Measurement Date Begin End Duration
Number [MST] [hh:ss:mm]
M#1 14 February 2012 19:51:49 20:32:39 00:40:50
M#2 15 February 2012 18:18:31 18:40:11 00:21:40
M#3 16 February 2012 09:27:23 09:56:58 00:29:35
M#4 18 February 2012 19:17:22 19:20:07 00:02:45
M#5 19 February 2012 16:47:30 17:40:50 00:53:20
M#6 20 February 2012 11:46:19 12:13:49 00:27:30
M#7 20 February 2012 18:27:09 19:08:49 00:41:40
M#8 21 February 2012 17:23:44 17:37:04 00:13:20
M#9 22 February 2012 18:38:54 18:56:24 00:17:30
M#10 23 February 2012 17:57:50 18:21:10 00:23:20
M#11 26 February 2012 15:28:52 15:42:12 00:13:20
M#12 27 February 2012 10:21:00 11:01:00 00:40:00
M#13 27 February 2012 17:26:50 17:28:30 00:01:40
M#14 28 February 2012 16:07:22 16:25:42 00:18:20
Σ = 05:44:50
Table T 7.1: The reported VOC investigations performed downwind of the flow-back site
Glen Bench with number (M#), date, time [MST] and duration per visit.
The series display the measured aromatic compounds inside of the plume down-
wind of the well pad. The first wide peak (16:47 - 17:12) represents initial movings
of the mobile laboratory until 17:02 and a subsequent stationary measurement with
the van’s sensors placed directly in the center of the plume. The following four
peaks were connected to two bidirectional transects through the plume both times
from West to East and back. Every time the mobile laboratory crossed downwind
of the well pad with the flow-back pond, the concentrations of lighter aromatic hy-
drocarbons peaked to several ppmV . The highest mixing ratios were observed for
the C8-aromatics with ∼ 5.2 ppmV , but closely followed by toluene, benzene and
the C9-aromatics (all in the ppmV -range). Strongest aromatic odors were noticeable
on site and characteristic movements on the water surface indicated simultaneous
flows of liquids into the pond. Table T 7.2 (p. 135) depicts the observed maximum
values for the reported compounds.
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Figure F 7.10: The time series of C6 - C13-aromatics (color coded by number of C-atoms)
measured downwind of the hydraulically re-fractured well Glen Bench dur-
ing the mobile laboratory measurement drive M#5 on 19 February 2012. Panel
A shows linear and panel B logarithmic data. Sections without data points
are due to system calibrations.
7.5.1.2 Emission peaks over time
Maximum mixing ratios during the two-week observations The maximum mix-
ing ratios per visit, i.e. independent of individual sources at the well pad, were
analyzed for all measurements M#1 - M#14. The measured peak values were as-
certained in the described method in average distances of ∼ 60m to the wellhead,
∼ 30m to the condensate tanks and ∼ 20m to the edge of the flow-back pond.
A graphic chart showing the temporal changes of the peak mixing ratios of aro-
matic hydrocarbons C6 - C13, methanol, NO2 and the sum of aromatics (i.e. in form
of stacked single values) is given in figure F 7.11 (p. 136). High mixing ratios of
aromatic compounds were observed over the entire period. Mixing ratios for the
lighter compounds benzene, toluene, C8- and C9-aromatics reached levels in the
ppmV -range on multiple days.
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Compound Maximum value
[ppbV ]
Benzene (C6) 2.3× 103









Table T 7.2: The maximum mixing ratios of aromatic hydrocarbons, CH4O and NO2 at Glen
Bench during M#5.
The weather conditions during all observations changed verifiable from day to day
with corresponding horizontal wind speeds on the surface in the range of 1.2 −
10.9m· s−1. In order to evaluate the results of the measurements on a comparable
basis accounting for different dilutions at different wind speeds and with that al-
lowing an estimation of the respective source strengths, the data were normalized
to a wind speed of 2m· s−1 (by dividing the mixing ratio by the wind speed inm· s−1
and multiplying with 2m· s−1) using the average horizontal wind speeds observed
during the measurements. The value of 2m· s−1 is arbitrary, but was chosen as stan-
dardized basis for these comparisons and finally allowed a conclusion whether the
observed differences were either due to different wind speeds or the changing of
the source strengths. The resulting series with normalized values are presented in
figure F 7.12 (p. 137).
Both representations, observed series and wind normalized series, were character-
ized by highly variable mixing ratios, which were evidently dominated by the mea-
surements M#5 (19 February 2012) and M#12 (morning of 27 February 2012). The
record for the stacked aromatic values was 15.1 ppmV , which was obtained during
M#5 representing the overall highest observed concentrations. This value decreased
to 4.1 ppmV after the wind normalization, as the horizontal wind speeds at that time
were rather high. In return to that, measurement M#12 with observed stacked aro-
matic mixing ratios of 5.4 ppmV , showed a distinct enhancement after wind normal-
ization to the new peak value of 7.9 ppmV .
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Figure F 7.11: The observed maximum mixing ratios for M#1 - M#14 at the Glen Bench flow-
back site with panel A showing the aromatic hydrocarbons (C6 - C13) and
methanol in [pptV ] and panel B showing the maximum NO2 mixing ratios
in [ppbV ]. The stacked single values C6 - C13 are presented in panel C in
[ppmV ].
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Figure F 7.12: The wind normalized (to 2m· s−1) maximum mixing ratios for M#1 - M#14 at
the Glen Bench flow-back site with panel A showing the aromatic hydrocar-
bons (C6 - C13) and methanol in [pptV ] and panel B showing the maximum
NO2 mixing ratios in [ppbV ]. The stacked single values C6 - C13 are presented
in panel C in [ppmV ].
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No clear trend towards a general in- or decrease of maximum emissions of aromatic
compounds was found for the investigation period for both directly measured and
wind normalized concentrations, which indicated that processes on site determined
the observed mixing ratios. As the flow-back phase with the open pit was not ended
during the presented measurements, a final conclusion concerning the emission de-
velopment towards the normal production phase was not available.
7.5.1.3 Percentage compositions of the aromatic hydrocarbons
The aromatic compounds did not show clear trends in measured concentrations
within the observation period. Thus, individual fluctuations in their percentage
compositions over time were determined in order to assess internal processing. Cor-
responding distributions of fractional amounts of C6 - C13 to the total aromatics are
presented in figure F 7.13 (p. 138).
Figure F 7.13: The relative fractions of aromatic hydrocarbons (C6 - C13) to the total signals
observed downwind of the well Glen Bench during the mobile laboratory
measurement drives.
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These proportions were derived using integrated VOC enhancements during down-
wind periods in order to cover the complete spectrum of emissions coming from the
well pad (including condensate tanks and flow-back pond, etc.). The reason for this
approach attributed to the fact, that otherwise measurements with superposing sig-
nals as consequence of crosscutting wind directions would have been excluded from
this analysis. This was important, since most measurements were affected by wind
situations, that allowed an overlapping of trajectories from different point sources
on the well pad. The only exception from that, which could be observed during the
measurements, is presented in figure F 7.15, p. 142.
The C8-aromatics were the largest fraction in more than half of all investigated mea-
surings covering the entire processes at the flow-back site. They represented even
∼ 48 % of the total composition of aromatic compounds during M#8 (21 February
2012). Moreover, the C8-aromatics exceeded the percentage of the sum of the other
higher aromatic hydrocarbons C9 - C13 in all investigated periods. The smallest frac-
tions of C8-aromatics were observed on days with the largest fractions of benzene,
but no simple counterbalancing was observed between these two. Benzene and
toluene correlated well during all measurements. All other compounds C8 - C13 on
the other hand generally anti-correlated with this pair.
In order to further evaluate the development of internal processes within the com-
positions, enhancement ratios (ER) of all compounds with benzene were used. The
corresponding ER time series are presented in figure F 7.14 (p. 140). In addition
the average benzene mixing ratios per measurement are enclosed to the respective
ER values in order to illustrate the differences to the peak values (as shown above).
Likewise the 1-to-1 line, which basically represents the ER of benzene with benzene
and therefore depicts the positive or negative enhancement threshold, is included.
The highest ratios were found for the C8-aromatics with peak values in the begin-
ning (M#1 - 15 February 2012), the middle (M#8 - 21 February 2012) and the end
(M#14 - 28 February 2012) of the observation period. The maximum value was 13.6
during M#8.
Neither the proportional compositions nor the ER showed clear directional trends
in any way, which would have been expected for undisturbed systems. This lack
of indications for a clear direction within the internal processing of the aromatic
compositions together with the determined fluctuations in the total aromatic mix-
ing ratios provided evidence, that external influences/processes changed the mea-
sured VOC compositions between the single measurements. Thus, individual well
operations and specific peculiarities of the flow-back site (e.g. interplay of several
different point sources at the well pad) have to be assumed to be responsible for
these effects.
A further analysis of the aromatic composition measured at Glen Bench is presented
in section 7.5.2 (p. 140) for a measurement allowing the separate investigation of
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decoupled plumes from tanks and pond. Associated flux estimations are shown in
section 7.5.3 (p. 146).
Figure F 7.14: The enhancement ratios (ER) for all reported aromatic compounds with ben-
zene are shown in ∆aromatics/∆benzene ([pptV /pptV ]) together with the averaged
benzene mixing ratios in [pptV ].
7.5.2 Differentiation of emission sources
A measurement sequence of an immediate crossing downwind of the well pad at
the Glen Bench site during M#10 enabled a detailed characterization of the indi-
vidual point sources on site. This allowed the differentiation between the plumes
from condensate tanks and flow-back pond. Figure F 7.15 (p. 142) presents this
bidirectional crossing of the plumes in form of georeferenced trace gas profiles of
the compounds toluene, benzene and C8 - C10-aromatics, methane and NO2 with
color coded mixing ratios superimposed to a topographic map of the area. Wind
barbs show the wind conditions at that moment and subsystems on the well pad
are highlighted.
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The drive track consisted of a loop with 3 side arms, that chronologically followed
in the order indicated by the reference points. These points additionally display
locations used for dispersion model calculations of fluxes, which are discussed in
more detail in section 7.5.3, p. 146. The clear differentiation of the different plumes
was obtainable due to the favorable wind conditions during that measurement. On
other days comparable results were found as well, but not as clearly allocatable.
Reasons for this were more turbulent wind fields and crosscutting wind directions
during these other measurements, that complicated the precise differentiation of the
plumes and with that a clear assignment of detected signals to sources.
Identification of source areas In order to highlight temporal coincidences, the
time series of the presented compounds are juxtaposed in figure F 7.16 (p. 143).
Colored boxes represent periods that enabled the exclusive detection of air origi-
nating from condensate tanks or flow-back pond. The moments, when the sample
air additionally contained the plumes from the other subsystems on the well pad,
are indicated by the occurrences of the proxies CH4 (originating from condensate
tanks, wellhead and separator), methanol (originating from the methanol canister)
and NO2 (originating from the generator-powered separator). The corresponding
average mixing ratios for the aromatic compounds are given in table T 7.3 (p. 144)
showing the existence of two aromatic domains with distinctly different composi-
tions. The lighter compounds C6 - C8 dominated the air mixture that was emit-
ted from the condensate tanks, and the heavier compounds dominated the mixture
from the open flow-back pond. An illustration of this contrasting is presented in fig-
ure F 7.17 (p. 144) showing the different distributions with particular shifting of the
curve maxima between both emitters. This showed, that tanks and pond were char-
acterized by clearly different VOC fingerprints, that contributed in different ways
to the measured total signals downwind of the well pad of the Glen Bench site.
The percentages of individual aromatic compounds to the sum of all aromatic
species for the two emission domains tanks and pond are shown in figure F 7.18 (p.
145). The pie charts represent averages from the transects presented in figure F 7.16
(p. 143) and particularly show that the condensate tank emissions were composed
of 46 % from benzene, 42 % from toluene, 11 % from C8-aromatics and to a negligi-
ble rest of together ∼ 1 % from C9 - C13-aromatics. In contrast to that, the flow-back
pond emissions were more diversified and were composed of 10 % from benzene,
27 % from toluene, 32 % from C8-aromatics, 23 % from C9-aromatics, 6 % from C10-
aromatics and to a rest of together ∼ 2 % from C11 - C13-aromatics. By comparing
with the integrated signal (with 34 % from benzene, 37 % from toluene, 18 % from
C8-, 8 % from C9-, 2 % from C10-aromatics), that corresponds with the fractions of
aromatic compounds shown in figure F 7.13 (p. 138), it was evident that the larger
contributions of lighter compounds (i.e. benzene and toluene) originated from the




Figure F 7.15: The satellite picture of Glen Bench (adopted from Google Earth; imagery date:
22 March 2012) is overlayed with a color coded drive track of the mobile labo-
ratory illustrating different compounds measured during M#10 (23 February
2012). In the upper panel various subsystems on the well pad, simulation ref-
erence points 1© - 4© and a background point bg© are additionally highlighted.
Wind barbs indicate the prevailing wind fields at that moment.
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Figure F 7.16: The color coded time series for methane (in [ppbV ]), methanol (in [pptV ]),
NO2 (in [ppbV ]) and the aromatic hydrocarbons (C6 - C13) (in [pptV ]) are
shown for a bidirectional transect downwind of the Glen Bench site during
M#10 (23 February 2012).
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averaged mixing ratios in [ppbV ] downwind of
Compounds condensate tanks open flow-back pond
Benzene (C6) 80.4 1.7







Table T 7.3: The average mixing ratios of the aromatic compounds C6 - C13 measured down-
wind of the condensate tanks and open flow-back pond at Glen Bench during
M#10 (23 February 2012).
Figure F 7.17: The grouped bar chart of averaged mixing ratios of aromatic compounds per
number of C-atoms in [pptV ] for condensate tanks (red) and flow-back pond
(blue) as measured during M#10.
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Figure F 7.18: The percentage composition of aromatic compounds measured downwind of
condensate tanks and flow-back pond during M#10: panel A condensate
tanks, panel B flow-back pond and panel C integrated signal as used in
F 7.13 (p. 138).
Conclusions from the observations On the basis of this clear differentiation be-
tween individual emissions from condensate tanks and flow-back pond, it was con-
cluded that both emitters were to be classified as different VOC sources with in-
dependent compositions. Thus, the total signals measured downwind of the Glen
Bench site during the measurements presented in section 7.5.1 (p. 132) should be
understood as compositions particularly affected by differently weighted contribu-
tions from tanks and pond. As the groups of lighter and heavier aromatic com-
pounds originating from the two emission domains were additionally observed to
be anti-correlated among each other (see section 7.5.1.2, p. 134), a possible
dominance of either of the two groups could be concluded for the presented
measurements. This directly pointed to a connection of the measured individual
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compositions with processes happening at the well site (e.g. filling schedule into
tanks or pond; varying produced water compositions; etc.).
Possible explanations for the formation of the two domains were the handling of
the produced materials, that were separated into tanks (possibly via the separa-
tor) and pond due to the fractions of (diluted) oil and gas in the produced wa-
ters, and enhanced evaporation of lighter aromatics from the pond. This latter ef-
fect has been reported by Li et al. [2013], who demonstrated that lower volatility
compounds (mostly associated with heavier compounds) evaporate more slowly
and delayed than higher volatility compounds (mostly associated with lighter com-
pounds). Evaporation rates from crude oil depend on the vapor pressures of the
compounds together with other conditions like temperatures, reaction times and
surface areas and vary for different VOC species [de Gouw et al., 2011; Yuan et al.,
2014]. Likewise, enhanced dissolving of lighter aromatics in the water column prior
to surfacing has been reported by de Gouw et al. [2011]; Middlebrook et al. [2012];
Ryerson et al. [2011, 2012] for the case of oil being flown out into the ocean after
the explosion of the oil platform Deepwater Horizon in the Gulf of Mexico. All
these effects possibly influenced the processing of the produced materials in both
repositories in different ways and most likely explain the observed effects.
7.5.3 Flux estimations using a Lagrangian dispersion model
The presented observations of VOCs in the Uintah Basin based on actual in situ
field measurements. With the derived wind normalized VOC mixing ratios (see fig-
ure F 7.12, p. 137) equivalents for source strengths of compounds originating from
the Glen Bench site were determined. However, these performed measurements
did not account for the vertical properties of the individual plumes (i.e. types and
shapes) and therefore did not enable the direct deduction of emission rates of the
single emitters.
The simple atmospheric Lagrangian dispersion model WindTrax2.051 for statistical
simulations of forward and backward trajectories of turbulent short-range transport
was used for the estimation of emissions in consideration of typical plume charac-
teristics. For the presented model runs standard atmospheric parameters in con-
nection with geographic reference settings for Glen Bench, i.e. an altitude of 1716m
above sea level and surface roughness constraints compatible with on-site obser-
vations, were applied. The simulations comprised 1 million test particles per run.
Some more detailed descriptions of the backward Lagrangian Stochastic model it-
self can be found in Flesch et al. [1995] and instructions for comparable applications
are given in Crenna et al. [2008]; Flesch et al. [2005].
The Lagrangian model was used to estimate the fluxes of aromatics at Glen Bench
exemplary for M#10, whose particular situation, as shown in figure F 7.15 (p. 142),
51 http://thunderbeachscientific.com/
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consisted of uncoupled plumes originating from condensate tanks and flow-back
pond. The proxy toluene (C7) was used for this estimation and corresponding mix-
ing ratios, as well as the average wind field, were applied to the model. Because
of simplification and in order to avoid an over-determination of the scenery, the
emissions of the tanks (standard condensate tanks and catch tank) were combined.
Likewise, a static underlying background concentration was derived using toluene
average background values (background mixing ratio: 0.283 ppbV ). 3D-locations of
the sources, i.e. tanks and pond, as well as of sensors, i.e. mobile laboratory, were
applied to the model due to georeferenced allocations on the satellite picture, GPS
tracking data and on-site observations. The underground was set to be flat. Cor-
responding reading points for the four presented reference positions and the back-
ground measurement are depicted in the aforementioned figure as well, but for the
sake of clarity next to their actual positions on the color coded track.
The calculated emission rates for the condensate tanks under the stated simplifica-
tions are presented in table T 7.4 (p. 148). The toluene emission rates for the con-
densate tanks were calculated for the two different positions 1© and 4© and agreed
well with ∼ 0.15 g· s−1.
In contrast to these clustered point sources, the flow-back pond had a huge surface
source area. By evaluating of the satellite picture, the surface of the waste water
pond was determined to be ∼ 730m2. The calculated toluene emission rates for the
positions 2© and 3© downwind of the flow-back pond are given in table T 7.5 (p.
148). They agreed well with ∼ 1.9× 10−5 g·m−2· s−1.
In consideration of the extensive surface area, integrated emission rates resulted in
a total value of ∼ 0.014 g· s−1, which was roughly one order of magnitude smaller
than the emissions from the tanks. This relationship also agreed in a zeroth order ap-
proximation with the primary in situ observations of the mixing ratios made during
the measurement drive (see section 7.5.2, p. 140). Thereby the average toluene mix-
ing ratios were determined to be ∼ 75 ppbV downwind of the tanks and ∼ 4.6 ppbV
downwind of the flow-back pond, which also differed roughly by one order of mag-
nitude. Although average mixing ratios are not qualified to replace fluxes as a mat-
ter of course, at least their proportionality was reproduced for this example. This
indicated, that the applied modeling method in combination with the measured
transects at well pads was suitable to evaluate emission scenarios qualitatively and
vice versa, that the wind normalized mixing ratios were a good first impression for
the magnitudes of source strengths when comparing emission scenarios such as the
presented situation. However, as there were no comparable studies in the literature
that looked at VOC emission rates at other hydrofracking sites, the derived values
were not verifiable using other comparable results. Thus, the presented estimations
were classified as case study fitting exclusively to the unique situation of M#10 un-
der the described simplifying assumptions.
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Further comprehensive investigations especially of the plume characteristics are
needed for a more detailed estimation of fluxes or source strengths, respectively.
This is also necessary for more complex wind scenarios with superimposed mix-
ing ratios of tanks and pond due to intersecting plume trajectories. For determining
those emission fluxes from well pads, techniques like tracer releases, remote geospa-
tial Gaussian methods or the precise measurement of individual equipment parts on
the well pad would be suitable.
Emission rate Standard deviation
Tanks [g/s]
Position 1 0.148 3.42e-3
Position 4 0.154 3.189e-3
Table T 7.4: The toluene emissions from the condensate tanks estimated using the atmo-
spheric Lagrangian dispersion model WindTrax2.0 for a sequence measured
during M#10.
Emission Standard Area-integrated Area-integrated
Rate Deviation Emission Rate Std. Dev.
Flow-back Pond [g/m2/s] [g/s]
Position 2 1.89e-5 1.158e-6 1.381e-2 8.463e-4
Position 3 1.911e-5 1.907e-6 1.396e-2 1.393e-3
Table T 7.5: The toluene emissions from the flow-back pond estimated using the atmo-
spheric Lagrangian dispersion model WindTrax2.0 for a sequence measured
during M#10.
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7.6 Hydrogen sulfide (H2S) measurements
Hydrogen sulfide (H2S) is a highly toxic, strongly smelling and highly flammable
gas, that can be detected at various locations mostly connected to volcanic activi-
ties, natural decompositions of sulfates and sulfur-containing organic compounds
by anaerobic bacteria or routine/accident industrial releases. Likewise, its occur-
rence at fossil pits, landfills, livestock manures and other polluted waters and areas
has been verified. [ATSDR, 2006; EPA, 1993; Li et al., 2014; Tarver & Dasgupta, 1997]
One of the primary atmospheric sources of H2S is associated with O&NG opera-
tions, where this normally unwanted by-product is a serious danger for workers
and local residents at production sites.
Since hydrogen sulfide is not a classic VOC, PTR measurements of this compound
had not been considered in this context before. The idea to investigate H2S came up
during the drives, as relevant concentrations in the basin’s air were expected to be
present and appropriate warning signs at various well pads were found. In order
to identify and map the H2S distribution in the Uintah Basin, the ULW-PTR-MS
measured the associated detection mass at m/z 35 [Feilberg et al., 2010; Liu et al.,
2011] for a certain period. Necessary preparatory and post-treatment works for a
scientific assessment of the measured hydrogen sulfide signals were performed by
Li et al. [2014] and are described in more detail in section 4.1.3 (p. 68).
Four measurement drives probing hydrogen sulfide Figure F 7.19 (p. 150) shows
the obtained hydrogen sulfide signals for the four measurement drives with atten-
tion to this compound. The drives headed for different regions. On 25 February
2012 the mobile laboratory performed measurements in the oil fields in Duchesne
County, Utah. The following two drives on 26 and 27 February 2012 were concen-
trated to the Northern and Southern parts of the Uintah County, Utah gas fields.
The last drive with special attention to H2S on 28 February 2012 was conducted to
the oil and natural gas fields in Rangely, Colorado, but covered some areas around
the coal-fired power plant at Bonanza, Utah on the way back to Vernal, Utah as
well. In the presented figure the drive tracks each show the corresponding signals
of H3S+. Color and size coded circles indicate the significant presence of hydrogen
sulfide. Most locations showed small levels below 50 cps representing background
values, with signal enhancements at particular locations with factors of up to ∼ 3.
Nonetheless, at some places explicitly higher signals were found. One location even
showed m/z 35 signals of∼ 40‘000 cps, which is an enhancement of 3 orders of mag-
nitude. The relevant site was near a low-laying sink in the Southern gas fields at a
condensate tank, that was under service at that moment. The location is highlighted
in the figure with pink circles.
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Figure F 7.19: Mobile laboratory tracks color and size coded with H2S signals at m/z 35
among the oil and natural gas wells and other O&NG infrastructures in the
Uintah Basin during UBWOS 2012. The four drives (25, 26, 27, 28 February
2012) are not directly comparable with respect to circle sizes as they are not
synchronized in that representation.
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In consideration of the aforementioned retroactive calibration work, it can be as-
sumed that H2S mixing ratios were at 4 ± 2 ppbV at most areas in the O&NG fields
close to well pads due to routine emissions from oil and gas facilities. This rep-
resents clearly elevated values compared to ambient air mixing ratios of 0.02 −
0.07 ppbV in undeveloped areas and 0.11 − 0.33 ppbV in urban areas [ATSDR, 2006;
Skrtic, 2006]. Significant H2S releases at unique point sources, like e.g. the described
servicing at the tank, showed mixing ratios of up to 9± 4ppmV .
Although representing only rough estimations of H2S occurrences and mixing ratios
in the Uintah Basin, the presented measurements demonstrated for the first-time the
applicability of PTR instruments for mobile fast-response detections of hydrogen
sulfide. This directly contributes to future PTR-MS measurements of emissions in
the context of O&NG production, as it enables the parallel real-time detection of this




This work reports on the development, characterization and use of the Ultra-Light-
Weight Proton-Transfer-Reaction Mass Spectrometer (ULW-PTR-MS) and studies
about emissions of organic trace compounds from oil and natural gas production
sites during air quality investigations in a mountain basin in the Western
United States.
The ULW-PTR-MS is a new high-sensitivity in situ instrument for fast-response
measurements of VOCs in ambient air. It has been developed to be deployed aboard
the German research aircraft HALO. The home-built setup is characterized by its
compactness and little weight of ∼ 55 kg compared to commercial systems with
typical weights of > 130 kg. The developed control electronics with associated soft-
ware as core element of the system architecture base on a modular measurement and
control system, that allows fast adaptations to mission-specific demands. The final
construction fulfills the engineering and safety requirements due to the aeronau-
tical certification and reliably works under the harsh operating conditions during
airborne measurements with strongly varying ambient pressures at altitudes from
sea level to the ceiling cruise altitude of HALO (15′500m).
The ULW-PTR-MS was first-time used for field measurements during the Uintah
Basin Winter Ozone Study 2012 (UBWOS 2012) in Utah/USA, which was an air
quality study investigating the chemistry of ozone and its precursors in a region of
intense fossil fuel production. Due to the initial parallel deployment to other high-
sensitivity VOC instruments from the National Oceanic and Atmospheric Adminis-
tration (NOAA) in Boulder, Colorado/USA at a field site in the Uintah Basin, Utah,
immediate comparisons and calibration measurements attesting the accuracy of the
ULW-PTR-MS were carried out. The following deployment on board of a labora-
tory van performing several weeks of measurement drives across oil and natural
gas fields enabled the identification of emissions from individual oil and natural
gas well pads and other point sources associated with fossil fuel production. High
mixing ratios of VOCs (alkanes, cycloalkanes, aromatics, oxygenates and methanol)
were observed and characteristic VOC fingerprints of emissions referable to well
operations were determined. In general, the separators, dehydrators, pneumatic
devices and pumps were identified to emit a mixture of lighter VOC (i.e. higher
percentage of compounds with lighter molecular mass), which was similar to the
composition of natural gas. Oil and condensate tanks on the other hand were iden-
tified to emit heavier VOCs. Downwind of methanol tanks and condensate storage
tanks high methanol concentrations were found. Peak mixing ratios of aromatic
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hydrocarbons (benzene, toluene, C8-aromatics, etc.) in the ppmV range were mea-
sured at a hydraulically re-fractured gas well with open flow-back pond. These
occasionally observed peak values outnumbered typical urban average concentra-
tions for aromatic hydrocarbons by 2− 3 orders of magnitude. The emissions from
condensate storage tanks and the open flow-back pond varied in their individual
VOC composition, such that the tanks predominantly emitted a mixture of lighter
aromatic compounds and the flow-back pond a heavier mixture. Due to favorable
wind conditions allowing a differentiation of plume trajectories, emission rates of
toluene were estimated using a Lagrangian dispersion model. The comparison of
the observations with an emission inventory indicates, that the main emissions in
the Uintah Basin were due to individual well pad emissions and thus the observed
VOC compositions were mixture of raw natural gas (from the pneumatic devices,
pumps and other venting sources) with flashing emissions from storage tanks at oil
and gas production sites and from glycol dehydrators. In addition to the character-
ization of VOC emissions and compositions, hydrogen sulfide (H2S) was detected
at tanks under service.
The presented data were some of the first measurements using fast-response VOC
instruments to study emissions at individual well pads and demonstrate the appli-
cability of PTR-MS for this kind of mobile investigations. In this way, the presented
measurements and methods provide the basis for further studies, as they filled in
the blank between stationary VOC measurements of background mixing ratios and
on site characterizations at individual emitters. The results contribute to the under-
standing of air quality issues in oil and natural gas production areas by identifying
of emitters and corresponding VOC fingerprints. A feeding of gathered data into
emission inventories will improve future modeling and estimating of air quality
and chemical processing in fossil fuel production regions. Moreover, the quantifi-
cation of VOCs, that act as radical sources (via carbonyl photolysis) within this un-
usual chemical environment during wintertime conditions, helps to design mitiga-
tion strategies for enhanced formation of surface ozone. The complete data record
is made available to the scientific community and can be found at the mission home
at NOAA ESRL (UBWOS 201252) in the data format ICARTT. Nevertheless, in order
to advance our understanding of environmental impacts of fossil fuel production
(or energy infrastructures in general), more such measurements are needed. Next
steps should thus be:
• distinct enlargement of the data set of ground-based measurements covering the
broad variety of VOC emitters in different fossil fuel production areas
• determination of VOC emission rates in addition to ambient mixing ratios (by
studying of the vertical extents of individual plumes)
• combination of precise ground-based and large-scale airborne investigations in
order to draw conclusions from the individual facility-dependent emitters to the




The presented instrument ULW-PTR-MS is scheduled to be employed during the
upcoming mission Oxidation Mechanisms Observation (OMO), which is a HALO
aircraft mission that will take place in 2015 in form of technical demo flights in Eu-
rope (January/February) and scheduled measurement flights in Asia in the course
of the Indian summer monsoon (July/August). This latter scenario is characterized
by heavy vertical mixing across the entire free troposphere and the lower strato-
sphere and thus suited to allow investigations of free-radical chemistry at higher
altitudes. The range of organic trace compounds, that are planned to be measured
by ULW-PTR-MS, are expected to contribute to the understanding of the oxidation
mechanisms in the atmosphere:
• by determination of the altitude distributions of climate-relevant natural and an-
thropogenic organic air pollutants with high temporal/spatial resolution
• by identification and quantification of intercontinental long-range transport of
NMVOCs at higher altitudes in connection with Brewer-Dobson/Hadley circu-
lations, episodic convective uplift pollution and upward transfer in the warm
conveyor belts of cyclonic disturbances
• and by quantification of (photo-chemically active) precursors in the HOx chem-
istry, like e.g. acetone, methanol and formaldehyde
Thinking beyond the presented applications, a further deployment of the ULW-
PTR-MS aboard mobile laboratories has great potentials to investigate air pollution
or other biogenic and anthropogenic processes across many different areas, like e.g.






Standard components used in the
ULW-PTR-MS
Device assignments according assembly unit descriptions from section 3.1 (p. 37)
(if applicable).
Device Identification Manufacturer
• Subrack 19” BGTR H M.GR.3HE 84TE
295T KD (incl. accessories)
Schroff
• AC/DC 115− 250V DC VIPAC VP-B1768381 Vicor
• DC/DC 5V DC V24C5E50BF Vicor
• DC/DC −24V DC V24C24C100BL2 Vicor
• Input filter Single-Phase Filter FN 2090 Schaffner
• Circuit breaker 4120 E-T-A
• Circuit breaker 7274 Klixon
• Ventilator OD6015-24HB Orion Fans
Table TA.1: The standard components used for the setup of the Control Unit (see section
3.1.1, p. 40).
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Device Identification Manufacturer
• Subrack 19” BGTR H M.GR.3HE 84TE
355T KD (incl. accessories)
Schroff
• Valves 225K022/T225PK012 NResearch






• PCINLET EL-PRESS/ P-702CV-350A-
ABD-22-V 150mln/min
Bronkhorst
• Sensor PINLET EL-PRESS/ CTE7001AY0 SensorTechnics
• Sensor PDT CMR 363 Pfeiffer Vacuum
• Heating foil HK5182R52.9L12B MINCO
• CCF SUPELPURE HC 2-2445 U SIGMA-ALDRICH
Table TA.2: The standard components used for the setup of theAir andWater Flow System





Table TA.3: The standard components used for the setup of the Intermediate Chambers





• Sensor PQUADRUPOLE PBR 260 Pfeiffer Vacuum
•MS Analyzer QMA 400 Pfeiffer Vacuum
• Ion Counter Preamplifier CP 400 Pfeiffer Vacuum
• SEM SEV 217 Pfeiffer Vacuum
• Ventilators SanACE60 109L0624S401 Telemeter
Table TA.4: The standard components used for the setup of the Quadrupole Mass Spec-
trometer (see section 3.1.5, p. 50).
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Device Identification Manufacturer
• Diaphragm pump MD1VARIO-SP VACCUBRAND
• High frequency generator QMH 400-5 Pfeiffer Vacuum
•Wire rope isolators WR2-600-10 DM Enidine
Table TA.5: The standard components used for the setup of the Assistance Systems (see
section 3.1.6, p. 51).
Device Identification Manufacturer
• Cabling -diverse- Telemeter,
HUBER+SUHNER
• Connectors -diverse- Lemo, Amphenol,
WAGO, ITT
• Tubing (PFA, PTFE, PEEK) -diverse-
• Fittings, connectors -diverse- EM-Technik,
Upchurch Scientific,
Swagelok
• Temperature sensors NTC 3kΩ RS
• PT100 sensor W-EYK 6 Heraeus
• Thermal fuses -diverse-
• Heating cartridge High performance heating
cartridge OD = 6.5mm
Elektrowa¨rme
Gabbey
• Heating cords FLEXCORD C1S flexelec





The ULW-PTR-MS is designed to be used either interactively in the laboratory or
unattended during field/aircraft missions. The system architecture provides con-
secutive system states, that are controlled by the newly developed software being
based on the independent V25 operating system. A sequence of operation diagram
illustrating the typical process is presented in table T B.1 (p. 164). During manual
control the states are individually selectable (e.g. for maintenance, laboratory work).
When using the automatic mode, the instrument sequentially passes through the
individual system states that follow each other in both ascending and descending
order. The stepwise start-up strategy is a concession to a potentially limited peak
power availability, like e.g. during battery supply (not applicable for the HALO or
CARIBIC aircraft). The system is permanently supervised by a watchdog timer and
scenarios, that need restart or guided shutdown of the system - like after a failure
of system components, total breakdown of the vacuum or complete consumption of
water resources in the H2O tank - are handled following defined procedures.
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I Status: IDLE (entire system in idle state)
l Housekeeping: continuous surveillance of pressures, temperatures and flows
l Evacuation 1 - MD1: backing pump MD1 pumps the instrument to internal pres-
sures < 2hPa; all valves are closed
l Evacuation 2 - TMP#1: turbo molecular pump TMP#1 starts evacuating the drift
tube and upper part of the intermediate chamber when internal pressure Pdrift <
5hPa
l Evacuation 3 - TMP#2 & TMP#3: turbo molecular pumps TMP#2 and TMP#3
start evacuating the intermediate and high vacuum chambers when rotation
speed of TMP#1 is ≥ 800 rpm
I Status: HIGH VACUUM (chamber pressures ready-to-operate)
l Flushing 1 - IS: flushing of ion source with constant flow of saturated water
vapor from the reservoir tank (tflush−H2O = 60 sec)
l Flushing 2 - Inlet System: flushing of complete inlet system with ambient air;
relevant valves open (tflush−air = 100 sec)
l Thermal Controls: heating of DT, water supply pipe, inlet system, scrubbing
unit, etc. (continuous PIDa regulation)
I Status: FLOWS (inflows of sample air and H2O vapor ready-to-operate)
l High Voltages: supply of IS, DT electrodes and SEM with appropriate high-
voltages
l QMS/RF: measurements according programmed m/z sequences
l Internal calibrations: AMBIENT/BACKGROUND channels controlled accord-
ing programmed measurement pattern
I Status: FULL OPERATION (measuring mode)







Table TB.1: Sketch of a typical operations procedure of the ULW-PTR-MS depicting the four
major system states IDLE, HIGH VACUUM, FLOWS and FULL OPERATION,
as well as some minor intermediate states.
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Appendix C
Data processing & Peak Evaluation
Standard post-processing:
The measurement data presented within this work have been post-processed using
a set of processing tools that run on the platform IGOR Pro53. The used proce-
dures have been oriented on tools used in connection with the data acquisition and
management during the mission UBWOS and provide processed final data in the
format ICARTT54.
Peak evaluation:
The analysis engine embedded in the V25 module controlling the QMS allows dif-
ferent ways of mass peak analysis. The data structure provides 8 independent






W in equation E C.1 (p. 165) is individually selectable:
• W = 1 → 8 steps over one m/z (e.g. from m/z 36.5 to m/z 37.5)
⇒ evaluation of peak shape
• W > 1 → like W = 1 but over larger mass range (e.g. m/z 21 to m/z 59)
⇒ scanning over multiple m/z
• W < 1 → 8 steps over selected (reduced) range (e.g. from m/z 36.9 to m/z 37.1)
⇒ enhancement of mass/time resolution, when using multiple points per
scan cycle
53 IGOR Pro: numerical computing environment from WaveMetrics
(http://www.wavemetrics.com/)
54 International Consortium for Atmospheric Research on Transport and Transformation (for
detailed format descriptions see Aknan et al. [2013])
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C. DATA PROCESSING & PEAK EVALUATION
Figure F C.1 (p. 167) gives an example of the mass peak analysis procedure present-
ing a laboratory scanning of a peak with W = 1 around the center mass m/z 37.0
(recorded with integration time tint = 100ms per micro-scan; discrimination level:
0.3V ). For the peak evaluation different approaches are available, that together al-
low a multifaceted analysis of the measured peak:
1. Peak Maximum↔micro-scan with maximum value
here: pot #4 with i(m/z37)#4 ' 31.85× 103 cps
2. Center Mass↔micro-scan including the center mass
here: pot #5 with i(m/z37)#5 ' 28.02× 103 cps
3. Interpolated Curve↔maximum value
here: at ∼m/z 36.9 with i(m/z37)max interpolated ' 32.63× 103 cps
4. Integral↔ sum of (selected) micro-scans
here: for all 8 data pots: i(m/z37)integral(#1−8) ' 130.24× 103 cps
5. Gauss-fit↔maximum value
here: data pot #4 with i(m/z37)gauss−fit ' 33.60× 103 cps
The full set of available information allows more comprehensive quality checks for
the scanned peak. However, during normal measurements typically either of the
first two approaches ( 1© Peak Maximum or 2© Center Mass) is chosen. This also
corresponds to the width reduction of the scan area ( W < 1 ) towards concentrated
measuring points inside of predetermined peak value regions. Since the observed
count rates typically differ between the presented methods (if W 6= 0; as shown
above), any scientific evaluation of peak data gathered in either of these ways must
be adapted to the selected strategy by means of an individual deduction of corre-
sponding calibration parameters.
166
C. DATA PROCESSING & PEAK EVALUATION
Figure FC.1: Scanning of m/z 37, that demonstrate the 8 micro-scans over the full width of
W = 1 ([amu]) in the range of [36.5; 37.5] showing data bars, the interpolation




Flight tests during MUSICA 2013
First-time aircraft measurements in the context of the mission MUSICA 2013 have
been performed using the MUSICA PTR-MS, which was the sister instrument of
ULW-PTR-MS. Any scientific attendances during these flight tests were beyond the
horizon of this work. Nevertheless, as this testing (used primarily for instrumen-
tal evaluations) represents an important step within the system development, a
brief evaluation of some results is therefore attached to this work for the sake of
completeness.
MUSICA 2013 The atmospheric water cycle is an important aspect of the Earth’s
climate system. During MUSICA55 (MUlti-platform remote Sensing of Isotopol-
ogues for investigating the Cycle of Atmospheric water) this cycle was investigated
using different techniques for measurements of H2O isotopologues: 1© satellite-
borne and ground based remote sensing instruments and 2© airborne and ground
based in situ instruments. In order to perform simultaneous validation measure-
ments of instruments determining stable water isotopologues (H162 O, HD16O, H182 O
and their fractions δD, δ18O), several research flights over the Canary Islands/Spain
have taken place in July 2013 (HQs at Base Ae´rea de Gando on Gran Canaria/Spain).
The involved instruments comprised the ground based FTIR and in situ spectrome-
ters stationed at the Izan˜a Atmospheric Observatory on Tenerife, Spain, the infrared
sensor IASI on the satellite METOP [Schneider & Hase, 2011] and the airborne in situ
diode-laser spectrometer ISOWAT [Dyroff et al., 2009].
Carrier CASA C-212 The aircraft instruments have been carried by the twin en-
gine research aircraft CASA C-212 from the Spanish National Institute of Aerospace
Technology56 (INTA), presented in figure F D.1 (p. 170). This modified cargo plane
was suitable for the required precomputed aerial maneuvers during ascents and de-
scents allowing the scheduled parallel measurements with the suite of instruments
(ground, satellite, aircraft) within the reference area. Besides the core mission instru-
mentation for the investigation of the water isotopologues and aerosol, the payload
of the aircraft facilitated the additional deployment of the PTR mass spectrometer




D. FLIGHT TESTS DURING MUSICA 2013
Figure FD.1: MUSICA aircraft CASA C-212 during preparation for takeoff at the Torrejo´n
Air Base in Madrid/Spain for the ferry flight to the Naval Station Rota/Spain
on 5 July 2013.
MUSICA PTR-MS The MUSICA PTR-MS was a recreation of the ULW-PTR-MS,
that was adapted to be deployed to the aircraft CASA C-212 in a project separated
from this work. The need for this further instrument had arisen as the ULW-PTR-MS
was originally scheduled to be deployed aboard HALO exactly at that time and a
comparable instrument was necessary for the planned parallel use during MUSICA
2013. However, the final completion of the MUSICA PTR-MS had not been fully
achieved by the begin of the mission in June 2013 and the controls of ULW-PTR-
MS, which were available on short call due to another postponement of the HALO
mission OMO, were inserted in exchange. In spite of instrumental accordance, this
last-minute combination and the general status of the MUSICA PTR-MS, which was
untested and uncharacterized at that time, did not allow reasonable atmospheric
high-sensitivity measurements.
170
Figure FD.2: Time series for primary signals H163 O
+ (m/z 19) and H183 O
+ (m/z 21) (con-
stant isotope ratio
16O/18O ∼ 500), instrumental noise (m/z 25), oxygen in-
dicator O+2 (m/z 32), water dimer H3O
+(H2O) (m/z 37) and water trimer
H3O+(H2O)2 (m/z 55) measured during the ferry flight from Madrid/Spain
to Rota/Spain during MUSICA 2013 on 5 July 2013 (panel A in [cps]; panel
B in [ncps]). ∆ ambient pressure (Madrid) in [hPa] and characteristic fea-
tures of the flight are plotted.
Demonstration flight attesting the instrument’s basic airworthiness Figure F D.2
(p. 171) shows time series of selected signals that illustrate intrasystem processes
(IS output) measured with integration times of 100ms per m/z. The data originated
from the two hour ferry flight on 5 July 2013 from INTA HQs in Madrid/Spain to
an airfield in Rota/Spain, where the aircraft was refueled for the further transfer
to Gran Canaria/Spain. The flight was performed at low altitudes above ground
following the orography and comprised an ambient pressure gradient of ∆P '
131hPa (taken from Pinlet of ISOWAT). The background noise level on m/z 25 was
low during the entire flight with an average rate of i(M25) ' 3.8 cps. The only ob-
servable external influences onto the shown series were fluctuations in the water
dimer H3O+(H2O) signals on m/z 37 indicating normal interferences with ambient
D. FLIGHT TESTS DURING MUSICA 2013
171
air water concentrations. High g-loads during the flight did not affect the system
operation, like e.g. during a low level pass over a lake near Cordoba/Spain at 09:50.
D. FLIGHT TESTS DURING MUSICA 2013
The touchdown at Rota/Spain was at 10:22. Besides the mentioned issues with the
overall performance, the system itself operated without further interferences dur-
ing this demonstration flight.
This brief example generally demonstrates the basic airworthiness of the new PTR
systems. After the following revision of the MUSICA instrument, the future sys-




HALO Flight Rehearsal for OMO 2015
- Impressions
Figure F E.1 (p. 174) shows some impressions from the HALO aircraft as received
during the flight rehearsal for the mission OMO at the aircraft HQ in Oberpfaffen-
hofen/Germany.
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E. HALO FLIGHT REHEARSAL FOR OMO 2015 - IMPRESSIONS
(a) Front view with noseboom (b) Overview, left wing
(c) Different trace gas inlets (TGI) and view-
ports on top surface
(d) Left engine; opening below: baggage
compartment aperture
(e) Right engine in front of tail fin (f) View into the flight deck
Figure FE.1: Impressions from the HALO aircraft during the flight rehearsal inside the air-
craft hangar at HQ in Oberpfaffenhofen/Germany.
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Appendix F
UBWOS 2012 - Impressions
Figure F F.1 (p. 176) presents some impressions as received during the field intensive
UBWOS 2012 in the Uintah Basin, Utah/USA.
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F. UBWOS 2012 - IMPRESSIONS
(a) Uintah Basin gas field with smoke trail
originating from a fire at Glen Bench
(b) Pump jacks at an oil well in the fields of
Duchesne County
(c) Water injection well (d) Dried out collection/evaporation reser-
voir with plastic foil
(e) Horse Pool field site with core team (f) Mobile laboratory during sunset
Figure F F.1: Impressions from UBWOS 2012.
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Appendix G
Hydrogen sulfide (H2S) calibrations
Studies Time Instruments Purposes
UBWOS 2012 Jan - Feb 2012 ULW-PTR-MS Mobile measurements
UBWOS 2013 Jan - Feb 2013
NOAA PTR-MS
Ground measurements at Horse PoolPTR-ToF-MS
Picarro
Laboratory Mar 2013
NOAA PTR-MS Calibrations &
PTR-ToF-MS Detection humidity dependence
Table TG.1: List of studies and instruments from which the H2S data were used for the
deduction of the water-sensitive calibration curves and the ambient mixing
ratios measured during UBWOS 2012. (adopted from Li et al. [2014])
IS: DT: DT: DT: DT:
Water flow Pressure Voltage Temperature E/N
[sccm] [hPa] [V ] [◦C] [Td]
NOAA PTR-MS 10.5 2.4 720 45 117
PTR-ToF-MS 5 2.2 600 60 112
ULW-PTR-MS 7.5 2.2 612 40 106
Table TG.2: Instrument settings of NOAA PTR-MS, PTR-ToF-MS and ULW-PTR-MS that
affect the humidity-dependent sensitivities.
(adopted from Li et al. [2014])
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G. HYDROGEN SULFIDE (H2S) CALIBRATIONS
Figure FG.1: Hydrogen sulfide laboratory calibration curves at different humidities for A
NOAA PTR-MS (average H3O+ ion signals of 25 × 106cps), B PTR-ToF-MS
(average H3O+ ion signal of 8.8×106cps duty cycle corrected and 1.2×106cps
actual counts). The sensitivities for H2S measurements for C NOAA PTR-
MS and D PTR-ToF-MS dependent on humidity.
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API American Petroleum Institute
B Gas-phase Basicity
CAP Capillary
CARIBIC Civil Aircraft for the Regular Investigation of the atmosphere Based




CI(MS) Chemical Ionization (Mass Spectrometry)
cps counts per second
CRDS Cavity Ring Down Spectroscopy




e Elementary charge: 1.60217733(49)× 10−19 C
ECMWF European Centre for Medium-Range Weather Forecasts
EMI ElectroMagnetic Interference
ER Enhancement Ratio
ESRL Earth System Research Laboratory
ex-FT Extra-tropical free troposphere
GC-MS Gas Chromatography Mass Spectrometer
GMD Global Monitoring Division
h Planck constant: h = 6.62606876(52)× 10−34 J · s
HALO High Altitude and LOng Range
I Ion Count Rate
ICAO International Civil Aviation Organization
ID Inner Diameter




ISDR Ion Source Drift Region
IVC Intermediate Vacuum Chambers
k rate coefficient
LOD Limit of Detection
m Mass
MFC Mass Flow Controller
MPIC Max Planck Institute for Chemistry
MUSICA MUlti-platform remote Sensing of Isotopologues for investigating
the Cycle of Atmospheric water
N Gas Number Density
NAAQS National Ambient Air Quality Standards
NC Nose Cone
ncps normalized counts per second
NIST National Institute of Standards and Technology
NMVOC Non-methane Volatile Organic Compounds
NOAA National Oceanic And Atmospheric Administration
O.x Orifice
O&NG Oil and Natural Gas
OD Outer Diameter




PBL Planetary Boundary Layer
PC Pressure Controller
PEEK PolyEther Ether Ketone
PFA Perfluoroalkoxy
PM Particulate Mass
ppb(V) parts per billion (by volume) (10−9)
ppm(V) parts per million (by volume) (10−6)
ppq(V) parts per quadrillion (by volume) (10−15)
ppt(V) parts per trillion (by volume) (10−12)
PTR(-MS) Proton-Transfer-Reaction (Mass Spectrometry/Spectrometer)




QMS Quadrupole Mass Spectrometry/Spectrometer
R organic hydrocarbon species
r0 Radius
RF Radio Frequency
RPDB Rack Power Distribution Box
S Sensitivity/Calibration factor
S/N Signal-to-noise ratio
SEM Secondary Electron Multiplier
SOA Secondary Organic Aerosol
T Temperature; Transmission Factors
t Time
TGI Trace Gas Inlet (HALO)
TMP Turbo Molecular Pump
ToF Time of Flight
ULW-PTR-MS Ultra-Light-Weight Proton-Transfer-Reaction Mass Spectrometer
US EPA United States Environmental Protection Agency
UT/LMS Upper Troposphere and Lowermost Stratosphere
UV Ultraviolet
V.x Valve
VMR Volume Mixing Ratio
VOC Volatile Organic Compound
WRAP Western Regional Air Partnership
z Charge/number of elementary charges
 Sensitivity
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Volatile organic compounds (VOCs) are ubiquitous trace compounds appearing 
in everyday processes. Both the nature and mankind contribute to emissions of 
these species in multiple ways, affecting atmospheric processing and air qua-
lity. In situ investigations of VOCs further the understanding of a variety of che-
mical processes across the Earth´s atmosphere and help to assess their effects 
on environment and human health. This work describes the development of 
an ultra-light-weight Proton-Transfer-Reaction Mass Spectrometer (PTR-MS), 
its detailed qualiﬁ cation, ground-based and airborne applications and studies 
on VOC emissions in connection with fossil fuel production. The new compact 
system, which has been customized for the deployment on the research aircraft 
HALO, was used aboard a mobile laboratory during air quality measurements 
in a mountain basin in the Western United States. The main focus was on the 
identiﬁ cation of chemical ﬁ ngerprints of the diverse emitters at oil- and natural 
gas well pads and their individual contributions to the air composition in the 
region. An analysis of emissions of aromatic hydrocarbons originating from a 
reworked natural gas well is presented, particularly investigating the emission 
development after hydraulic fracturing. The presented results were some of the 
ﬁ rst measurements using fast-response VOC instruments to study individual 
emission sources associated with fossil fuel production and demonstrate the 
applicability of PTR-MS for mobile air quality investigations.
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